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Iii this Issue 



Just a few years ago a digital network could get by with a capacity of a few 
hundred megabits per second to handle telephone conversations between the 
cities of San Francisco and New York. Today a capacity of 2.5 gigabits per 
second is required to carry all the voice, data, fax, and video traffic between 
these two cities. Even more bandwidth (e.g., 100 Gbits/s) will be needed in the 
next several years). 

This growth has brought about a change from copper or microwave transmis- 
sion media to fiber optic systems. The advantages of optical fiber over copper 
are an extremely high bandwidth, low loss, high immunity to interference, and 
virtually no crosstalk between channels. 

To ensure compatibility between manufacturers of fiber optic equipment , two primary fiber optic stan- 
dards have emerged: SONET (Synchronous Optical Network) and SDH (Synchronous Digital Hierarchy). 
SONET is primarily a North American standard and SDH is used by the rest of the world. These stan- 
dards place strict limits on the performance of each element in a fiber optic system. The HP 83480 digital 
communications analyzer (page 6) is designed to verify that optical waveforms in a fiber optic system 
meet the requirements of the SONET and SDH standards. This instrument is the first commercial product 
to combine in a single package a SONET calibrated reference receiver with an oscilloscope and com- 
munications firmware. 

The communications firmware in the HP 83480 (page 13) is an extensive set of built-in measurements 
designed for telecommunications applications. The measurements provided by these internal firmware 
measurement algorithms fall into three general categories: parametric measurements (e.g., rise time, fall 
time, overshoot, etc.), mask measurements, which compare the shape of a waveform to a predefined 
mask, and eye measurements, which measure properties of eye diagrams. 

The optical receiver design for the HP 83480 (page 22) allows customers to select optical-to-electrical 
plug-in modules with specific transmission rates for different applications. The current optical plug-in 
modules provide data rates of 155/622 Mbits/s, 2.488 Gbits/s, and 9.953 Gbits/s. These data rates are 
multiples of 51.84 Mbits/s as required by the SONET and SDH standards. 

Many of the latest designs of high-speed systems use differential transmission lines to reduce disconti- 
nuities in the signal path and reduce coupling between different signal paths. A tool that simplifies the 
task of analyzing the signal paths of differential transmission lines is differential TDR (time-domain 
reflectometry). The article on page 32 describes the HP 54754A differential TDR plug-in, which when 
used in conjunction with the HP 54750 digital oscilloscope or the HP 83480 analyzer, significantly 
improves the speed and ease of making critical measurements of high-speed transmission systems. 

The final HP 83480 article (page 37) discusses the problem of accurately measuring the frequency 
response of the communication analyzer's plug-in modules. It lias typically been extremely difficult to 
characterize the SONET/SDH standard receiver with tolerances of ±0.3 dB. This is because of inaccu- 
rate knowledge of the optical stimulus and large uncertainties in the microwave power measurement. 
The article describes a method for calibrating photoreceiver frequency response that overcomes these 
inaccuracies and uncertainties. 

Increases in silicon density have made it possible to reduce chip core sizes. However, a concomitant 
reduction in I/O pad pitch (the repeat distance between adjacent 1/0 pads) has been hard to achieve 
because of packaging and assembly problems. Thus, IC designs that are I/O intensive tend to have a die 
size that is significantly greater then the core size. The articles on pages 41 and 51 describe a technique 
called radially staggered bonding for dealing with this problem. The first article describes the configura- 
tion of radially staggered bonds on a die, and the second article describes an implementation of the pad 
circuitry for radially staggered bond pads. 

Miniaturization of technology is not just confined to ICs. It is also occurring in motors and shaft encoders 
(sensors that measure the position of a rotating shaft). The article on page 55 describes the HP HEDR-8000 
Series reflective optical surface mount encoders. Because of their small size and low cost, customers 
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can design these encoders into applications such as feedback sensing for the miniature motors used in 
copiers, cameras, card readers, and printers. 

Today, we have several handheld utilities that can tell us where we are geographically, and in some cases, 
where we need to go. These utilities are based on the US Department of Defense Global Positioning 
System (GPS) GPS uses known positions of satellites in space to determine unknown positions on land, 
on the sea. in the air. and in space. It is a passive system in which each satellite transmits its position 
and the time of the position message. Some GPS equipment vendors tout GPS as the next great utility, 
like the power and telephone utilities, bke these utilities, GPS has a number of inherent problems that 
limit its use as a source of timing. The article on page 60 describes a technique called HP SmartClock, 
a collection of software algorithms that have been incorporated into HP's GPS instruments to solve or 
minimize these timing accuracy problems. 

The articles that start on page 68 describe HP's third-generation ATM (Asynchronous Transfer Mode) 
test equipment, the HP E5200A broadband service analyzer. The test capabilities of the HP 5200A enables 
users to determine the health of a network at all layers of the ATM protocol stack, from the physical 
layer right through to the AAL (ATM adaptation layer) and above. To ensure that the E5200A meets the 
needs of its intended customers (i.e., installers and maintainers of large telecommunications networks 
that employ broadband ISDN), engineers al HP's Australian Telecommunications Operation (ATO) adopted 
a method called "usable usability." Usable usability (page 88) focuses not only on achieving ease of use 
for potential customers, but also on the usability culture of the product development organization. 

Managed objects in the context of networks are software objects that represent the capabilities and 
behavior of network elements such routers and switches. In the HP E5200A. managed objects play an 
important role in the software architecture (page 74). Typically used to control remote network elements, 
managed objects are used internally by the service analyzer's application to control application objects. 

A cultural shift for ATO was in the production and manufacture of the service analyzer (page 79). ATO 
had to change quickly from a custom test instrument developer to an operation that produces products 
in higher volumes at lower costs. The article also discusses the cultural and technological obstacles 
that had be overcome to transition to an operation focused on design for manufacturability. 

Because of the density of the printed circuit assembly for the HP E5200A, testing by conventional bed-of- 
nails in-circuit techniques alone was not enough Also, because of the high cost of this printed circuit 
assembly, it was necessary to be able to identify defects accurately and quickly. To overcome these 
challenges, ATO implemented a comprehensive test strategy that included boundary scan testing and 
built-in self-test, supplemented by conventional testing techniques (page 85). This strategy included 
eight discrete levels of testing in which each level verified a basic functionality. 

C.L Leath 
Managing Editor 
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A color-graded eye diagram display produced by the HP 83480 digital communications analyzer, super- 
imposed on a display of the frequency response of its optical channel. 



What's Ahead 

In the February issue there will five articles describing the latest version of SoftBench, SoftBench 5.0, 
four articles on HP's use of obiect-oriented technology, and articles on a new family of sensors for pulse 
oximetry and the HP ScanJet 3c/4c scanners. 
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A New Instrument for Waveform 
Analysis of Digital Communications 
Signals 

The HP 83480 digital communications analyzer combines an optical 
reference receiver with an oscilloscope and communications 
measurement firmware. Its measurements meet the requirements 
of the SONET and SDH fiber-optic communications standards. 

by Stephen W. Ilinch, Michael J. Karin, and Christopher M. Miller 



The telecommunications industry Is currently experiencing 
a period of rapid growth and change. Jusl a few years ago a 
digilal network needed a capacity of only a few hundred 
megabits per second to handle all the telephone conversa- 
tions between such major metropolitan centers as San Fran- 
cisco and New York. Today, to cany all the voice, fax, video, 
and data transmissions between these cities, a system needs 
a capacity of at least 2.5 gigabits per second (Gbits/s). Even 
this is not enough for the future. Tcn-gigabit-per-second sys- 
tems are already beginning operation in some areas, and 
researchers are hard at work increasing capacities into the 
range of 10 to 100 Gbits/s over the next several years. 

This growth has spurred several fundamental changes in 
transmission systems. First is the rapid conversion from cop- 
per or microwave transmission media to fiber Optic systems. 
Optical fiber offers many advantages over traditional copper 
extremely wide bandwidth, low loss, high immunity to inter- 
ference, and virtually no crosstalk between channels. More- 
over, fiber does not suffer the annoying propagation delay 
typical of satellite-based communications. (It is easy to tell 
when a long distance call has been routed via satellite be- 
cause of the noticeable delay between when you speak and 
when the listener hears your words.) 

A second major change is the increasing importance of 
worldwide transmission standards. In years past, every 
equipment manufacturer used a separate proprietary trans- 
mission format, so the transmitter in one city and the receiver 
in another city had to be manufactured by the same vendor. 
With the deregulation of the U.S. phone system and the ever 
increasing importance of international communications, such 
proprietary schemes have become impractical. 

SONET and SDH Standards 

Two primary fiber-optic standards have emerged: SONET 
(Synchronous Optical Network), developed first by Bellcore 
and adopted by the American National Standards Institute 
(ANSI). 1 and SDH (Synchronous Digital Hierarchy), devel- 
oped by the International Telecommunications Union (ITU). 2 
SONET is primarily a North American standard and SDII is 
used in most of the rest of The world. An important objective 
of these standards is to ensure compatibility between equip- 
ment manufactured by different vendors. To achieve this the 



standards address such varied requirements as the physical 
properties of the optical signal and the transmission proto- 
cols and coding formats employed. It is a tribute to the 
cooperation between ANSI and ITU that in all practical 
respects, SONET and SDII are virtually identical. 

Transmission System Design 

A simple fiber-optic- transmission system (Fig. 1 ) consists of 
a transmitter, a fiber-optic cable, and a receiver. The trans- 
mitter usually employs a digitally modulated laser diode 
operat ing at a wavelength of either 1300 or 1550 ran. The 
individual voice and data signals appear as low-rate electri- 
cal tributary signals that are time division multiplexed into a 
serial digilal stream applied to the laser input. The laser's 
output is modulated in a simple nonrcturn-to-zcro (NRZ) 
format: it is turned on for the entire duration of a logical one 
pulse and turned off (or nearly off) for the entire duration of 
a logical zero pulse. 

The fiber-optic cable is typically single-mode fiber with a 
!l-um core diameter. The receiver consists of a p-i-n or ava- 
lanche photodiode serving as an optieal-to-eleclrical (O/E) 
converter, with appropriate amplification, timing, and detec- 
tion circuitry. A demultiplexer at the receiver output ex- 
tracts the individual tributary signals. Real systems also 
often employ other network equipment such as digilal cross- 
connects, optical amplifiers, and add-drop multiplexers. 

The SONET and SDH standards place strict limits on the 
performance of each element in the system. At the physical 
level, tiunsniitter specifications include output power, opti- 
cal waveform shape, and extinction ratio. For the receiver, 
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Fig. 1. Fiber-optic transmission system. 
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such parameters as sensitivity, electrical waveform shape, 
and output jitter are important. In the past, waveform char- 
acteristics of the system have been measured with a high- 
speed oscilloscope. Electrical signals could be measured 
directly, but to measure optical waveforms, a photodiode 
O/E converter was required in front of the oscilloscope. 

The Si >\ET and SI HI standards impose IteW requirements 
tin i he optical waveform thai are not easily measured with a 
conventional oscilloscope. One requirement, for example, is 
llial I he O/E converter be an optical "reference receiver" 
hav ing a lighlly controlled frequency response, specified as 
a fourth-order BesseLThoiuson niter whose 3-dP> frequency 
is three quarters of the bit rate. :i The resulting eye diagram 
(see "Eye Diagrams and Sampling Oscilloscopes" on page 
8) is compared against a specified mask that defines "keep 
out" regions for the waveform. The mask shape is designed 
to ensure that the quality of the waveform is sufficient Co 
achieve satisfactory transmission performance. To make 
this measurement an oscilloscope must include a calibrated 
Optical reference receiver, a way to generate the SONET/ 
SDH mask automatically, and a way to compare the eye 
diagram accurately to the mask. 



Overall Optical Calibration. To measure an optical signal be- 
fore introduction of the HP 83480, a separate O/E converter 
had to be connected to the oscilloscope's vertical channel 
input. Rarely was the exact conversion gain of this combina- 
tion known with any degree of accuracy, so the overall opti- 
cal channel could not be considered a calibrated path In the 
HP 8; 1480, the optical channel is fully calibrated and displays 
a readout in optical watts. In addition, each optical channel 
includes a separate average power meter that approaches 
the accuracy of a dedicated optical power meter. 

Calibrated SONET/SDH Reference Receiver Path. I urrenl 
SONET/SDH standards place strict limits on the frequency 
response of the opt ical reference receiver but do not define 
requirements for Ihe oscilloscope to which it is connected. 
The HP 83480 design team recognized early in the project 
that it made little sense to tightly control the reference re- 
ceiver if the oscilloscope bandwidth and frequency response 
were insufficient to display the signal accurately. The [earn 
decided the answer was to apply Ihe SONET/SDH frequency 
response tolerance requirement to the entire channel re- 
sponse, not just the O/E converter (see Fig. 3). Although this 



The Digital Communications Analyzer 

The HP 8.(480 digital communications analyzer ( Fig. 2) is 
the first commercial product to combine a SONET calibrated 
reference receiver with an oscilloscope and communicalions 
measurement firmware in a single package. It is based on 
proven IIP digital sampling technology first introduced in 
the HP 54120 sampling oscilloscope in 1987. The HP 83480 is 
designed to address several limitations of existing technology. 
These include lack of overall optical calibration, Incompletely 
c alibrated SONET/SDH reference receiver path, and lack of 
flexible firmware measurement algorithms. 



HP 83480 Frequency Response Characiemation 



G.9S7 Frequency Response Requirement 
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Fig. 3. The Si iNKT/SDII &057 standard requires calibration of 
the optica! receiver to a specified accuracy. In the HP 8348(1 
digital communications analyzer, the entire instrument Including 
Ihe oscilloscope is calibrated. 
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Eye Diagrams and Sampling Oscilloscopes 



Most people are familiar with an oscilloscope display of repetitive wave- 
forms such as sine, square, or triangle waves. These are known as 
single-value displays because each point in the time axis has only a 
single voltage value associated with it. 

When analyzing a digital telecommunication waveform, single-value 
displays are not very useful. Real communications signals are not repeti- 
tive, but consist of random or pseudorandom patterns of ones and zeros. 
A single-value display can only show a few of the many different pos- 
sible one-zero combinations. Pattern dependent problems such as slow 
rise lime or excessive overshoot will be overlooked if they don't occur in 
the small segment of the waveform appearing on the display. For exam- 
ple, ihe amount of overshoot on the zero-to-one transition of a SONET 
laser transmitter depends on the exact pattern preceding it. 

An eye diagram (Fig 1) overcomes the limitations of a single-value dis- 
play by overlapping all of fhe possible one-zero combinations on the 
oscilloscope screen. Eye diagrams are multivalued displays because each 
point in the time axis has multiple voltage values associated with it 

An eye diagram is generated on an oscilloscope using the setup of Fig. 2. 
The data signal is applied to the oscilloscope's vertical input and a sepa- 
rate trigger signal is applied to its trigger input. Ideally, the trigger signal 



Panern 
Generator 





Fig. 1, Eye diagram of a laser directly modulated at 2.48832 Gbits/s. 



Fig. 2. Block diagram for eye diagram testing. 

is a repetitive waveform at the clock rate of the data, although the data 
signal itself can also be used as a trigger signal in noncritical applica- 
tions. 

The oscilloscope triggers on the first clock transition after its trigger 
circuit is armed. Upon triggering, it captures whatever data waveform is 
present at the vertical input and displays it on the screen. The oscillo- 
scope is set for infinite persistence so that subsequent waveforms will 
continue to add to the display. 

For a short period of time after triggering, the oscilloscope is unable to 
retrigger while the circuitry resets. At the conclusion of this trigger dead 
time, the oscilloscope triggers on the next clock transition The data 
pattern at this instant will probably be different from the previous one. 
so the display will now be a combination of the two patterns This pro- 
cess continues so that eventually, after many trigger events, all the 
different one-zero combinations will overlap on the screen. 

To analyze waveform properties accurately the oscilloscope must have a 
bandwidth at least three times the data rate, and preferably much more. 
At high data rates, this leads to an additional complicating factor. Wide- 
bandwidth single-shot oscilloscopes capable of capturing an entire wave- 
form at once simply aren't economically available, so sampling oscillo- 
scopes must be used instead. Sampling oscilloscopes make use of the 
concept of equivalent time to achieve effective bandwidths up to 50 GHz. 

Instead of capturing an entire waveform on each trigger, the sampling 
oscilloscope measures only the instantaneous amplitude of the wave- 



added to the design challenges and is more stringent than 
required by the standards, it vastly increases the user's con- 
fidence in Ihe measurement. 

Flexible Firmware Measurement Algorithms. White other oscillo- 
scopes have incorporated certain mask and parametric mea- 
surement capabilities, none has included all the measure- 
ments desired by users, and those provided have not always 
performed satisfactorily over the full range of expected wave- 
forms. The HP 83480 design team placed a high priority on 
developing a complete set of features thai correctly measure 
a wide range of waveform shapes. 

Overall Design 

The HP 83480 digital communications analyzer incorporates 
a modular design consisting of an oscilloscope mainframe 
together with various vertical channel plug-ins (Fig 4). The 
mainframe contains the analog-to-digital converter (ADC), 
time base, CPU, user interface, and display circuitry, while 
the vertical channel modules contain the O/E converters. 



samplers. IF amplifiers, and power monitoring circuitry. The 
various plug-ins cover different bandwidths, wavelengths, 
sensitivities, and fiber-optic media. 

The mainframe/module approach offers maximum flexibility 
to the user. Dining initial market research, customers fre- 
quently expressed the desire to preserve their investment by 
being able to upgrade their oscilloscopes easily in the future. 

The mainframe hardware is based on the modular HP 54720 
oscilloscope platform introduced in 1992. J Major differences 
in the HP 83480 include the acquisition system, the internal 
firmware, and the front-panel design. The use of the HP 54720 
mainframe provided two major Opportunities for leverage of 
existing designs. First of all. it provided proven modular 
mainframe components complete with power supply, display, 
computer, and high-speed graphics. Secondly, it offered a 
software system that was designed with the ability to substi- 
tute different acquisition architectures with a minimum of 
engineering resources. 
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form at the sampling instant (Fig. 3) On the first trigger event the oscillo- 
scope samples the waveform immediately and displays the value at the 
very left edge of the screen. On the next trigger event, it delays slightly 
before sampling the data The amount of this delay depends on the num- 
ber of horizontal data points on the screen and on the selected sweep 
speed. It is determined by the relation: 



D = 



n-1 



x T, 



where D is the delay time between successive points, n is the number of 
points on the screen, and T is the full-screen sweep time For example, if 
the full screen sweep time is 10 nanoseconds and the display has 451 
horizontal points, then the delay is (1/450) x 10 ns. or 22 2 ps The am- 
plitude sampled at this instant is displayed one point to the right of the 
original sample On each subsequent trigger event the oscilloscope adds 
an ever- increasing delay before sampling, so that the trace builds up 
from left to right across the screen. 



Fig. 3. Concept of sequential sampling. 

The trade-off in using a sampling oscilloscope is a loss of information 
about the exact waveform characteristics When sampling a repetitive 
waveform such as a sine wave, this doesn't usually pose a problem, the 
screen display shows a sine wave that is a sampled representation of 
the original waveform. When sampling a random data pattern, however, 
the eye diagram appears as a series of disconnected dots. All informa- 
tion about the exact nature of the individual waveforms is lost, so if the 
eye diagram shows excessive overshoot or slow rise time, the exact data 
pattern causing the problem can't be identified. This is why Hewlett- 
Packard incorporated the HP Eyeline display mode into the HP 83480 (see 
page 18) First developed for the HP 71501 eye diagram analyzer, 1 the 
eyeline display allows the individual data patterns making up the eye 
diagram to be seen 

Reference 

1 C M Miller, "High-Speed Digital Transmitter Characterization Using Eye 
Diagram Analysis." Hewlett-Packard Journal. Vol. 45. no. 4. August 1994, 
pp. 29-37. 
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Acquisition System 

Tlif IIP 8.'H80 acquisition system has a repetitive sequential 
sampling architecture conceptually similar to that of HP's 
earlier high-speed sampling oscilloscope, I he IIP 51 1211. 
( I 'nlike the newer HP ~AT>t), the HP 54 120 <ii'l "<>t We a 
modular design.) This approach provides Ihe extremely high 



bandwidth necessary to display lightwave signals to beyond 
HMJhit/s rales. The acquisition system, splii lie! ween ihe 
mainframe and plug-in, consists of a time base and sequen- 
tial delay generator, a high-frequency trigger, microwave 
samplers, Irack-and-hold circuits, and analog-io digital con- 
verters (Fig. 5). The plug-ins for Ihe IIP 8:1-180 are specific lo 
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litis Bampling architecture. They cannot be used in the HP 
54720, nor can IIP 54720 plug-ins be used in the HP 83480. 

An acquisition cycle is defined as t he sequence of events 
that must occur to acquire a single data point per enabled 
channel. Normally, many acquisition cycles are required to 
display a complete waveform. While the acquisition system 
in the earlier HP 54120 required the microprocessor to over- 
see each acquisit ion cycle, the HP 83480 is capable of run- 
ning many acquisition cycles independently of the CPU. In 
addition, improvements in the design of the time base allow 
it to settle in less than 25 us. compared to 100 us for the HP 
54120. These improvements result in a greater than tenfold 
throughput improvement over the HP 54120. 

The cycle starts after the CPU has programmed a series of 
delay values into t he sequencer memory based on the time- 
per-division setting of the oscilloscope. These delay values 
determine the time interval between the arrival of a trigger 
and the taking of a sample. Once the values have been pro- 
grammed, the acquisition system continues to take samples 
at the programmed delay values until stopped or paused by 
the CPU. 

The sampler in the plug-in measures the difference between 
the input signal's instantaneous amplitude at the sampling 
instant and a dc offset value programmed by a digital-to- 
analog converter DAC). This difference is amplified and 



converted to a bipolar pulse by charge amplifiers and IF 
fillers located in the plug-in. This bipolar pulse signal is fed 
to the track-and-hold circuits in the mainframe. The charge 
amplifiers and IF filters in these circuits have been improved 
over those in the HP 54120 to achieve heller than a rat lin 
of 2 improvement in noise floor. 

The track-and-hold circuits follow the amplitude of the 
bipolar pulse. When the pulse reaches peak amplitude, the 
track-and-hold circuit holds the peak analog value. The 
ADCs convert each track-and-hold circuit's level ro a 12-bit 
digital word. These 12-bit words are then put into a FIFO 
memory which is read and processed by the CPU. 

Trigger and Time Base Systems 

The oscilloscopes trigger system and time base play key 
roles in overall performance. To view the transition of a 
waveform, the oscilloscope must be synchronized to that 
transition. This syncronization must be very light to achieve 
low jitter and high bandwidth. In the sequential sampling 
mode, the oscilloscope must trigger 500 times to capture 
and display 500 points. If the trigger has any jitter or uncer- 
tainty when it fires, this will be represented by a smeared 
waveform on screen. The need for a jitter-free trigger 
becomes all the more apparent given the fact that the HP 
83480's fastest sweep time is 10 picoseconds per division. 
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Fig. 6. HP 83480 firmware block diagram. 

The trigger system was leveraged intact from the HP 54120. 
The heart of the trigger mechanism is a threshold compara- 
tor — a custom circuit employing high-frequency hybrid tech- 
nology. This circuit generates accurate, predictable, and 
programmable trigger performance that does not require 
delicate adjustment to yield a stable and jitter-free trigger 
point. The trigger detects the occurrence of a transition on 
the selected external trigger input. When the programmable 
threshold level is crossed, an acquisition cycle is started and 
the time base goes into action. Each plug-in module can 
have one trigger input, so up to two separate trigger inputs 
are available. 

Firmware 

The firmware system in the HP 83480 is highly leveraged 
from the HP 54720. Like any oscilloscope, the HP 83480 
observes input signals, and in response to a user's request it 
produces dala or screen images thai describe these signals. 
These tasks are broken into five successive actions: signal 
conditioning, acquisition, data analysis, user interface, and 
display ( Fig. (5). 

Signal conditioning in the HP 83480 includes the optical-to- 
elect rica] conversion in the optical channels and any signal 
aniplificalion or attenuation that is built into the plug-ins. 
The sequential sampling acquisition system in the IIP 83480 
is completely different from the real-time sampling system 
in the HP 51720, so different drivers are required to control 
this acquisition system. After the acquisition drivers, the 
firmware system in the HP 83480 is identical to that of the 
HP 54720 except for the addition of the specialized measure- 
ments added for the communications industry. Measurements 
that were added for the HP 8-3480 include lime and voltage 
histograms, more elaborate mask testing, and the ability to 
measure pulse parameters on multivalued waveforms such 
as eye diagrams. For details see the article on page 13. One 
testament to the flexibility of the software system is that 
histograms, while written for the HP 8.3480, were incorpo- 
rated into a maintenance release of the HP 54720 over a year 
before the IIP 83480 was introduced. 



Plug-in Module Design 

The plug-in modules house the O/E converters, samplers, 
and vertical channel signal conditioning circuitry. They also 
include the cabling necessary to interface the trigger hybrid 
in the mainframe to the instrument front panel. An early 
design decision the team faced was what sizes of plug-ins to 
adopt . The mainframe was leveraged from the HP 54720 
oscilloscope, which had four input channels and accepted 
up to four sntgle-slot plug-ins, two double-slot plug-ins, or 
one four-slot plug-in. Its plug-ins. however, were much sim- 
pler than diose envisioned for the HP 83480. A single-slot 
module could not contain all the sampling circuitry, micro- 
wave hardware, and digital control circuitry necessary in 
even the simplest HP 83480 plug-in. The team decided that 
while the HP 83480 should still have four input channels, 
acceptable plug-ins would be restricted to two-slot and four- 
slot modules ( no four-slot modules have been introduced to 
date). 

Plug-ins come in two styles: optical and electrical. Optical 
plug-ins include one optical input channel and one electrical 
input channel, while electrical plug-ins consist of one or two 
electrical input channels. Optical measurement bandwidths 
range from 2 GHz to 30 GHz and electrical measurement 
bandwidths range from 12.4 GHz to 50 GHz. Plug-ins are 
also available that provide electrical TDR measurements 
( see article, page 32). 

Three optical plug-in modules have been introduced: the HP 
83485A, HP 83485B, and HP 83481 A. Each optical plug-in 
module is optimized for particular SONET/SDH transmission 
rates from 155.52 Mbits/s to 9.95328 Gbits/s. A simplified 
block diagram of an optical channel is shown in Fig. 7. Each 
optical channel consists of an optical-to-electrical converter 
followed by a microwave transfer switch which routes the 
electrical signal either directly to the microwave sampler or 
first through an electrical low-pass niter. The overall fre- 
quency response of the filtered path consisting of the O/E 
converter, transfer switch, filter, sampler, various semirigid 
cables, and the associated mismatch ripple meets the 
SONET/SDH requirements for a reference receiver. This is 
not a trivial objective; it requires careful design of the filter 
frequency response and low VSWR terminations in the asso- 
ciated circuits. In addition, each optical channel includes a 
built -in average optical power monitor. (For more informa- 
tion on the optical plug-in module design see the article on 
page 22.) 

Manufacturing 

The manufacturing processes for the mainframe and plug-in 
modules are heavily leveraged from existing processes for 
the HP 54720 and HP 54120 oscilloscopes. The most signifi- 
es! manufacturing development challenge was the test 
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processes for the optical plug-ins. Frequency response cali- 
bration was a particular challenge because of the extremely 
tight tolerance imposed on the reference receiver by the 
SONET/SDH standards. HP engineers worked closely with 
the U.S. National Institute for Standards and Technology 
fNIST) to implement a test system accurate enough to meet 
the intent of these standards (see article, page ■ , I7). 
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Firmware Measurement Algorithms 
for the HP 83480 Digital 
Communications Analyzer 

Parametric measurements measure waveform properties such as rise 
time, fall time, overshoot, period, and amplitude on either a pulse 
waveform or an eye diagram. Mask measurements compare the shape 
of the waveform to a predefined mask. Eye parameter measurements 
measure properties that are unique to eye diagrams, such as eye height, 
eye width, jitter, crossing height, and extinction ratio. 

by Mic hael G. Sort, Christopher P. Duff, and .St ephen W. Hineh 



An important part of the HP 83480 digital communications 
anah/zer is its extensive set of built-in measurements 
designed especially lor telecommunications applications. 
Internal lirmware algorithms permit the user to quickly mea- 
sure waveform properties that would be tedious and error- 
prone to measure manually. The algorithms also eliminate 
the subjectiveness inherent in a manual measurement. Of 
course, any built-in measurement is only as accurate as its 
firmware algorithm. A major objective for this instrument's 
design team was lo develop robust algorithms capable of 
producing reliable results in virtually all situations. 

The IIP 834S0's built-in measurements fall into three general 
categories: 

Parametric measurements measure waveform properties 
such as rise lime, fall lime, overshoot, period, and ampli- 
tude on either a pulse waveform or an eye diagram. 
Mask measurements compare the shape of the waveform to 
a predefined mask. If any par t of I he waveform intrudes into 
the mask, it is counted as a failure. 

Bye parameter measurements measure properties thai are 
Unique to eye diagrams, such as eye height, eye width, jitter, 
crossing height, and extinction ralio. 

Parametric measurements can be made in either a real-time 
mode or a statistical mode. In the real-time mode the mea- 
surement is performed immediately on each acquired wave- 
form. In the statistical mode, histograms are used to perform 
the measurement on a database representing multiple wave- 
form acquisitions. Mask and eye parameter measurements 
are inherently statistical parameters and so are only mea- 
sured using histograms. 

Design Leverage 

As much as possible, the firmware design of the HP S3 ISO 
was leveraged from existing code for file HP 54720 digitizing 
oscilloscope.' The IIP 51720 incorporated an extensive set 
of very accurate pulse parameter measurements together 

with baaic mask test capabilities. The parametric measure 

merits did BOl function on eye diagrams, however, so this 
capability needed lo be added. A number of additional eye 
parameter measurements were developed, and I he exist ing 



mask test capability was extensively upgraded to include 
such features as a full set of standard telecom masks, built-in 
mask margins, and fixed voltage masks. 

An important feature of these measurements is that they 
operate in real time, automatically updating on every acqui- 
sition of the waveform. Before the HP 54720, HP high-speed 
oscilloscopes made measurements in a single-shot mode. 
When the user pushed the button to determine rise time, for 
instance, the oscilloscope stopped acquiring data and made 
the measurement on a frozen waveform display. The real- 
lime measurement mode was considered much more conve- 
nient, but it increased the complexity of the algorithm 
design. Not only did the algorithms need to be accurate, 
they also had to be fast enough not to slow down Instrument 
operation perceptibly. 

Paramet ric Measurements 

From the outset, the design learn wanted (he parametric 
measurements to operate correctly on both pulse wave- 
forms and eye diagrams. This proved to be a challenge in 
several ways. First, while the IEKK has developed standard 
definitions for such parameters as rise time, fall lime, and 
overshoot for simple pulse waveforms, no similar standards 
exist for eye diagrams. To develop the appropriate defini- 
tions, team members spent many hours in discussions with 
potential users lo understand their needs. Alternative algo- 
rithms were extensively tested to determine those thai best 
met expectations. 

A second challenge arose because of the different signal 
coding formats used on the various electrical tributary rates. 
For example, certain low-bil-rale transmission formats use a 
bipolar coding scheme known as alternate mark inversion 
(AMI). In this formal, each successive logical one hit is repre- 
sented by a pulse of polarity opposile to that of the previous 
pulse. In the case of a I IS-1 signal at 1.544 Mbits/s, for in- 
stance, the amplitude of the first logic 1 pulse is specified as 
+ 3.0V while the amplitude of the next is -3.0V. Subsequent 
logic one pulses alternate between these two levels. The 
algorithm for measuring rise lime on an AMI pulse wave- 
form had lo be versatile enough to produce the correct 
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Fig. 1. The HP 83480 measuremen! algorithms arc designed to 
operate correctly on alternate mark inversion (AMI) waveforms 
regardless of whether the display shows hoth positive and negative 
pulses (a) or only a positive pulse (b). 

result whether the onscreen display was set to show only a 
single positive-going pulse or both positive-going and 
negative-going pulses (Fig. 1). 

Histograms and Color-Graded Displays 

Since eye diagrams are essentially a statistical representation 
of all possible one-zero waveform combinations, it makes 
sense to measure their waveform properties statistically. To 
do this, powerful database and histogram capabilities were 
developed, and these became the foundation for the new 
measurements. 

The database in the HP 83480 corresponds to the size of the 
display — 451 columns by 256 rows. Every waveform regard- 
less of record length or number of vertical bits is mapped 
onto this database structure. Behind each database location, 
or pixel, is a 16-bit counter. Each time a waveform strikes a 
particular pixel, it is recorded as a "hit" a( that location and 
the counter for that pixel is incremented by one. Up to 
65535 hits can be counted at each pixel (Fig. 2). 

To give the user an easy \isual indication of the distribution 
of data in the database, the instrument uses a color-graded 



display mode. This mode maps the database into seven dis- 
play colors, with each color representing a specific range of 
database hits. The algorithm thai determines the range of 
hits corresponding to each color was carefully chosen to 
provide a meaningful display regardless of the maximum 
number of hits in the database. This display provides a very 
powerful three-dimensional view of the eye diagram (Fig. 3). 
It clearly shows the most prevalent paths of the signal as 
well as spurious noise and jitter. 

Histogram measurements are derived directly from the data- 
base. A histogram window is set up to select a range of rows 
and columns to be included in the histogram as shown in 
Fig. 4. A vertical histogram is computed by windowing across 
a slice of time and plotting the frequency of occurrence for 
each database row. A horizontal histogram is computed by 
windowing across a range of voltages and plotting the fre- 
quency of occurrence for each database column. 

The HP 83480 can display the histogram with either a linear 
or a logarithmic scale. With the linear scale, the histogram is 
plotted in hits per division. With I he logarithmic scale, t he 
histogram is plotted in dB per division. For each pixel, ihe 
displayed value is found from: 

dB = 201ogi () ^, 

where dB is the displayed value for the pixel in dB, N is the 
number of hits in the pixel, and P is the peak number of hits 
within the histogram window. 

The linear scale is useful for looking at the peak and dis- 
tribution of the histogram. The logarithmic scale is useful 
for observing the tails of the histogram. 

In addition to the pictorial representation of the histogram, 
the IIP 83480 computes a series of parametric measurements 




Fig. 2. Waveforms are mapped onto a database for statistical 
analysis. The database consists of 115,456 pixels arranged in 451 
columns by 256 rows. Each pixel can record up to 65,535 wave- 
form hits. 
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on the histogram data. The width of the histogram, the aver- 
age value, the standard deviation, and Che mean value plus 
and minus one, two. and three standard deviations are all 
useful parameters for Understanding the noise and jitter of 
an eye diagram. 

Eye Parameter Measurements 

Measurements of eye parameters are made by automatically 
constructing histograms over selected regions of the data- 
base while in the color-graded display mode. Although these 
measurements could technically be made without activating 
the color-graded display mode, the design team decided that 
this was the best way to ensure that what the user sees on 
screen is correlated with the data in the database. 



Fig. 3. The color-graded display 
mode provides a visual representa- 
tion Qf the waveform distribution. 

The measurement algorithms construct vertical and horizon- 
tal histograms to search for reference features in eye dia- 
grams. Most eye parameters are referenced to four funda- 
mental properties of the eye diagram: 

• Top level, V lci p, is the mean logic one level. 

• Base level, V| (ast ., is the mean logic zero level. 

• Eye erossiiifj refers to the start of the bit period. By conven- 
tion, this is defined as the point in time where the rising and 
falling edges of the eye intersect. Crossing lime is defined as 
Crossing, and crossing amplitude is V t . nwsiIl g. 

• Threshold crossings are defined as the times at which the 
signal crosses predefined threshold levels while making the 
transition between logic levels, 'typical threshold levels 
used on an optical eye diagram are 2096) 50% and 80% of 

amplitude. 




histogram 

scale 13. 90S khits/div offset 0 hit 



Fig. 4. Histograms an* used In 
analyze waveform statistics. In 
this example a vertical histogram 
lias been constructed in a reclan 

gujar window inside the X1-X2, 
yi-V2 markers to determine the 

mean logic one level of t he pulse. 
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Fig. 5. Vertical histograms are used lo find the mean logic One and 
l0f$C zero levels. In Ihis example, the histogram extends ll"' full 
Width Of the eye. 

The algorithms for finding these values have been designed 
to accommodate a wide range of eye diagram shapes. V,,,,, 
and V|, ;is ,.. for example, are determined hy first finding the 
peaks of a vertical histogram constructed across the data- 
base as shown in Fig. 5. Vton '•*» the ntean value of the tipper 
peak and Vbase i- s 'he mean value of t he lower peak. The 
standard deviations of these values are the mis noise levels 
on the logic one and logic zero levels. 

Kye crossing limes are local ed using an ileralive algorithm 
on a horizontal histogram. The initial histogram is construc- 
ted on a window that just excludes die V,,,., and V|,. LS1 . dala 
as shown in Fig. (i. Peaks in this histogram indicate the 
approximate locations of eye crossings. To find the cross- 
ings more precisely, a subsequent histogram is constructed 
in a narrow window about the approximate crossing point 
amplitude. The mean value is the crossing lime, tcrossingi and 
the standard deviation, o,. niss j nK , is the nns jitter. Crossing 
amplitude is found by taking a vertical histogram on the 
same window. 

Rise time, fall time, overshoot, and duty cycle distortion 
measurements depend on finding rising and falling edges on 
the eye diagram. The HP 83480 finds threshold crossings by 
forming horizontal histograms using narrow windows cen- 
tered at each threshold level. 

More complex eye parameters are calculated from a set of 
lonsliliienl measurements, which in turn may have their 




own dependencies An ordered list of measurements is per- 
formed by tracing dependencies using a technique first de- 
veloped for the III' 54720.- The equations for eye parameter 
measurements are as follows: 
• Eye Height: 

(Vto,, - 30top) - (Vbase + 3o ]iasi .) 

Kye Width: 

(tiTussiiiK2 ■* "^crossing) ~ (tcrossirigl <™eroas)ng) 
Q Factor 

(V|..p ~ Vbase) 
(0,„|, + C%$) 

Jitter (rms): 

(T„ 



crossing 

Jitter (peak-to-peak): 

'"Vrossing 

Crossing Level: 

(C rossing _ V| )as ,.) 
(*tOP ~ V|iase) 

Duty Cycle Distortion: 

I'risingoOH, - tfolUnge(Ni| 
('iTiissiiniii ~ 'i nissinsl ) 

Overshoot: 



x LOOM 



x [00% 



(Vl,,, + Vns) 
CVtop - VbMeJ 



x 100%. 



i. iii- 



Fig. 6. Horizontal histograms are used in find the eye crossing times 
The window is set to exclude the logic one and zero level data; 



In the above equal ions, 0|„,, is the standard deviation of V 
I'liase > s 'he standard deviation of V|, iLSI „ o,- rilssl „g is the stan- 
dard deviation of I missing- trisfogSON i s 'I" 1 time at which the 
rising edge reaches the 50% point between V,,,,, and V| 1US1 .. 
tfelBngoOM IB the time at which I he falling edge reaches the 
50% point between V,,,., and V uasl „ and Viir, is the amplitude 
of the !)5th percentile of the data in a vertical histogram 
whose lower bound is V,,,,, and whose upper bound is the 
top of the screen. 

The user can control several measurement factors: the eye 
window over which V, u|) and Vhtm alv measured, llie signal 
type of the eye paltem. and the percentile for voltage thresh- 
olds. The industry has not yet adopted a consensus for how 
to measure V' t , ,,, and Vbase Some users want the histogram 
window lo extend across the full bit interval while oihers 
prefer only a narrow window about I lie center of the eye 
where the logic levels have settled to steady state (Fig. 7). 
With the HP 83480 the user can window on any lime interval 
from 0 to 100% Of the eye. Tile default window is ± 10% 
around the center of the eye. 

The IIP 83480 can measure parameters on three different 
Signal types. < Iptical signals use a simple binary code called 
nonreturn-to-zero, or NRZ. With this code, the light is turned 
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Fig. 7. Mean one and zero levels on Lhe sanie (lata as in Fig. 5 but 
found l iy windowing on only a narrow region aboul the center of the 
eye. Notice the 'inference in the logic one histogram compared to 
Fig. 5. 



on for the full duration of a logic one pulse and turned off 
( or nearly off) for the full duration of a logic zero pulse. 
Electrical telecommunication signals use two different coding 
formats. Alternate mark inversion, or AMI. is a three-level 
format in which a logic zero is represented by a zero-volt 
signal and logic one pulses alternate between positive-going 
and negative-going voltages. Coded mark inversion, or CMI, 
is a binary signal in which a logic 0 includes a transition at 
the center of the bit period while the logic 1 does not. The 
HP 83480 can measure waveform parameters on all three 
signal types as well as uneneoded periodic waveforms. Eye 
parameter measurements such as eye height, eye width, and 
extinct ion ratio are performed only on NRZ signals. 

The threshold values used for characterizing rising and fall- 
ing edges can be defined by the user. Rise times of electrical 
signals are traditionally measured from the 10% amplitude 
point to the 90% amplitude point. On optical signals, these 
points are ni l en obscured in t he noise, so 20%-to-80% thresh- 
olds are frequently used. The MP 83480 can use these or any 
other user-specified threshold values. Thresholds can also 
be defined as explicit voltage or power levels. 

Extinction Ratio 

Extinction ratio is a critical parameter for laser transmitters 
because it is a measure of the signal-lo-noise level of the 
system. It is defined as the ratio of the logic one level 
amplitude (V,,,,,) to the logic zero level amplitude (V| )asi .). 
Although conceptually simple, both hardware and software 
considerations make the extinction ratio difficult to measure 
accurately. The impact of hardware design is described in 
the article on page 22. The most important software consider- 
ation is the removal of dc offset. 

A principal source of dc offset comes from the optical-to- 
eleclrical (O/E) convener at the vertical channel input. 
Internal oscilloscope offsets can also play a role. While the 
HP 8-1 180 has been designed to minimize these offsets, it is 
ROl possible to eliminate them completely. To correct for 
an.\ residual offset, the HP 83480 requires an initial offset 
calibration. The user first removes the signal input from the 
optical channel, then pushes the Offset Cal softkey. The IIP 
83480 automatically measures and stores the offset, Voffttji 
by taking lite mean of a large number of samples. Normally, 
once this calibration is done, il need not be repealed for the 
rest of lhe day unless lhe instrument's temperature changes 



by more than about five degrees. The HP S34S0 allows 
extinction ratio results to be displayed in one of three 
formats: 

» dB: 10IOg[(V lop - V offscl ) / (V^ - Voifcet)] 

» Ratio: (V lop - 9<rfbet) / d-'base ~ V onset ) 

. Percent: |(V base - V„ ffseI ) / (V xop - V offeet )] x 100. 

Extinction Ratio Frequency Response Correction 

Extinction ratio measurement accuracy can be heavily influ- 
enced by the hardware design of the vertical channel. One 
potentially serious source of error is the frequency response 
flatness of the channel. To measure extinction ratio accu- 
rately, the ac gain and the dc gain of the channel must be 
identical. A low-frequency gain increase of even 0.5 dB can 
lead to a large measurement error. 

This is a very challenging design objective and is a major 
reason why the HP 83485A plug-in module (see article, 
page 22) employs a nonamplified optical channel. However, 
some users need to measure lasers operating at wavelengths 
or fiber diameters for which HP does not presently provide 
a solution. Other users need additional sensitivity to measure 
extremely low-level signals. In these cases an external O/E 
converter having a nonideal frequency response may have to 
be used. 

Recent research has shown that it is possible to correct in 
software for frequency response errors in hardware. 1 The 
IIP 83480 provides the ability to enter an extinction ratio 
frequency response correction factor. To determine this cor- 
rection factor a signal with known extinction ratio is applied 
to the O/E converter's input and the measured extinction 
ratio is recorded. When both extinction ratios — known and 
measured — are expressed in percent, the frequency response 
error is a constant, independent of the actual extinction 
ratio. The value of this constant (in percent ) can be entered 
into the instrument, which then automatically corrects the 
reading. Once entered, the correction factor is in effect re- 
gardless of whether the extinction ratio is displayed in per- 
cent, in dB, or as a ratio. With care, measurement accuracy 
of better than 1% is possible when using this technique. 

While the use of frequency response correction considerably 
improves the measurement accuracy when using a nonideal 
O/E converter, il is not a universal solution. In general, the 
correction factor differs depending on the data rate, so a 
single number is only appropriate at the data rate for which 
it was determined. Depending on the frequency response 
characteristics of the external O/E converter, the correction 
factor can show slight sensitivity to varying data pattern 
characteristics even at a single data rate. 

Mask Measurements 

Mask tests are often used in production environments as an 
alternative to eye parameter analysis. By comparing an eye 
diagram against a predefined mask, the overall quality of 
the waveform can be assessed in one quick measurement. 
A mask consists of two parts, as shown in Fig. 8: 

• A set of regions, or polygons, on the oscilloscope screen 
that define keep-out areas for the waveform. Waveforms 
that intrude into these polygons are counted as mask 
violations. 

• Definitions of lhe time and amplitude scales for the mask. 
Many masks use an amplitude scale that is defined relative 
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HP Eyeline Display Mode 



Sequential sampling oscilloscopes normally display eye diagrams as a 
series of disconnected points on the screen. While these points accu- 
rately represent all the combinations of digitized bit patterns, each point 
is obtained from a separate trigger event, so there is no way to determine 
exact characteristics of any specific bit combination (Fig. la). 

When sampling live data there is no alternative, but when sampling 
repetitive waveforms such as pseudorandom binary sequence (PRBSI 
patterns it is often possible to show the individual bit sequences. This is 
done by synchronizing the oscilloscope trigger with the pattern repetition 
rate. In this case, the oscilloscope repeatedly triggers at the same point 
in the pattern, so the display is a sampled representation of that segment 
of the pattern. 

This display mode, called pattern triggering, is commonly used in situa- 
tions where the device under test can be stimulated with a digital pattern 
generator from a bit error rate tester (BERT) Pattern generators typically 
include a trigger output that can be set to produce a trigger pulse at the 
start of each pattern. The problem has been that until recently, it has not 
been possible to accurately display portions of the pattern far from the 
trigger point. While it is theoretically possible to show different parts of 
the pattern by increasing the oscilloscope delay, in reality this is imprac- 
tical because of accuracy and jitter limitations in the oscilloscope time 
base. 

The HP 83480 offers an optional HP Eyeline display mode (Fig. 1 b), which 
overcomes this limitation. HP Eyeline display mode takes advantage of a 
new feature in the HP 71604B and HP 71612A pattern generators that 
allows the trigger point to be adjusted bit by bit within the pattern. 

The HP Eyeline display mode runs as an application program that loads 
from the HP 83480's 3.5-in disk drive and allows the instrument to control 
the pattern generator over the HP-IB (IEEE 488. IEC 625). The equipment 
setup is shown in Fig. 2. (HP Eyeline display capability was first intro- 
duced in the HP 71501 Eye Diagram Analyzer using a different method to 
accomplish the same result. 1 ) 
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Fig. 1. Sequential sampling oscilloscopes show eye diagrams as a series 
of disconnected dDts |al Using the HP Eyeline display mode (b), the indi- 
vidual bit patterns can be distinguished. 
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Fig. 2. Equipment setup for HP Eyeline display mode. 



to I he mean one and zero levels of I he eye. Others require 
fixed voltage levels independent of measured signal levels. 

The earliest masks were simply drawn on the oscilloscope 
screen with a grease pencil. Later oscilloscopes included 
rudimentary built-in mask drawing features. A limitation of 
these instruments was that the masks were drawn in screen 
coordinates that did not relate to the scale of the waveform. 



As the user atUusted the horizontal or vertical scales the 
mask remained fixed on the screen. 

The mask measurement capabilities of the HP 83-180 are far 
more powerful than in any previous instrument. The mask is 
referenced to true time and amplitude coordinates so that as 
the user changes the oscilloscope settings, the mask follows 
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Fig. 3. HP Eyeline mode allows the use ot signal averaging to lesnlve signals 
from noise The display in la) shows how a low-level signal appears in the 
ordinary sampling oscilloscope display mode The same signal is shown in (b) 
using Eyeline mode with 64-trace averaging applied 

When the HP Eyeline program is running, the HP 83480 sets the pattern 
trigger location and samples one data point for each repetition ot the 
pattern The pattern generator transmits the entire data pattern between 
successive triggers After an entire waveform record is taken (typically 
500 to 4000 points, depending on the record length setting), the HP 83480 
programs the pattern generator to delay the trigger point by one bit and 
repeats the process. Eventually, the trigger point moves through the 
entire pattern, and the eye diagram shows all possible hit combinations 



- Mask 




Fig. 4. Error trace capture using HP Eveline mode. The upper trace shows the 
complete eve diagram The lower trace shows the bit pattern leading up to a 
mask violation A custom mask was constructed to capture only those waveforms 
showing extreme overshoot 



One advantage of the HP Eyeline display mode is that it allows the use of 
signal averaging to reduce the effects of noise (Averaging is not possible 
on an ordinary sampled eye because the result is the average between 
the two logic levels, causing the eye to collapse ) Signals too small to be 
seen without averaging can be readily identified using the HP Eyeline 
mode, as shown in Fig 3 Another advantage is that it can aid trouble- 
shooting by showing the bit sequence leading up to a mask test viola- 
tion, as seen in Fig. 4. This can be used to identify the cause of pattern 
dependent errors. 

Despite its advantages, the HP 83480 s HP Eyeline display mode is not 
the solution to all problems. It can only be used with HP pattern genera- 
tors having a programmable trigger output, so it is not suitable for analyz- 
ing live traffic. And because it relies on multiple repetitions of the pattern 
to generate the eye, it is most suitable for short pattern sequences that 
repeat rapidly. At an OC-48 data rate (2 48832 Gbit/s). for instance, a 
complete eye showing all bit combinations of a 2 7 - 1 PRBS pattern 
takes less than two seconds to generate. A complete 2 ?3 - 1 PRBS 
pattern at the OC-3 data rate (155.52 Mbits/s), however, would take 
7.3 years! 

Reference 
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Uie waveform. It is also easy to rescale the mask for different 
data rales or amplitude levels. 

There are two ways to create masks. A large mimher of stan- 
dard telecommunications masks are built into the instrument 
(see Table I). These masks can be called onto the screen 
with the touch of a button. For nonstandard needs, the met 
can create custom masks. 



Custom Masks 

I 'p to eight polygons can be created using the display as a 
drawing pad and the knob to control the vertical and hori- 
zontal coordinate of each polygon point. All polygon coordi- 
nates are normalized to the dimensions of the eye diagram. 
For example, (O.O) represents the zero level of the first 
crossing and ( 1.1 ) represents the one level of the second 
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Fig. 8. Coni'epl uf musk testing. 

crossing. Special values arc also used for Ihc vertical axis 
minimum and maximum io represeni ihe bottom and tojj of 
tlie screen regardless of the vertical scale. Absolute lime and 
amplitude scales are denned separately from the relaiive 
coordinate system. 

This coordinate system permits the entire mask definition lo 
be compressed or expanded in either axis by assigning new 
amplitude or time values to the (0,0) and ( 1.1 ) coordinates. 
It also ensures thai the mask Hacks the signal when the lime 
base or amplitude settings are modified. 

Mask Margins 

In a manufacturing environment it is often desirable to add a 
test line margin to industry-standard masks. At other tunes it 
is useful lo reduce the size of Ihe mask lo determine by how 
much a waveform fails the test. The mask margin capability 



of the 111' 8-M.SO makes these tasks easy. This feature allows 
minimum and maximum margin limits to be defined as sepa- 
rate masks around the standard mask. The margin mask can 
be set as any percentage from - 100% under to + 100% over 
the standard mask ( Fig. 9). Minimum and maximum mask 
margins are included in the definintions of the standard 
masks. 

Table I 

Standard Masks in the HP 83480 Digital 
Communications Analyzer 



Optical 



Electrical 
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STS-1 puis.' 
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STS-1 eye 
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STS3 pqise 0. 1 
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STS-3 eye 


( H V 48/STM-1G 


DS-1 


PG433 
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DS-2 


FC-531 


D&3 
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PDI1 2.048 


FDD I 


PDII S.448 




PD1I 34.4 
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Mask Alignment 

Before a mask test is conducted, the mask must be properly- 
aligned to the waveform. The HP 8:1480 provides I wo meth- 
ods of automatic alignment In the firsi. known as miisk-lo- 
iruiTforin alignment, the mask is aligned directly to the 
displayed waveform and (he instrument sellings are left un- 
changed. When I his mode is initiated Ihe firmware measures 
reference points on the eye diagram and positions the mask 
lo align il to the data. 

The second alignment method is known as the.;'/// display 
mode. In this method, the instrument scale settings are 
aulomal it-ally adjusted lo center one full eye diagram on Ihe 
screen regardless of initial sellings. Fill dispkrj makes (lie 
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most efficient use of the data and so provides the most accu- 
rate lest results. The mask-to-waveform mode, however, 
produces much faster results. 

Most standard masks are defined with amplitudes relative to 
the signal amplitude. These masks automatically rescale to 
fit signals with different amplitudes. However, a few masks 
are defined using explicit voltage levels. For these fixed- 
voltage templates the instrument automatically aligns the 
time position of the mask but maintains a fixed vertical 
scale as defined in the standard. 
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Design of Optical Receiver Modules 
for Digital Communications Analysis 



These three bit-rate-specific optical plug-in modules are essential 
components of the HP 83480A Digital Communications Analyzer. They are 
for data rates of 155/622 Mbits/s, 2.488 Gbits/s, and 9.953 Gbits/s. 

by Christopher M. Miller, Randall King, Mark J. Woodward, Tim L. Bagwell, 
Donald L. Fallen Jr., Joseph Straznicky, and Naily L. Whang 



The transmission rales of telecommunication systems based 
on fiber-optic standards such as the Synchronous Optical 
Network (SONET) and Synchronous Digital Hierarchy (SDH ) 
are at multiples of "d.KI Mbiis/s. A significant amount Of 
Optical lelecoiiiiiiiinications network equipment operates at 
three, twelve, or forty-eight limes this fundamental rale. 
Currently, new equipment is being deployed thai operates at 
approximately 10 Gbits/s, or one hundred ninety-! wo limes 
the fundamental rate. 

Differing measurement requirements at these specific bit 
rales, along With the modularity available from I he hardware 
architecture of the HP 83480 communications analyzer, 
allowed the design team to tailor plug-in modules for each 
application. This modularity also benefits customers; who 
can configure an instrument that best meets their current 
needs, then later modify il easily as their needs change. 
To dale, three optical plug-in modules have been released. 
They are: 

HP 834S1A 155/622-Mbit/s optical-to-electrical module 
HP 83485A 2.488-Gbil/s oplical-to-eleetrical module 
HP 834S5B 9.953-Gbit/s oplical-to-eleetrical module. 

Measurement Requirements 

The measurement requirements inherent in the design and 
manufacturing of digital communications systems drove the 
Specific design choices made for each plug-in module. The 
HP 834.S0 Instrument family is used to characterize digital 
communications signals in the lime domain. These signals 
are typically broadband and usually include a dc component 
As an example, the inspection and analysis of eye diagrams 
are typical customer measurements. 1 Eye diagrams are con- 
structed from multiple overlays of successive bit patterns 
with a synchronized trigger. To display I he eye diagram 
properly, I he measurement system must have sufficient 
bandwidth to show the fast transitions. 

A measurement system is often most easily characterized in 
terms of its frequency response, or the magnitude and phase 
of the transfer function. This can be related to the time- 
domain impulse or step response performance by an inverse 
Fourier transform. The optimum frequency response of a 
measurement system depends on the waveform measurement 
parameter of greatest interest (rise and fall limes, overshoot, 
etc.). A rule of thumb for reasonable measurements of rise 
and fall limes is thai the — 3-dB bandwidth of the transfer 



function be at least three times and preferably five times the 
bit rale to be measured. Ideally, the transfer funclion should 
have a well-behaved roll-off and linear phase to prevent ring- 
ing or other measurement aberrations. The design target for 
the optical plug-in modules was to achieve a compromise 
between fast rise and fall limes and excessive ringing. This 
was accomplished by controlling the amount of high- 
frequency peaking and striving for a Gaussian-like impulse 
response. 

Very Hat low-frequency performance is required for stable 
measurements of logic levels I hat extend over many bit 
periods, which occurs in both long-patteni-length pseudo- 
random binary sequences (PRBS) and live data transmis- 
sions. This is important, for instance, for accurate extinction 
ratio measurements. Extinction ratio is defined as the rat io 
of the signal power in the logic 1 state to the signal power in 
the logic 0 state. It. is an important measurement of the 
distinction between logic states, the essential funclion of a 
digital conmiunicalion syslem. 

For a plug-in module to serve as a reference receiver, the 
frequency response must, at a minimum, comply with the 
low-pass Bessel-Thomson transfer function described in the 
SONET/SDH standards. In fact mathematical simulations 
can demonstrate thai even reference receiver frequency 
responses that technically meet the tight SONET/SDH stan- 
dards can cause unacceptable lime-domain artifacts that 
compromise ihe accuracy of extinction ratio measurements. 
Therefore, there is an advantage to a receiver frequency 
response that closely matches the ideal transfer function. 
It is critically important that the low-frequency transfer 
function, down to dc. be well-behaved. A low-frequency gain 
variation that either rises or droops will cause inaccurate 
extinction ratio measurements. For example, simulations 
have shown that a 0.2-dB low-frequency rise (which is with- 
in ihe SONET/SDH standard specifications) can cause an 
extinction ratio measurement of 10 to be in error by 10%.- 
In a manufacturing environment such an error might cause 
the incorrect rejection of a good component 

Finally, the plug-in modules should have a dynamic- range as 
large as possible. A high input power compression point 
extends the signal measurement range available to the user 
without adding an external optical attenuator. Noise consider- 
ations limit the low input signal range. Since these plug-in 
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modules are often used for nonrepetiiive waveform mea- 
surements (such as eye diagrams), waveform averaging 
often cannot be used to provide noise reduction. 

Plug-in Module Overview 

Each plug-in module contains an optical input cliannel with 
an optical-to-electrical (O/E) converter, at least one switch- 
able SONET filter, and an electrical sampler with its associ- 
ated pulse generation circuitry. In addition, each plug-in 
module has an electrical input channel and a trigger input 
to route the trigger signal to the mainframe. A generalized 
plug-in block diagram is shown in Fig. 1. 

The 0/E conversion starts with a photodiode that converts 
the incoming photons of light to a proportional electrical 
current. Because these receiver modules are intended to 
operate al the primary single-mode communication wave- 
lengths of 1310 nm and 1550 nm. InP/InGaAs/lnP p-i-n photo- 
diodes are used. One of the major design choices is whether 
to add an electronic amplifier immediately after the O/E 



converter. This selection lunges mainly on a trade-off 
between the channel signal-to-noise ratio and frequency 
response. Amplified O/E converters can improve the sensi- 
tivity of the channel by reducing the effective noise con- 
tributions of the subsequent electronic circuit stages. How- 
ever, amplified O/E converters present more challenges in 
meeting the stringent frequency response requirements for 
optical reference receivers, especially at the higher data 
rates. 

The detected electrical signal can be filtered to comply with 
the communication standard for reference receivers. Each 
plug-in module comes with either one or two SONET/SDH 
filters appropriate for the 155-Mbit/s to 10-GbhVs transmis- 
sion rates. These filters have a fourth-order Bessel-Thomson 
low-pass transfer function with a characteristic frequency 
(— 3-dB frequency) at 0.75 times the transmitted bit rate. 
Around this transfer function there is a narrow tolerance 
window that depends on the bit rate. One of the key con- 
tributions of the HP 83480 is that the entire instrument 
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Fig. 1. (ii'iuMiili/.cil III' SMHO plug-in module block diagram 



© Copr. 1949-1998 Hewlett-Packard Co. 



December 19W Hewlett-Packard Journal 23 



meets this filtered response, not jusi ilie optical receiver. 
In addition, other communication siandani filters can be 
installed 10 meet special customer requirements. Of course, 
all the fillers can be switched out of the detected signal path 
to allow die maximum available measurement bandwidth. 

Sampling Circuit Description. Signals at these bit rates cannot 
be digitized directly in real lime. There are currently no 
aiialog-lo-digilal converters sufficiently fast to meet these 
measurement bandwidth requirements. Instead, a sampling 
technique is used that allows the display of signals that are 
both repetitive and have a stable trigger/' Many digital com- 
munications signals fit this description well enough to make 
the analyzer a very useful measurement tool. While many of 
the details of a sampling circuit are beyond the scope of this 
article, some insight into its function will provide an under- 
standing of how the different plug-in modules have been 
optimized. 

A sampler can be thought of as a very' fast electrically con- 
trolled switch. A fast pulse is used to turn on the switch, 
which is connected to the analyzer input port. While the 
switch is on, a current related to the input signal flows into 
a capacitor. The amount of charge transferred during the 
sample interval is proportional to the signal present at that 
instant. If a stable trigger is available, we can eventually 
build up a representation of the input signal by scanning the 
time position of the sampling aperture relative to the trigger. 

Some design complexity is required to build an electrical 
switch of sufficient speed. The sampling circuit consists of 
three main blocks: the Sampler microcircuit. a slep-recovery 
diode pulse generator which fires the sampler, and an ampli- 
fier and IF filter chain which reshapes the response of the 
sampler output into a bipolar pulse. The IF output thus gen- 
erated is sent to the mainframe for further processing and 
display. The sampler and the step-recovery diode pulse 
microcireuits are leveraged from the previous-generation 
HP 54121) Series sampling oscilloscopes. J 

It is not easy to generate a fast symmetric electrical pulse 
directly. Instead, the step-recovery diode pulse niicrocircuit 
provides a single falling edge with — 70-ps transition time. 
This waveform is sent to the sampler where it propagates on 
a slotline transmission line structure. The slotline is termi- 
nal ed by the package wall, effectively forming a short circuit. 
When the st ep-recovery diode pulse edge reaches the wall, 
an inv erted reflection is generated and propagates in the 
reverse direction. The total voltage across any point along 



the slotline is the sum of both the incident step-recovery 
diode pulse and the inverted reflected pulse. At an electrical 
distance from the package wall equivalent to one-half the 
pulse fall time, the voltage waveform is roughly triangular 
with 70-pS rising and falling edges. Sampling diodes are 
placed on the slotline structure at this point. These diodes 
form the actual switch element. 

The sampling diodes turn on when the total voltage pro- 
vided by the step-recovery diode pulse and its reflection 
exceed the effective reverse voltage on the diodes. At 
that time the signal from the O/E converter is connected 
(switched) lo a holding capacitor (see Fig. 2), which collects 
charge. By controlling the reverse bias voltage across the 
sampling diodes, the sampling aperture and then ■fori' the 
bandwidth can be adjusted. A DAC (digital-to-analog run. 
verier) within the plug-in module provides this function. 
Fourier transform theory shows that the sampling aperture 
time is inversely related to the effective bandwidth. For a 
20-GHz bandwidth, the sampling aperture is approximately 
20 ps. 

Why not make the sampling aperture as small as possible? 
As is usually the case, there is a trade-off involved. Here it is 
noise versus bandwidth. A larger sampling aperture means 
more charge can be collected per sample, resulting in a high- 
er signal-! o-noise ratio in the subsequent signal processing. 
It also means a reduction in measurement bandwidth. In 
reality, the Irade-offs are not quite this simple. There are 
noise contributions from the sampling diodes that also in- 
crease at higher signal levels. In addition, larger signal levels 
also require more dynamic range in succeeding stages lo 
avoid saturation effects. Therefore, selecting die appropriate 
sampler parameters is a key factor in the optimization of a 
plug-in module. 

Once the charge has been collected, it must be amplified and 
shaped by filleting before being transferred to the mainframe 
for processing. The amplifier following the sampler is con- 
ceptually an operational amplifier with a resistor/capacitor 
feedback network. The feedback resistor needs to be as 
large as possible to minimize its noise contribution. Other 
system constraints and practical physical values limit the 
choice lo a maximum of about 100 megohms. The input 
noise of the amplifier itself is minimized by using a discrete, 
low-noise, differential FET input followed by a precision, 
high-speed op amp. Significant design effort was expended 
on this circuit and die effective noise performance of the 
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charge amplifier and IF circuitry is ai least twice as good as 
the previous-generation products. 

Because of the narrow sampling aperture, the sampled 
charge appears as a near-impulse to the much slower follow- 
ing amplifier. This amplifier stage eventually responds and 
produces an output pulse with an exponentially decaying 
tail that is proportional to the impulse amplitude. The sub- 
seciueut filter sections in the plug-in module ac-couple the 
pulse, which prevents any drift in the dc level front altering 
the signal amplitude. These IF filter sections shape the 
exponentially decaying signal into a bipolar pulse, optimizing 
the signal-to-noise ratio before the analog-to-digital conver- 
sion is performed in the mainframe. In addition, the bipolar 
pulse provides a slowly changing peak amplitude so that the 
analog-to-digital conversion instant is less sensitive to timing 
variations in the main frame. 

By repetitively sampling the signal and using a synchronous 
trigger with a variable delay, a representation of the input 
signal can eventually be constructed. The sampler can only 
be triggered at a relatively low rate (40 kHz), so it takes 
multiple input signal cycles to complete the measurement 
process. If the IF signal is a faith fill low-noise electrical 
representation of the input optical signal, the plug-in module 
hardware has done its job. 

Electrical and Optical Calibration. The electrical sampling 
process is inherently nonlinear. To reproduce the electrical 
waveform accurately, a lookup table stored in the plug-in 
module provides the mapping from the input signal to the 
IF output for each sampler channel. For the best module 
performance, the user can perform an electrical calibration 
by selecting a soft key on the front of the mainframe. A built- 
in algorithm applies Internal reference voltages to the sam- 
pler inputs, covering the allowable input range and automat- 
ically generating the calibration table. 



The optical channel requires an additional calibration term 
to account for the optical-to-electrical conversion efficiency 
of the O/E converter. This conversion efficiency is dependent 
on the wavelength of the optical signal. Factor,' calibration 
constants are stored in the memory of each plug-in module 
for 1310-nm and 1550-001 wavelengtlis. The linearity of the 
O/E con v erters is excellent, so a single calibration constant 
is sufficient over the allowable optical input power range. 
I "sers can perform optical calibrations at other wavelengths 
by using an optical source with an accurately known power 
level. This also allows an operator to remove small insertion 
loss variations of the input Connector for high-precision 
measurement applications. 

A convenient feature of the plug-in module is the ability to 
monitor the average optical power accurately. The average 
current from a reverse-biased p-i-n photodiode is directly 
proportional to the average incident optical power. This pro 
portionality constant is determined during the optical cali- 
bration process and is wavelength dependent, The av erage 
detected current is monitored by a variable-gain amplifier 
network, which provides a dynamic range of just over 30 dB. 

Shown in Fig. 3 is a photograph of the three currently avail- 
able optical plug-in modules. The side view of the plug-in 
module reveals the optical converter, samplers, step-recovery 
diode pulse generator, transfer switch, and filters. 

IIP 83485A Plug-in Module 

The HP 83485A plug-in module is an integrated solution tar- 
geted for testing laser transmitters operating at rates up to 
2.5 Gbits/s. For parametric measurements the optical chan- 
nel offers a selection of either 12 or 20 GHz of well-behaved 
measurement bandwidth. As previously described, litis band- 
width choice is made by changing the bias on the sampler 
diodes. The I2~GHz mode offers belter sensitivity, having 
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only about half as much channel noise as the 20-GIIz mode. 
For SONET/SDH compliance testing at data rates of 
622 Mbits/s or 2.5 Gbits/s (depending on which standard 
filter option is specified;, the switchable low-pass filter 
shapes the overall frequency response of the channel. 
Filtered measurements are always made in the 12-GHz mode 
for best sensitivity, since the channel bandwidth is already 
limited by the narrower electrical filter bandwidth. In addi- 
tion to the optical channel, a 20-GIIz electrical channel and a 
2.5-GHz trigger input are provided. Like the optical channel, 
the electrical channel can be switched to a 12-GHz mode for 
improved sensitivity. 

Meeting the SONET/SDH specifications at 2.5 Gbits/s is a 
challenging task for optical transmitter manufacturers. These 
customers want a measurement system that contributes as 
little additional error as possible because measurement 
errors can reduce their manufacturing yields. Therefore, 
a significant effort in the design of the HP 83485A plug-in 
module was aimed at providing an accurate frequency 
response. The optical channel incorporates a 20-GIIz un- 
amplified G7E converter to maintain the highest integrity for 
eye diagram and mask compliance measurements. While 
many amplified optical receivers now on the market claim 
compliance with the SONET/SDH standards, some still suf- 
fer from unacceptable frequency response variations. In the 
HP 83485A plug-in module, these variations are significantly 
reduced. 

Optical Converter. The optical-to-electrical converter in the 
HP 83485A is similar to that of the HP 83-140 family or stand- 
alone optical receivers/' The optical detection is performed 
by n custom 25-um-diameter InP/Ino .KfGao jjAs/InP p-i-n 
top-illuminated mesa photodiode, which absorbs the incom- 
ing infrared light and converts it to an electrical current The 
device allows light with wavelengths from 1200 to 1600 nm 
to pass through the antireflection coating and the top p-type 
InP layer and be absorbed in the intrinsic InGaAs layer below. 
The absorption of photons creates electron-hole pairs in the 
active layer. These carriers are then swept out by an electri- 
cal field formed by an applied reverse bias. 1 ' The carrier 
transit time across the InGaAs layer and the device capaci- 
tance determine the frequency response of the photodiode. 
A tlucker intrinsic layer results in a lower device capacitance 
and a higher photodiode responsivity, which is the ratio of 
the detected photocurrent to the input optical power. This is 
true until the thickness is increased to a point where the 
quantum efficiency is unity or all the incident photons are 
absorbed. A thicker intrinsic layer also contributes to a 
longer transit time, so the thickness has to be carefully 
chosen to achieve the optimum photodiode bandwidth and 
responsivity. 

The optical launch is required to have low optical reflect ions 
and maximum coupling to the photodiode. Optical reflections 
from a receiver can cause unpredictable measurement varia- 
tions in some transmission systems. Any reduction in the 
power COupted to the photodiode produces a direct impair- 
ment in the signal-to-noise ratio of the measurement system. 
The optical launch in the HP 83485A 07E convener uses a 
single graded-index ( GRIN) cylindrical lens to couple light 
into the small-area photodetector. The input fiber and the 
photodiode are tilted with respect to the optical axis to 
reduce reflections. The lens faces are antireflection-coated, 



resulting in optical return losses that are typically greater 
than 50 dB at each interface. The input optical fiber is 
locked in place using a specialized high-stability epoxy. 

The optical converter package is hermetic. A mesa photo- 
diode structure can be sensitive to moisture, resulting in 
increases in both dark current (reverse-bias photocurrent 
that flows without any light present) and noise. Water vapor 
can also cause a number of other semiconductor reliability 
problems. To provide hermeticity, the mieroeireuit package 
is sealed with glass and metal. The body and lid are made of 
gold-plated stainless steel. Glass-t o-metal seals are soldered 
into the mieroeireuit body to provide electrical connections. 
A lens is soldered into the mieroeireuit lid to provide a her- 
metic optical port. This allows the input optical fiber to be 
attached with epoxy, since it is outside the hermetic wall. 
After the photodiode and other circuit elements are die- 
attached to the mieroeireuit floor and wire bonded, the lid 
is soldered to the body in a dry helium atmosphere. 

The major modification made to the O/E converter used in 
the HP 83485A is the addition of a 50-ohm thin-film network 
at the photodiode output to provide a good electrical output 
match. This termination net work is required to minimize 
reflections between components that can add frequency 
response ripple. Without the 50-ohm termination, the high 
output impedance of tine photodiode would create a severe 
mismatch with the filter input, resulting in excessive ripple 
in the filtered response when used in the reference receiver 
mode. The two most important sets of reflection pairs are 
between the O/E converter and the low-pass filter and 
between the O/E converter and the sampler. The 50-ohm 
termination network in the O/E converter provides at least a 
26-dB output match from dc up to 5 GHz, where interactions 
with the filter are critical. The termination network, however, 
does introduce some peaking in the O/E converter response 
near 20 GHz. The frequency response of the sampler is 
adjusted accordingly to generate the best overall channel 
frequency response. Shown in Fig. 4 are the measured unfil- 
tered and filtered frequency responses of an IIP 83485A- 
based digital communications analyzer. 
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Fig. 4. Measurer! frequency responses of the HP 83480 digital 
communications analyzer with HP 83485A plug-in module 
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Because of the low optical conversion gain ( — 20V/W) that 
results from the unamplified O/E converter, there is a poten- 
tial for poor plug-in module sensitivity. To alleviate this con- 
cern, adjustments were made to the sampling parameters. 
This resulted in a typical optical noise level of only 8 uW rms 
for the 12-GHz bandwidth setting. 

HP 83485B Plug-in Module 

The HP 83485B is a companion module to the HP 83485A 
and provides an integrated solution for testing laser trans- 
mitters operating at 10 Gbits/s. The HP 83485B also consists 
of an optical channel, an electrical channel, and a trigger 
channel. Its optical channel includes a fourth-order Bessel- 
Thomson low-pass filter, which can be switched into the 
measurement path for making the compliance measurements. 

The design of the HP 83485B is leveraged from the HP 
83485A, allowing reuse of most of the internal printed circuit 
boards and mechanical structures. To achieve an increased 
channel bandwidth, a higher-speed, 14-um-diameter photo- 
diode is used in the O/E converter, along with higher-band- 
width samplers in both the optical and electrical channels. 
The combination of these new components provides over 
30 GHz of bandwidth in the optical channel. For the electri- 
cal channel, the higher-bandwidth samplers are biased to 
provide 40 GHz of electrical bandwidth. The amplifier and 
IF filter circuits following the sampler and the optical aver- 
age power monitor circuits are identical to those in the HP 
83485A plug-in module. Calibration of both the electrical and 
optical channels is also the same for this plug-in module. 

Currently there is no SONET/SDH industry standard for the 
frequency response performance of reference receivers 
used in testing 10-Gbits/s transmitters. Expectations are, 
however, that the frequency response will have a shape simi- 
lar to the fourth-order Bessel-Thomson transfer function 
used for the lower bit rates, but with wirier tolerances. The 
HP 83485B filtered performance specifications give the best 
possible fourth-order performance while maintaining good 
manufacturability. 

The higher bandwidth required for the IIP 83485B forced 
several design and performance trade-offs. The most impor- 
tant trade-offs concerned the O/E converter and the sampler. 
At these higher frequencies, parasitic components in the O/E 
converter are more difficult to control, which can result in a 
frequency response that includes some peaking. The photo- 
diode is followed by a termination circuit to provide a 50-olim 
output match. Without the termination circuit, the photo- 
diode frequency response is very well-behaved. If the ter- 
mination circuit were ideal, this frequency response would 
be preserved. In practice, however, the bond wire required 
to connect the phOtodiode output introduces a parasitic 
inductance. This inductance resonates with the ~80-fF 
photodiode capacitance, resulting in a peaked frequency 
response. 

In the time domain, this type of resonance would manifest 
itself as overshoot and ringing in response to an optical 
impulse at the input. These measurement artifacts are imde- 
sirable for precision lime measurements, so it was neces- 
sary to make adjustments to both the unfillered and filtered 
frequency n -spouses. In the unfillered mode, the sampler 
frequency response is adjusted to minimize the effect. In the 



filtered mode, the roll-offs of both the filter and the sampler 
were customized to compensate for the high-frequency- 
peaking. 

At 10 Gbits/s. mismatch ripple between the O/E converter 
and the filter can be significant. At these higher frequencies, 
the output impedance of the photodiode is dominated by its 
capacitance. By adding the termination circuit, the output 
impedance of the O/E converter is nominally 50 ohms at 
lower frequencies, but eventually becomes raparrtive at 
higher frequencies. The circuit was designed to minimize 
this effect, but it could not be completely eliminated. Other 
potential mismatch ripple contributions are minimized by 
selecting the best possible components in the filtered path, 
such as switches and connectors. 

The filtered frequency response also requires good control 
of the hardware filter parameters. At lower bit rates, a toler- 
ance of ±0.1 dB can be achieved for the passband region. At 
10 Gbits/s, however, the filter elements become quite small 
in value, making manufacturing consistency more difficult. 
Correlation between the frequency response measurements 
of isolated filters and measurements of the optical channel 
in filtered mode is also important. A few tenths of a dB of 
absolute error is possible from the network analyzer systems 
used to make the filter measurements. The tolerance on the 
filter response is specified as ±0.5 dB in the passband. 
When assembled into the complete instrument, the plug-in 
module meets the transfer function specification with a tol- 
erance of ± 1.25 dB to 7.5 GHz, the characteristic frequency. 
While in principle controlling the mismatch ripple is impor- 
tant to avoid distorted eye diagrams and measurement errors, 
computer simulations show thai the level of mismatch ripple 
present in the HP 83486B filtered path does not significantly 
affect extinction ratio measurements. Shown in Fig. 5 are 
the measured unfillered and filtered frequency responses of 
an HP 83485B-based digital communications analyzer. 

Finally, the higher-bandwidth O/E converter and sampler 
have lower conversion gains, which results in a somewhat 
lower sensitivity for the HP 83485B plug-in module. Once 
again, the optical channel sampler bandwidth was adjusted 
in the filtered measurement mode to give the besl possible 
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Fig. 5. Measured frequency responses of the HP 83480 digital 
MMmritoitfmi analyzer with III" 83485B plug-in module-. 
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sensitivity. This results in a 15-uW rms noise level for the 
30-GHz bandwidth setting. 

HP 83481A Plug-in Module 

Compliance testing of 155-Mbil/s and 022-Mbit/s laser trans- 
mitters is the intended application for the MP 83481A plug-in 
module. Whereas laser transmitters for 2.5 Gbits/s and 10 
Gbits/s are used primarily for long-haul transmission, trans- 
mitters at 155 Mbits/s and 622 Mbits/s are used for shorter- 
distance transmission and more varied applications, For 
some applications, the laser output power requirement is 
lower, which necessitates a measurement receiver with better 
sensitivity. When this is the case, a low-noise amplifier can 
be added to the O/E converter, before the sampler, to im- 
prove the noise figure of the entire receiver. The HP 8348 1A 
was designed with an amplified O/E convener for just such 
measurement needs. 

hi addition to an amplified O/E converter, the HP 83481A 
provides the customer with two switch-selectable Bessel- 
Thomson niters for compliance measurements at either 
155 Mbits/s or 022 Mbits/s. Integration of these two filters 
within the receiver significantly improves measurement 
repeatability and reliability. The user can also select an un- 
filtered mode which bypasses the filters to provide the entire 
amplifier bandwidth for parametric measurements. The rest 
of the plug-in module, beginning at the sampler, is leveraged 
from the HP 83485A. 

The amplifier approach chosen for the IIP 83481A is a custom 
transimpedance design realized in a proprietary liigh-speed 
silicon bipolar IC process. This IC process is well-suited to 
delivering the level of performance needed to meet the 
demanding requirements of the SONET/SDH standards for 
reference receivers. An amplifier bandwidth of 3 GHz with a 
conversion gain of 500V/W was achieved. A low noise floor 
of approximately 1 uW rms results in an overall amplifier 
dynamic range of nearly 30 (IB. 

The design of the amplified O/E converter attempts to pro- 
vide the user with a well-behaved pulse response for die re- 
quired compliance measurements of laser transmitter wave- 
forms. The amplifier is dc-coupled and the low-frequency 
gain is carefully controlled to give a stable pulse settling 
behavior. Pulse overshoot and ringing are clamped to a suit- 
able degree but not so much as to seriously degrade rise time. 
The low output impedance available with this IC technology 
meant that a series resistance was needed to match to 
50 ohms. Consequently, some conversion gain was sacrificed 
to improve the output match. Fig. 6 shows the frequency 
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Fig. 7. Measured frequency responses of the HP 83480 digital 
communications analyzer with IIP 83481 A plug-in moduli'. 

response of t he amplified converter used in the IIP 8348 1A. 
Flatness to the 0.75-bit-rate characteristic frequency of 
466 MHz is better than 0.3 dB peak to peak. The small dip 
in gain from 500 MHz to 1 GHz is caused by the bond pad 
capacitance of the transimpedance IC. Peaking, common to 
all transimpedance amplifiers, is below 1 dB and is well 
beyond the SONET/SDII specified frequency range. With this 
level of performance, the amplifier contributes only about 
half the allowable deviation from t he ideal reference receiver 
transfer function. Shown in Fig. 7 are the measured unfiltered 
frequency response and the two filtered frequency responses 
of an IIP 83481A-based digital communication analyzer. 

Transimpedance Amplifier. The schematic of the complete 
amplifier is shown in Fig. 8. The transimpedance front end is 
formed by transistors Ql to Q3 with resistor Rr (1100 ohms) 
setting the overall transimpedance gain. A single-stage volt- 
age gain block (Ql. Rj) was chosen for maximum phase 
margin and has a gain of 17. Transistor Q2 is a buffer and 
transistor Q3 provides an additional level shift to increase 
the maximum output voltage swing. Q2 is also part of the dc 

(continued on page 301 
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Fig. 6. Frequency response of the amplified optical converter of the 
IIP 8:1481 A plug-in module. 



Fig. 8. HP 8348J A amplifier schematic diagram. 
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Transimpedance Amplifier O/E Converter Design 



A block diagram of the amplified 0/E converter of the HP 83481 A 
155/622-Mbitis optical plug-in module is shown in Fig. 1 The photodiode 
(unctions as a detector whose output current reproduces the envelope of 
the received optical signal The detected electrical sfgnal is then ampli- 
fied by a preamplifier which is followed by a postamplifier capable of 
driving a 50-ohm load A variety of devices can serve as photodetectors 
including p i-n photodiodes. avalanche photodiodes. phototransistors 
and photoconductors. However, for high-speed instrumentation applica- 
tions, the p-i-n photodiode is favored because of its performance, sim- 
plicity, and price. 

The sensitivity and dynamic range of the amplifier are largely determined 
by the design of the preamplifier Preamplifiers can be classified into two 
basic categories, voltage amplifiers and transimpedance amplifiers The 
generalized schematic of a voltage amplifier is shown in Fig 2 The photo- 
current, ipj. develops a voltage across a load resistance R[ and this voltage 
is amplified by a voltage amplifier with gain A. To use this converter for 
instrumentation applications the following relationship must be satisfied: 

2jtR l Ct 

The dominant pole frequency formed by load resistor f\ and capacitance 
Ct must be larger than or equal to the desired bandwidth B. provided 
that the preamplifier bandwidth is sufficiently higher. Ct is the total 
capacitance at the input of the preamplifier, consisting of the diode 
capacitance, preamplifier input capacitance, and various parasitic capac- 
itances. However, the sensitivity of this converter is relatively low, be- 
cause only a small voltage signal is developed across a small load resis- 
tor R[, while the Johnson noise current generated is relatively large. A 
low value for R t is required to satisfy the above bandwidth relationship 
The variance of the equivalent noise current for this front end is: 

f' 2 ) = f 8 - 

where Ri is the load resistance, F is the amplifier noise figure, B is the 
bandwidth, k is Boltzmann's constant, and T is the absolute temperature 

From this equation it can be seen that if we can increase the load resis- 
tance and somehow maintain the overall bandwidth we can reduce equiv- 
alent input noise current and therefore improve the converter sensitivity 
This can be achieved by employing the transimpedance design Here the 
load resistor R^ is connected as a feedback resistor on an inverting volt- 
age preamplifier with gain -A as shown in Fig 3 Provided that the pre- 
amplifier bandwidth is sufficiently high, the overall bandwidth will be: 

R = 1 + A 
2nR L C T 

This equation shows that the bandwidth is increased by a factor of 1 + A 
over that of a voltage amplifier converter with the same R L and Ct. 




Fig. I, Block diagram of amplified 0/E converter 
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Fig. I Photodiode win voltage amplifier 

Furthermore, the strong negative feedback around the preamplifier 
decreases its susceptibility to component variation and improves the 
dynamic range over the voltage amplifier converter by the ratio of the 
open-loop gain to the closed-loop gain. 

The main concern in using a transimpedance amplifier is its ac stability. 
The output current feedback formed by resistor R L in conjunction with 
capacitance Ct results in input voltage feedback and 90 degrees of 
phase shift at the input of the voltage amplifier The inverting amplifier 
contributes a phase shift of 180 degrees. This means that an additional 
90-degree shift in the preamplifier would guarantee oscillations. In prac- 
tice we need to maintain a minimum phase margin of approximately 45 
degrees up to the frequency at which the preamplifier open-loop gain 
becomes less than one In other words, the pole formed by R|Ct should 
be the dominant pole in the circuit to achieve the best stability, and the 
pole internal to the voltage preamplifier should be substantially higher in 
frequency so as not to influence the overall frequency response However, 
to achieve the highest possible frequency response, Ct is often mini- 
mized so that the dominant input pole frequency approaches the pream- 
plifier internal pole frequency This results in frequency response peak- 
ing The gain increase at high frequencies improves the slew rate of the 
transimpedance amplifier, but introduces a certain degree of overshoot 
and undershoot, and moving those two poles even closer together re- 
sults in additional ringing, ultimately leading to oscillations. 

The gain of the transrmpedance amplifier is expressed in ohms and its 
gain-bandwidth product is expressed in ohm-Hz. For a given device tech- 
nology and circuit design the gain-bandwidth product is constant, so it is 
possible to trade bandwidth for gain provided that the ac stability is 
maintained. 

The driver amplifier in Fig 1 provides the final amplification of the signal 
It can be as simple as a buffer amplifier to drive a low-irnpedance load or 
it can provide an additional gain and signal conditioning function 




Fig. 3. Phomdinde with transimpedance ampHftel 
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(continued from page 28) 

level temperature compensation. Capacitors (3j and Cf intro- 
duce zeros into the preamplifier frequency response, further 
increasing the phase margin. The driver amplifier was chosen 
for its simplicity and is implemented with a double emitter 
follower capable of driving low-impedance loads. The over- 
all transimpedance of this amplifier is 1000 ohms and its 
intrinsic bandwidth is 5.2 GHz, resulting in a gain-bandwidth 
product of 5.2 THz-ohm. The intrinsic bandwidth is the 
bandwidth with an ideal zero-capacitance pholodiode. 

To stabilize the dc output level, the IC has passive tempera- 
ture compensation. Active temperature compensation is 
capable of achieving essentially zero dc drift but it usually 
affects the frequency response and ac stability of the ampli- 
fier. The passive temperature compensation is obtained by 
causing the temperature drifts of the components in the sig- 
nal path to cancel. At the output of the transimpedance pre- 
amplifier there is a positive voltage drift equivalent to the 
drift of the base-emitter junctions of Ql and Q3 in series. 
This would ideally be canceled by the negative voltage drifts 
of base-emitt er junctions in Che driver. However, because 
the current densities of these transistors are not identical 
there is residual temperature drift of 76 uWC. This low val- 
ue is suitable to minimize drift of t he signal on I he screen of 
the communications analyzer and allows accurate extinction 
ratio computations. 

To keep the amplifier response as flat as possible, a special 
constant-impedance ladder network was designed into the 
bias circuit of the IC. This circuit is made up of t hree sec- 
tions of low-pass impedance transformers. The sections 
have progressively lower cutoff frequencies as the distance 
from the IC is increased. The advantage of this approach is 
that the unavoidable lead inductance is absorbed into the 
impedance transformer network. A separate network feeds 
the positive supply lines of the preamplifier and driver sec- 
tions of the IC. This cir cuit provides a constant impedance 



of 7 ohms lo (he amplifier sections over the entire frequency 
range. Resonances are suppressed by the resistance of the 
bias network and a Bat frequency response lo dc is achieved. 

The negative supply is less sensitive to low-frequency reso- 
nances but it has a different problem. The negative bias port 
feeds both the input and the output sections of the IC, and 
this is an undesired source of feedback. This coupling is 
made worse with increased bond wire inductance in (he 
ground path. The effect manifests itself in increased fre- 
quency response peaking and some droop in the gain. The 
solution is to minimize the total ground bond length. All bias 
elements are integrated onto a thin-filni substrate and a laser- 
shaped cutout is used to allow the IC to be mounted in close 
proximity to the bias circuit and flush with the top of the 
substrate. Multiple ground bonds of minimal length can be 
made to the substrate with this approach. The frequency 
peaking that results is typically less than 1 (IB. 

Optical Launch and Package. Besides the requirements that 
the optical launch have low optical reflections and maximum 
coupling to the pholodiode, care must be exercised to ensure 
that no reflected rays can couple back into the input fiber. 

The other design constraint is to minimize aberrations of the 
illuminated spot on the photodiode that falls predominantly 
within the 25-um-diameler active region of the photodiode. 
This must be maintained over the temperature range of the 
instrument To meet these goals an aspheric lens with a 
magnification of about 2 was chosen. This lens images light 
from the 9-um fiber core diameter to a spot size of about 
5 um on the photodiode surface. The lens is coated with an 
antireflective layer and is mounted at a 20-degree angle to 
minimize reflections. This angle is enough to keep reflected 
rays from the photodiode surface from falling within the 
numerical aperture of the lens. 




Fig. 9. HP 83481 A amplified con- 
verter cross section. 
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The lens and amplifier components (see Fig. 9) are mounted 
inside a hermetic package to protect the photodiode. A 
single-mode fiber is attached outside of the package. A sap- 
phire window brazed into the lid of the package allows light 
to pass from the fiber to the lens. Since the window is tilted 
relativ e to the optical axis, an angle must ln> chosen that 
keeps the polarization dependent loss (PDL) at a reasonable 
level. An angle of 12 degrees was chosen for the window, 
which kee|>s PDL below 1.-5% This design eliminates the 
need to provide a hermetic seal around the fiber, thus sim- 
plifying the mechanical assembly process. The end of the 
fiber is polished at an angle to minimize reflection from this 
interface. Using this design a return loss in excess of 55 dB 
is readily obtained with negligible impact on coupled power. 

The package design goal was to create a highly reliable 
hermetically sealed package to meet all functionality and 
manufacturability requirements. In selecting material for the 
package. Kovar (29% Ni. 1?X> Co + Fe) was chosen for its 
low thermal expansion, which closely matches that of the 
thin-film circuits and glass seals inside. Also. Kovar is an 
excellenl material for laser welding and has good corrosion 
resistance. Fig. 1(1 shows a picture of the complete converter 
package. 

A new ceramic brazing process called active metal brazing 
was introduced by the manufacturing engineers for attach- 
ment of the sapphire window to the Kovar lid. Tliis new pro- 
cess eliminates the necessity of prernetallizalion of the sap- 
phire window edges by using a special active braze alloy of 




Fig. 10. Ill' 83481A (WE converter. 



63% Ag, 34.25% Cu, 1.75% H, 1% Sa During brazing, the oxi- 
dization and diffusion of the active alloying element. Ti in 
this case, creates a chemical bond at the metal-ceramic 
Interfax. By means of this relatively simple and robust new 
process, the cost saving realized in making this window/lid 
assembly is estimated at 70% compared with the conv entional 
process. 

The Kovar lid is hermetically attached to the body by laser 
welding using a Nd:YAG pulsed laser. The key to a sound 
weld joint is to keep a tight and consistent fit between the 
lid and the package body. Gold plating in the weld area has 
to be removed before welding to prevent cracking. The 
entire package assembly has withstood strife testing that 
involved temperature cycling from - 50°C to +85°C, ran- 
dom \ibration at 8g rms, and mechanical shock to 1800g. 
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Differential Time-Domain 
Reflectometry Module for a Digital 
Oscilloscope and Communications 
Analyzer 

The HP 54754A differential TDR plug-in in conjunction with the HP 54750 
digital oscilloscope or the HP 83480 digital communications analyzer 
significantly improves the speed and ease of making critical 
measurements in today's high-speed systems. 

by Michael M. McTigue and Christopher P. Duff 



With Che advent of higher-speed systems, the issue of signal 
fidelity has become increasingly important. To maintain sig- 
nal fidelity at these higher speeds, designers must be able to 
reduce discontinuities in the signal path and reduce coupling 
effects between different signal paths. To this end, many 
newer designs make use of differential transmission lines. 
An important tool in analyzing signal paths is lime-domain 
reflectometry (TDK). Differential TDK makes this task easier 
and less time-consuming lor differential transmission lines. 

To analyze and optimize a differential transmission line sys- 
tem easily, the TDR system should have certain features: 
Fast display throughput A standard technique in TDK is to 
observe the TDR trace while probing the line with a small 
capacitance. This helps locate the various points along the 
line. If the display throughput is loo low, this process is 
tedious, especially if averaging is used to see small effects. 
Full stimulus/response matrix. To fully characterize a differ- 
ential transmission line, the TDR system should allow con- 
trol of both the stimulus and t he response. Examples of 
possible needed measurements are differential response to 
differential-mode stimulus, differential response to common- 
mode stimulus, common-mode response to differential- 
mode stimulus, single-side response to differential-mode 
stimulus, and so on. Unbalanced differential lines and 
imperfect terminations can cause one mode to couple into 
the other, making it difficult to understand signals on differ- 
ential lines. Being able to look at different comer cases of 
the Stimulus/response matrix can be a big help in under- 
standing these effects. 

Automatic calculation of parameters. The usefulness and 
ease of use of a TDR system are greatly enhanced if the 
system combines the various waveforms to get the desired 
responses. Also, it should be possible to have the response 
plotted as voltage, reflection coefficient, or ohms. 
Easy calibration of the TDR measurements. This includes 
establishing the reference planes and measuring the step 
heights so measurements can be made accurately. 

The HP 54754A differential TDR plug-in for the IIP 54750 
digital oscilloscope and the HP 83480 digital communications 
analyzer (which share the same mainframe) achieves these 



goals through the use of optimized acquisition hardware, a 
rich Firmware feature set, and flexible TDK hardware. This 
TDR system significantly improves the speed and ease of 
making critical measurements in today's high-speed systems. 

Hardware Design 

The samplers and TDR step generators for the HP 54754 A 
plug-in are leveraged from the HP 51120 oscilloscope system. 
The samplers are a microwave design using state-of-the-art 
GaAs Schottky barrier diodes in a beam-lead package 
mounted on a thin-film microcircuit. The microcircuit is 
mounted in a machined caviix using 3J-iisn precision con- 
nectors. The step generators use a slep-recovery diode to 
(hive an anti-series pair of GaAs Schottky diodes, which 
switch an S-mA correal into the transmission line leading to 
the samplers. Like the samplers, the microcircuit is also 
implemented with beam-lead components on thin film in a 
machined cavity. This hardware produces a typical system 
rise time of 35 ps with a step top that is fiat within ± 5% for 
the first nanosecond after the edge and within ± 1% after 
that. 

The HP 54754A TDK plug-in has two TDR step generators to 
allow faster and easier differential TDR measurements. One 
possible hardware architecture would make the rising edges 
of both Step generators coincident in time, as shown in 
Fig. la. Then, lo switch from common-mode stimulus 
(shown) to differential-mode stimulus, the polarity of one of 
the step generators could be reversed. In practice, this sys- 
tem may have drawbacks. Typically, if the bias and seuip of a 
step-recovery diode TDR step generator are changed, it takes 
time for the system to settle. This can take many seconds, 
which could be an issue for the measurement time. Also, the 
step may settle at a new time position, which would mean 
that different calibrations would be required for the positive 
and negative states of the step generator. 

To avoid these potential problems, the HP 54754A TDR sys- 
tem uses a staygt'ivil step generator architecture. TMs archi- 
tecture pulses the first step generator while the second one 
is quiet, and then pulses the second step generator while the 
first one is quiet, as shown in Fig. lb. I 'sing this approach. 
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Fig. 1. One possibility for a duakMpgenetntOI TOR system is 
iso have the rising edges of the two TDK step generators coincident 
in time, (b) Tlie HP 54754A plug-m pulses the first step generator 
while I he second is <|Uiel. and then pulses the seeond step generator 
while the first is quiet. 

all infonnation needed for either common-mode stimulus or 
differential-mode stimulus is present without changing the 
bias or setup of the TDR step generators. The hardware sim- 
ply selects which edge of the rate clock to send tO the osi illn 
scope's trigger. Each TDR step generator is run at a constant 
rale, so once it has settled (after initial turn-on), it is stable. 

Another requirement for a TDR system is thai the trigger-to- 
TDR-slep edge liming have low jitter and be stable. The rate 
clock signal's rising edge is the source for this timing. This 
signal has two critical paths. One is through buffer gates to 
the oscilloscopes main trigger and the other is through buffer 
gates anil a delay line to the TDR step generators. The delay 
lini' is necessary to gel the slep generator's rising edge on- 
screen. In I he IIP 5-1754 A .system, there is the additional 
requirement ">ai the system be able to select which TDR 
generator is synchronous with the trigger. This hardware is 
shown in Fig. 2. The hardware is sel up so I hat the gates in 
each signal path are minimized and signals are as 1'a.sl and as 
clean as possible lo minimize jitter. Also, to minimize the 
liming drift between the two slep generators, the path lo the 
slep generators goes through a dual FX'L flip-flop. This bet lei 
matches thermal and bias conditions for these paths. Trigger- 
to-TDR-slcp jitter for this system is - 1.4 ps rms, 

In most TDR measurements it is desired to define a reference 
plane at the input tO the system under lest so ih;il measure 
incuts can be made relative tO that point lii differential TDR 
measurements, ii is important to have the edges from the 
two stop generators arrive at the reference plane Simulta- 
neously. To accomplish Ibis, the step-recovery diode bias in 
each step generator i bias determines the stored charge on 
the step-recovery diode and therefore determines when it 
will fire) is controlled by a DAC lo produce a 1 l()0-ps range 
over which the TDR slep can be moved onscreen. This allow s 
connection to the system under test with cables thai areas 
much as SIM) ps different in electrical length. The reflected 
or transmitted signals from the reference plane can be lined 
up onscreen using Hie skew adjustment provided for each 
sampling channel. Having the abilily lo adjust both the TDR 
position and Ihe channel skew allows quicket anil easier 
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Fig. 2. Hardware diagram of the HP 54754A differential TDR plug-in. 

calibration for differential TDR even if the connection cables 
are not perfectly matched in electrical length. 

When the HP ">I7:"VIA plug-in is not being used for TDR, the 
two channels can be used as normal higli-bandwiillh sam- 
pling channels. To provide the norma] external trigger path 
needed for non-TDR uses, the trigger path through the plug-in 
lo the main triggei' in the mainframe must be preserved. This 
means that it mUSl be possible to turn off the irigger injected 
into the trigger path for TDR WithOUl affecting the normal 
external trigger. One way to achieve this would be to use a 
mechanical microwave switch, but this would add signifi- 
cant cost, lake up valuable space, be an additional reliability 
concern, and add weight. A preferable solution is (0 use a 
p-i-n diode to switch in the triggei signal when TDR is on 
(see Pig. 2) When the p-i-n diode is forward-biased, it has 
low impedance and drives the triggei path through a coupling 
capacitor. When the p-i-n diode is reverse-biased, it has very 
high impedance and low capacitance. This allows the exter- 
nal trigger signal lo flow though the (rigger path with only a 
minor discontinuity at the Tl >R trigger injection point. This 
injection point is Implemented on the primed circuit board 
using SMA board connectors, a surface mount capacitor, 
and a p-i-n diode. 

The rest of the hardware in the HP 54754A differential Tl IB 
plug-in is similar lo the other plug-ins for the HP 54750 and 
IIP K:S ISO systems (see article, page 22), This includes the 
low-noise front -end amplifiers, temperature-compensated 
sample strobe generation circuits, and feedthrough com- 
pensation circuits. The low-noise amplifiers are optimized to 
achieve a very low noise floorof -260 uV nasal 12.4 GHz 
and -tiiill ii V nns at IB GHz, The leinperaliuc-coiuiicnsnleil 
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sample strobe generation circuits allow good vertical accu- 
racy Stability (0.(5% for 12.4 GHz and 1.2% for 18 GHz over 
±2~l") without using feedback sampling. 

Firmware Design 

The goal of the IIP 54754A firmware was to take full advan- 
tage of the power of the hardware and provide an easy-to- 
use interface to it. Many of the features of the IIP 54754A 
were leveraged from the HP 54120 oscilloscope. 1 "'' Tlus 
product offered single-ended TDR with normalization capa- 
bilities and the ability to read out ohms and distance using 
cursors. The IIP 54 754 A expands upon this foundation, 
providing full differential characterization in addition to 
single-ended measurements. 

Single-Ended Control. To characterize a single-ended TDR 
signal, the instrument must be capable of reading out any 
point along the trace in distance and impedance or reflection 
coefficient. It also must provide filtering, typically in the 
form of normalization, which limits the bandwidth through 
the system so that edges traveling at different speeds can be 
characterized. Finally, the instrument must be flexible and 
easy to use. 

For the instrument to convert voltage into impedance, a 
calibration must be performed to determine the signal am- 
plitude and offset at 50 ohms and with a short circuit. The 
samplers used in the IIP 54754A module are subject to drift 
with changes in temperature. If the temperature has drifted 
more than ±2°C. a calibration should be performed before 
any critical measurements. Determining these offsets allows 
any signal voltage lo be converted into impedance or reflec- 
tion coefficient. Reflection coefficient is a normalized per- 
centile such that 10696 represents an open circuit, - 100% 
represents a short circuit, and 0% represents 50 ohms. 
Reflection coefficient p is determined by: 



P = (V in - VfioVVi 



amp- 



where Vj„ is the voltage to be converted to p, V50 is the volt- 
age of the step with a 50-ohm termination, and \" ;un| , is the 
amplitude of the step into a short circuit. 



Voltage can also he translated into impedance using p: 

ohms = Z n x(l + p)/(l - p). 

where p is the reflection coefficient to be converted to ohms 
and Z„ is the nominal impedance of the system, 50 ohms. 

The HP 54754 provides a variety of ways to translate voltage 
into impedance or reflection coefficient. Waveform markers 
can be placed on the voltage waveform and set lo read out 
in impedance or p. This allows the signal to be viewed in 
voltage, which is most familiar for many users, but permits 
any point to be translated to the appropriate units. Addition- 
ally, the entire signal can be displayed and controlled in 
impedance or p (Fig. 3). This obviates the need to run the 
marker down the signal, mapping every point from volts. 
When the signal is displayed in impedance, the scale and 
offset controls change to ohms per division and ohms 
offset. 

To convert any point along the signal to distance, the refer- 
ence plane is determined by the calibration. The reference 
plane Is the point at which the TDR pulse is launched into 
the device under test. This allows any cabling up to the 
launch point to be eliminated from the distance measure- 
ment. The distance to any point after the reference plane is 
determined by: 



distance (meters J = 



(tin - I rot) 



where c is the speed of light in meters per second, e e is the 
effective dielectric constant of the transmission medium, l m 
is the time to be converted to meters, and t„.f is the time at 
which the TDR pulse is launched at the reference plane. 

The constant 2 in the equation above accounts for the round- 
trip time of the pulse, since only the lime from the reference 
plane lo the event is typically desired. The IIP 51 754 A allows 
the distance lo be measured in meters or feet (Fig. 3). 

Typically in single-ended TDR the user may see a small im- 
pedance variation in the signal and wonder how to flatten 
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units of distance in meters or 
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the signal. By integrating the reflection coefficient around 
the variation, the HP 54 754 A can compute the excess induc- 
tance or capacitance" causing the impedance variation 
( Fig. 4 ). This can lead to trimming the part or adding induc- 
tance or capacitance to correct the variation. The waveform 
markers are used to define a portion of the trace to integrate, 
time In and t|. and the following equation is used to compute 
excess L or C: 



t = pdt 



If T > 0, 



L = 2Z„t 



and if t < 0, 



(Z 0 + Z,J- 
4ZoZ„ ' 



Z(i 4Z||Z„ 

when! p is the reflection coefficient of the waveform. Zq is 
the impedance al to, Z n is the nominal impedance of the sys- 
tem (50 ohms), L is the excess inductance between In and t j, 
and C is the excess capacitance between tn and t\. 

Since the impedance of the first point is used as the refer- 
ence impedance, these equations will work in environments 
that are not nominally at 50 ohms. 

The rise lime of the step generated by the pulse generators 
is fixed at 35 ps. Frequently a more realistic stimulus for the 
device under lest is a slower step. Normalization allows the 
.simulation of a slower-speed step through I he device under 
lest. If the full accuracy of normalization is uol needed, a 
firmware digital filler can be used. This digital filter does not 
require calibration and ran be applied lo any waveform. The 
step speed can be specified by either rise lime or 3-dH band 
width. 



The IIP 51120 oscilloscope made measurements one wave- 
form at a time and stored the results in a special waveform 
memory. The goal of the HP 54750 was to allow normaliza- 
tion and other advanced measurements in real lime, updating 
for every waveform acquisition, without perceptibly slowing 
down the instrument. The HP 54750/83480 mainframe takes 
advantage of its dual-computer design and can perform nor- 
malization on real-time data. Many excellent articles have 
been written describing the normalization process, which 
will not be discussed in this article. 2 

For customers who require a quality step faster than 35 ps, 
Picosecond Pulse Laboratories makes a product capable of 
producing steps with 15-ps rise limes in conjunction with 
the HP 54752B 50-GHz plug-in. The HP 54754A provides an 
external stimulus mode which allows easy control of this 
slep generator. 

Differential Control. Since the HP 5 175 4A plug-in module con- 
tains two pulse generators that are staggered in lime, differ- 
ential and common-mode measurements can be made. The 
firmware In the product controls the pulse generators by 
synchronizing first with one. then with the oilier for even 
acquisition so that one TDR is silent while the oilier is 
pulsing. Waveforms are acquired for both the active, pulsing 
TOR and the nonactive, silent TDR. Since the active TDR 
signal can couple into the nonactive TDR and cause small 
variations, both the active and nonactive waveforms are 
acquired for each pulse generator on each acquisition. 

If AA is the signal on line A caused by pulsing TDR A, AB is 
the signal on A caused by pulsing TDH B, BB is I he signal on 
B caused by pulsing TDR B, and BA is the signal on B caused 
by pulsing TDR A. then for common-mode stimulus, the sig- 
nal on line A. or signal A. is AA + AB and signal B is BB + 
BA. For differential-mode stimulus, signal A is AA - ABand 
signal li is -(BB - BA). The negative sign in the last equa- 
tion inverts stimulus B for differential TDR lo arrive al a 
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more customary differential stimulus consisting of a posi- 
tive-going slejj for stimulus A and a negative-going step for 
stimulus B. 



In additional to controlling the TDK stimulus through the 
pulse generators, the firmware constructs all of the TI >R 
response waveforms. Differential and common-mode 
responses are available for both differential and comtnon- 
inode stimulus. For voltage units, the differential response is 



the difference of the responses to the two stimulus signals, 
A and B. The common-mode response is the sum of the re- 
sponses to the stimulus A and stimulus B waveforms divided 
by two. Table I lists the derivations of the common-mode 
and differential response waveforms for units of volts, ohms 
and p. 

All of the unit conversion capabilities of the IIP 54754A can 
be applied to differential and common-mode Stimulus and 
response waveforms. The power of the III' 54750/83480 far 
surpasses any other product of its type. The flexibility with 
which units can be convened across all stimulus types 
coupled with the automatic compulation of complex differ- 
ential and common-mode responses provides full-featured 
characterization of differentia) lines. The real-time normal- 
ization and advanced features like excess I, and t ' compula- 
tion make the instrument ideal for single-ended TDK as well. 
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Table I 

Derivation of Response Waveforms 

Volt Units (A and Bin volts) 

Differential Common-Mode 
Response Response 



A - B 



A - B 



(A + B)/2 



(A + B)/2 



Ohm Units (A and B in ohms) 

Differential Common-Mode 
Response Response 



A + B 



A - B 



(A - B)/4 



(A + B)/-l 



P Units (A and B in pi 

Differential Common-Mode 
Response Response 



(A + B)/2 



(A - B)/2 



(A - B)/2 



(A + B)/2 
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Frequency Response Measurement of 
Digital Communications Analyzer 
Plug-in Modules 

It has been extremely difficult to characterize the SONET/SDH standard 
receiver with tolerances of ± 0.3 dB. This paper describes a method for 
calibrating photoreceiver frequency response with the low inherent 
uncertainty of the U.S. National Institute of Standards and Technology 
Nd:YAG heterodyne system and transferring this calibration to a 
production test system while maintaining a low uncertainty. 

by Rin Park and Paul D. Hale 



II is extremely difficult to test the SONET/SDH standard re- 
ceiver acc urately with tolerances of ±0.3 dB as specified by 
ITl'-T standard G.957. Over the years several test methods 
have been developed, but none has an accuracy good enough 
to support the 0.3-dB tolerance. There are two main reasons 
for the high measurement uncertainties: inaccurate knowl- 
edge of the optical stimulus and large uncertainties in the 
microwave power measurement. 

To support the SONET/SDH receiver test with an adequate 
accuracy, we have developed a method for calibrating 
photoreceiver frequency response with the low inherent 
uncertainty of the U.S. National Institute of Standards and 
Technology (NIST) Nd:VA(i heterodyne system and transfer- 
ring this calibration tp-a production test system while main- 
taining a low uncertainly. This is achieved by combining a 
photoreceiver with a microwave power sensor and calibrat- 
ing the response of the combined unit, eliminating RF cali- 
bration and mismatch uncertainties. 1 The calibration ex- 
panded uncertainly Of the transfer standard is about 0.06 dB 
wilh coverage factor of two (2o).* 

The theory for measuring a communications analyzer module 
using the transfer standard is described below. The produc- 
tion measurements of the communication analyzer modules 
have giv en excellent results with very good repeatability and 
long-term stability. 

NIST \'d:YA(; Heterodyne Measurement System 

NIST uses a Nd:YAti heterodyne sy stem for measuring scalar 
frequency response because the excitation of the detector 
can be calculated from first principles. All system calibra- 
tions required are well-understood and independent of the 
frequency response measurement A schematic of the hetero- 
dyne system is shown in Fig. L The system uses two Com- 
mercially available single-mode monolithic-ring Nd:YAG 

lasers operating at 1.319 um. The frequency of each laser 

can be tuned thermally to give beat frequencies from several 
lens of kiloherlz lo greater than 50 GHz. The beats have a 
Shoit-term bandwidth Of about •! kHz. The beat frequency is 

' See nffirtncfi 1 tor a complain rtiwussion ol ax|>anrleii imcwlamiy ami covuragu laclor 



measured with a microwave counter. As the frequency is 
scanned, data is acquired automatically. The resolution of 
the system is limited by the scan rate, the frequency .jitter, 
and i lie lime constants of the data acquisition equipment. At 
present, the highest resolution achievable is about 200 kHz 
using a swepl-frequency technique, although higher resolu- 
tion can be achiev ed using a phase-locked loop technique 

The lasers are power stabilized so that nearly equal power 
from each laser is delivered lo the DL'T (device under test). 
The combined laser beams pass through polarizing isolators 
so that (he signal from each laser is in the same polarization 
stale when it reaches the HIT. This ensures nearly 100% 
modulation depth and eliminates Instabilities resulting from 
feedback. The total optical power incident on the photo- 
receiver is: 



IWt) = (P„i + P ll2 ) + 2 1 P 1 „P n ,cos(2;rft), (1) 

where P„| and P,,^ are the optical powers delivered to the 
pholoreceiver from the lasers and f is the difference fre- 
quency between the two lasers. 

The photocunent generated by the photodiode is given by: 
itf&t) = (Pol + I\,2)R(0) + 2 l P I1 |P„2R(r)cos(2nfl) 

(2) 

= i.u + in. 

where R(f) is the responsh ity of the detector (in A/W) at 
frequency f. The first lenn on the right side is the dc photo- 
CtUtent, i,i,., which flows through the bias supply, and the 
second term is the RFphotocurrent, irf, which flows through 
the RF load (the mic rowave power sensor) through a de- 
blocking capacitor. The mean squared photocurrent gener- 
ated by the photodiode is: 

(if.(0) = (P.i + P.^-R-fo) + 2P (1 iP„ 2 R-(0 

m 

= m + » 
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Fig. I. NI.ST Nd:YAG heterodyne system. Labeled components are the beam splitter IBS), mirror (M). isolator (I). lens(L), single mode fiber 
(F), large-area detector (D), and integrating amplifier ( |). 



If P„i is nearly equal lo P ( ,2. then 2P 0 iP„2 is. to the first 
order, equal to 0.5(P o i + P 0 2) 2 - The normalized frequency 
response, .R 2 (f). which is defined as R 2 (T)/R 2 (0), can then be 
found by taking the ratio of the RF power to the dc electrical 
power delivered to a load Rl = 50Q: 



2P r 



&R L 0.5 4 r l 



2(P„lP„2)R 2 (f)RL 

0.5(P nl + P o2 ) 2 R 2 (0)R,, 
R 2 (0 



(4) 



R 2 (0) 

= %Hr). 

Prf is a function of frequency, includes corrections for sensor 
calibration factor and mismatch, and is the power that would 
be delivered to an ideal load Rl. In an ideal measurement 

(i§ c ) is constant but in any real measurement system it may 
vary because of changing optical power coupled to the photo- 
diode. Using the ratio of RF to dc power reduces errors 
(to the first order) resulting from drifting optical power and 
eliminates the necessity of monitoring the powers separately. 
The normalized frequency response can be quoted in decibels 
as 201og[Dl-ff)J. The electrical bandwidth of the device is the 
frequency at which 201og[Jt(f)] has fallen by 3 dB from the 
low-frequency level. 



Arbitrary Modulation Depth 

Signals that do not have 100% modulation depth are com- 
monly used in optoelectronic test equipment. An arbitrary 
modulation depth can be synthesized by varying one or both 
of the laser powers in the heterodyne system and can be 
modeled using the formalism presented above. The resulting 
equations are applicable to any source with an arbitrary 
modulation depth, such as a laser with direct or external 
modulation. A notationally simple way to change the model 
is to let Poi = aP„ and P„ 2 = ( 1 - a)P 0 . Then the total opti- 
cal signal incident on the photodiode is: 



PfMBlCO = Po + 2P 0V a(l - a)cos(2^ft). 

The average optical power is P„ and the absolute modula- 
tion depth is 4P,,[a( 1 - a)] 17 -, or in fractional units: 

The mean squared currents in the photodiode are: 
(iSc) = PoR 2 (0) 

and 

(if,) = 2P 2 u(l - «)R 2 (f), 
so the ratio of the powers is: 
2P rf 



(5) 



(6) 



(7) 



(8) 



4% 



= M 0 3t-(f). 



(9) 
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Hence, the modulation depth of an arbitrary source can be 
measured with a detector of known normalized response. 

Swept-Frequency Ratio Measurements Using the 
Transfer Standard 

The fundamental problem in making photodetector frequency 
response measurements is getting accurate knowledge of 
the modulation depth of the source. The modulation depth 
of the heterodyne beat signal is known from fundamental 
principles, but the modulation depth Of a directly modulated 
laser diode or Mach-Zehnder modulator is not so simple. 
Accurate knowledge of the modulation depth of these 
sources can be obtained using a ratio technique to compare 
the response of a DUT to the transfer standard. The ratio 
measurement system, shown in its simplified form in Fig. 2, 
consists of a modulated light source with unknown modula- 
tion depth and a l-by-2 fiber coupler. 

The light source consists of a directly modulated laser and a 
CW laser modulated b\ an external Mach-Zehnder modulator. 
The RF signal is fed into the directly modulated laser from 
200 kHz to 5 GHz. and at 5 GHz it is switched into the Mach- 
Zehnder modulator, which covers from 5 GHz to 20 GHz. To 
cover the frequency band from 200 kHz to 20 GHz. two RF 
sources are used. The outputs from the directly modulated 
laser and the Mach-Zehnder modulator are selected by an 
optical switch, which is connected to the l-by-2 fiber coupler. 

The coupling ratio of the coupler does not need to be speci- 
fied. The signal from the coupler is delivered to a DUT and 
to a reference photodiode attached to an RF power sensor. 
The modulation depth of the source can be calculated using 
equation 0 and the known frequency response of the transfer 
standard photodiode. The frequency response of the DIT is 
found as: 



Prf Jlt'T 



flO) 



( 'alculal ion of I he Dl IT frequency response this way includes 
the ralihralion unccrininl.v of the power sensors both al 
NEST and at the commercial laboratory, giving a total ex- 
panded uncertainty of ±0.2 dB or more. Combined with 
other factory uncertainties, this may give an unacceptable 
uncertainty for the intended test system. 

One possible alternative is to calibrate the response of the 
photodiode combined with the RF power sensor. This method 
totally eliminates uncertainties resulting from power sensor 
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Fig. 2. Apparatus for measuring the modulation depth ofan 
unknown source In cnllhrale the DUT. 



calibration and impedance mismatch. The combined fre- 
quency response F. 2 (f) measured on the NIST heterodyne 
measurement system includes the power sensor calibration 
factor and impedance mismatch, and is given by: 



Pm 



(11) 



0.5(&.)R L 



In equation 1 1. Pm is the indication of the power meter after 
zeroing and calibration against the 50-MHz reference signal 
(from the power meter) using a calibration factor of 100%. 
C is given by: 



G — g 1 - r^Fsensorl 



(.12) 



where k is the sensor calibration factor anil r pc ] and Factepr 
are complex reflection coefficients. However, C need not be 
known and the power meter reading need not be corrected 
with a frequency dependent calibration factor. When the 
Standard photodiode/power sensor combination is used in 
the ratio test system the combined frequency response is 
used to find the modulation depth of the source: 



Pm.rf.f 



m% REF R L 



(13) 



The normalized response of the DUT is then found using 
equation 13, the dc photocurrent, and the RF power 
(including all calibration factors) from the DIT: 



'JllH T (l') = 



1 



PrfJHT 



m: 



"0.5 in,. 



'nc-.Dirr 



(1-1) 



Ri 



In some test applications it may be preferable to measure 
the DUT frequency response in terms of the coupling ratio 
instead of the bias current or average power. This may be 
I he case w hen the DUT has poor dc stability or when the 
frequency response will be normalized to the response at a 
Specific frequency (eliminating the coupling ratio). In this 
case equations 13 and 11 can be combined to give: 



(15) 



where |i is the ratio of the optical power coupled to the 
reference arm to the power coupled to the lest ami. 

Results 

When t he frequency response of a communication analyzer 
module is measured, several uncertainties can corrupt the 
measured data: 

RINdvlative intensity noise) of the lasers 
Wavelength sensitivity of the photodiode receiver 
Harmonic distortions generated by the RF sources, the 
directly modulated laser, and the Mach-Zehnder modulator 
•litter of the RF sources and the communication analyzer 
mainframe 

Finite display resolution of the communication analyzer. 
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The effect of BIN was negligible, with the detected RF signal 
about 30 dB above the noise level in the SONET test fre- 
quency range. To eliminate the wavelength sensitivity of the 
photodiode receivers, the wavelength of the lasers used was 
chosen to be 1.312 urn. To eliminate the harmonic distortion 
caused by the RF sources, the laser, and the Mach-Zehnder 
niodulalor, the amplitude of the RF signal was limited such 
that the second harmonic was kept below —30 dBc (■')() dB 
below the carrier). The remaining sources of uncertain! ies 
were mainly the jitter and the finite display resolution of the 
communications analyzer. 

To verify thai a calibration can be transferred with accept- 
able accuracy, two swept-frequency ratio measurement sys- 
tems based on Fig. 2 were built using two transfer standards. 
In the first verification, the frequency response of a transfer 
standard first calibrated by the Nd:YAG heterodyne system 
Was measured by a swept-frequency ratio measurement sys- 
tem referenced to the second transfer standard. The differ- 
ence, shown in Fig. 3, is excellent, especially considering 
that the two systems are working on totally different physical 
principles. The agreement was within ± 0.05 dB to 7 GHz 
and within ± 0.10 dB to 20 GHz. Since in this case the DUT 
is not a communications analyzer module, the measurement 
is not affected by the jitter and the finite resolution of the 
communications analyzer. 

In the second verification, a communications analyzer plug-in 
module was measured on both swept-frequency systems. 
Each system used a different communications analyzer 
mainframe, which was triggered by the 10-MHz reference 
oscillator from the synthesized signal generator. The module's 
measured response was normalized so that the curves just 
fit inside the tolerance window specified by ITl'-TS 6.957 
(see Fig. 4). The curves agree well within the G.957 specifi- 
cation. The response curves also agree well within the ex- 
pected combined uncertainty of the two transfer standards 
below 2.5 GHz. 



o.io 



0.05 - 



0.00 



- 0.05 - 



-0.10 




12 

Frequency (GHz) 



Fig. 3. Measurement of a transfer standard consisting of a photo- 
diode, a 3-dB attenuator, and an RF power sensor against a second 
transfer standard of the same type compared with NIST calibration. 
Uncertainties of the transfer standards alone are also shown. 
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Fig. 4. Measurement of a digital communications analyzer plug-in 
module with an STM-loVOO-lS filler on two different ratio measure- 
ment systems, using the same t wo transfer standards as in the 
experiment shown in Fig. 3. each transfer standard consisting of a 
photodiode, a 3-dB at tenuator, and an RF power sensor. Tolerances 
given in ITl'-TS G.957 are also shown. 

Above 2.5 GHz the difference slowly drifts upward, reaching 

0. 2 dB above 4 GHz. The difference between the two curves 
also has larger scatter above 2.5 GHz. This discrepancy 
above 2.5 GHz is attributed to the jitter and the finite display 
resolution of the communications analyzer mainframe. First, 
the communications analyzer was triggered directly from 
the synthesizer's 10-MHz reference oscillator, giving poor 
riming jitter at high frequencies. The trigger jitter combined 
with the signal averaging used to reduce the trace noise 
causes the measured amplitude to be smaller than the actual 
amplitude. The error caused by the jitter can be reduced by 
using an external trigger and can be eliminated by taking 
imtriggered data. The finite display resolution (S bits) caused 
additional error at high frequencies, where the signal ampli- 
tude is only 10% to 20% of the low-frequency amplitude. 
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Radially Staggered Bonding 
Technology 

This new approach to fine-pitch integrated circuit bonding entails a new 
configuration of bonding pads on the die. dual-loop wire bonding, and a 
new leadframe design that minimizes wire lengths. The approach 
bypasses the usual obstacles to fine-pitch bonding that arise with the 
conventional in-line approach, thus providing appreciable die size and cost 
reductions with a minimal assembly cost penalty. 

by Rajendra D. Pendse. Rita N. Horner, and Fan Kee Loh 



Advances in silicon density have made it possible to reduce 
the core sizes of integrated circuit (IC ) devices. However, 
concomitant reduction of I/O pad pitch (the pitch is typically 
defined as die repeat distance between adjacent I/O pads) 
lias been hard to achieve because of packaging limitations. 
As a result. IC" designs that are I/O intensive (so-called /«/</- 
limited designs) tend to have a die size that is significantly 
greater than the core size, leading to poor utilization of (he 
silicon area. Appreciable savings in the form of greater num- 
bers of die per wafer can be realized merely by reducing the 
I/O pad pitch and consequently the die size. 

From the packaging Standpoint, the reduction of I/O pad 
pitch requires improvements in the technologies used to 
physically interconnect the I/O pads to the package. While 
advanced packaging tecluiiques do exist that permit such 
interconnection, such as./''/' chip and tope automated 
bonding (TAB), such techniques significantly increase the 
cost and complexity of the package. Wire bonding is by far 
the most prevalent interconnection technique in the main- 
stream industry-standard pac kages thai are used for housing 
a large majority of ASIC and other IC dev ices. Quite under- 
standably, Ihcreforbj there has been a considerable push to 
extend wire bonding technology to liner pilches. Some suc- 
cess in wire bonding pilch reduction has been achieved by 
the use of the so-called double-ttered package structure. 
However, once again, this approach increases cost and (here- 
fore is unsuitable for mainstream plasiic packages that are 
based on leadframes with a single tier of bonding fingers. 

Three broad factors are considered to be obstacles for the 
reduction of wire bonding pitch. First, (he capillary, or (he 
tool I hat carries (he wire, physically occupies the space 
between adjacent wires, and therefore interferes with the 
previously bonded wire if the bond pad pilch approaches 
the capillary wall diameter ( Fig. 1 ). There are physical limits 
to how much the capillary wall thickness can be reduced 
without risking frequent breakage during production runs, 
and this in (urn places a limit on the pad pitch. Secondly, 
reduction of pitch requires a proportionate reduction in the 
size of (he bond pads and higher bond placemen! accuracy 
for the wire bonding machine. This factor leads lo significant 
loss in yield and rcliabilily at liner pilches as a resull of bonds 
thai are not completely contained within the bond pad. often 



referred to as off-pad bonds. Third is the phenomenon of 
in re swerp in plastic packages. Plastic packages are typically 
fabricated by a process known as transfer molding. During 
the transfer molding process, liquid resin flowing into the 
mold cavities at elevated temperature (usually around 180 D C) 
causes (he bonding wires to be "swept" in the direction of 
resin flow (Fig. 2). This phenomenon causes acljacent wires 
to encroach upon each other or even touch, causing electrical 
shorts. When the pitch is reduced, two things happen: first* 
since die die gets smaller, wires become proportionately 
longer, and second, the wire spacing is reduced. Both of 
these factors accentuate wire sweep, often making the part 
unfeasible to manufacture. 

In t his paper, we present a new approach to reducing the 
effective wire bonding pilch thai systematically surmounts 




Fig. I, i feptUary Interference. 
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Fig. 2. X-ray micrograph of a molded package showing win* sweep. 
The curvature in the wire trajectories is induced by rosin flow during 
soldering. 

the obstacles described above. We also present extensive 
assembly results on a test chip in a 208-pin PQFP package 
demonstrating the viability of this approach. 

Concept of Radial Staggering 

Staggering of bonding pads is a simple way to mitigate the 
problems of capillary interference and off-pad bond place- 
ment. A staggered configuration consists of a set of offset 
bond pads arranged in two rows as opposed to one row 
(Fig. 3). Staggering increases the direct distance between 
any two adjacent bond pads, allowing more room for the 
capillary to land without impinging on previously made 
bonds. It also allows the size of the bond pads to be signifi- 
cantly greater dian die corresponding size for an inline con- 
figuration of the same effective pitch. 



Fig. 4. Illustration of wire encroachment when orthogonally 
staggered pads are used with leadframe packages. 

A configuration known as orthogonal staggering (Fig. 3b) 
has been previously employed in conjunction with more 
Sophisticated double-tiered package structures. However, as 
depicted in Fig. 4, orthogonal staggering does not work with 
leadframe packages because of the geometric effect of fan- 
out, which leads to severe wire encroachment, or even over- 
lapping, in the coiner regions. Fanout is a consequence of 
the fact that the pitch of bond pads on the die is typically 
much finer than the pitch of bond fingers on the leadframe. 

Radial staggering is a geometric variation of orthogonal stag- 
gering in which overlapping of wire trajectories does not 
occur despite a fanout pattern of wire trajectories character- 
istic of leadframe packages. 1 This is illustrated in Fig. 3c and 
in Fig 5. As seen in Fig. 5, adjacent wire trajectories can be 
placed evenly by virtue of the radial staggering arrangement 
on the die. In the wire bonding sequence, I he outer row of 
pads is bonded first, followed by I he inner row of pads, to 
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Fig. 3. Illustration of the concept of staggering, (a) Conventional 
inline bond pads, (b) Orthogonally staggered bond pads, 
(c) Radially staggered bond pads. 




Fig. 5. Radially staggered bond pad configuration for one quarter 
of a die. 
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prevent any interference of the capillary with the loop portion 
of the wire trajectory. 

Layout Method and Algorithms 

A radially staggered bond pad pattern can be designed sys- 
tematically using either a grapliical method or closed-form 
mathematical expressions incorporated in the layout code. 
Typically, the layout is done for one eighth of the die. then 
rnirrored about the y-axis to get the layout for one fourth of 
the die. followed by successive rotations of 90. 180. and 270 
degrees about the center. The resulting pad arrangement is 
uniform and symmetric and can be used as a universal 
arrangement for standard pin counts. More customized 
arrangements are possible and can be readily developed 
based on the concepts illustrated here. 

Graphical Method. The graphical method is illustrated in Fig. 6. 
The bond pads are first arranged at the desired effective pitch 
in a single row; this will be referred to as the initial inline 
arrangement. The effective pitch is usually selected so as to 
cause the pad ring to "hug" the IC core; see equation 8 below. 

Next, a line running parallel to the die edge and representing 
the second row of bonds is constructed. Then, every other 
pad is sliifted along a radial line emanating from a conver- 
gence point until it reaches the point of intersection of the 
radial line with the line representing the second row of bond 
pads. 

The convergence point can in principle be chosen to be any- 
where along the y-axis. In practice, the choice of the conver- 
gence point is governed by the resulting angle of approach 
of the bonding wire trajectory to the bonding finger and is a 
function of the leadframe design (see below). 

As the convergence point is moved farther down the negative 
y-axis. the bond pad pattern approaches the orthogonally 
staggered configuration. In fad. the orthogonally staggered 
arrangement is a special case of radial staggering with the 
convergence point at negative infinity along I he y-axis. 

The value of the offset distance between the t wo rows of 
pads is a trade-off between the need to mitigate capillary 
interference and the need to minimize the consumption of 
silicon real estate. The offset should be minimized to save 
silicon real estate while maintaining sufficient clearance for 
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Fig. 6. Graphical method for radial Staggering. 



the capillary. Typical values for the parameters described 
above will be presented later in this paper. 

Analytical Method. An alternative to the graphical method for 
bond pad layout is to place the pads directly at Cartesian 
coordinate locations calculated mathematically using the 
convergence point as the origin. The expressions for such 
placement for one eighth of the die are given below (see 
Fig. 6). The analysis is divisible into two categories: the first 
category is for odd values of N/4 and the second is for even 
values of N/4, where N is the total pad count for the chip. 

For odd values of N/4: 

x(n) = (n-l)p (la) 
y(n) =D (lb) 

for odd values of n = 1.3 (N/4 - l)/2, and 

x(n) = (n-l)(D/d-l)p (2a) 
y(n) = D - d (2b) 

for even values of n = 2. 4, .... (N/4 + l)/2. 

For even values of N/4: 

x(n) = c/2 + (n-l)p (3a) 
y(n) = D (3b) 

for odd values of n = 1. 3 N/8 or (N/8 - 1), and 

x(n) = [c/2 + (n- l)p](D/d- 1) (4a) 
y(n) = D - d (4b) 

for even values of n = 2. 4 N/8 or (N/8 - 1 ). 

In the above equations, n is the bond pad number (starting 
from Hie center and increasing towards the corner), p is the 
effective staggered pitch (repeat distance of the outer row 
of bond pads), d is the offset distance between the rows of 
pads, D is defined by D = d + H + (N/4 + 3)p/2, where H 
represents the pad height do he described later), and C IB 
the spacing between the two center pads on two sides of the 
y-axis (the value of c is chosen to be equal to the minimum 
inline pitch capability of the teclmology). 

Once again, as described above for the graphical method, 
the layout for the entire die is obtained from the the layout 
for one eighth Of the die by a combination of mirroring and 
rotation about the y-axis and the origin, respectively. 

More General Layout Schemes 

The layout methodology described above consists of t wo 
steps: placement of pails in an initial inline arrangement 
followed by radial shifting of every other pad towards the 
convergence point. The initial inline arrangement was taken 
to be at a uniform effective pitch, p. This need not be the 

case in general 

It is evident from Fig. 5 that with a uniform initial inline 
arrangement, the spacing between adjacent wires progres- 
sively decreases towards the comer. This geometric' effect is 
particularly detrimental bec-au.se wire sweep is typically 
most pronounced in the comers. This occurs because in 
typical transfer molds, the resin flow direction is parallel to 
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the diagonal of the chip and is therefore perpendicular to 
the corner wires. 

An appealing choice of the initial inline arrangement would 
be one in which the pads are placed at a progressively in- 
creasing spacing, in a manner that would offset I he progres- 
sively decreasing wire-tO-Wire spacing in moving from the 
center to the corner pads. Such a design would appreciably 
reduce wire sweep. A geometric progression algorithm has 
been developed for the initial inline arrangement. The code 
for layout of progressive pads is complex because closed- 
form mathematical expressions arc not available. This is 
covered in detail elsewhere. 2 

Angle of Approach 

We now briefly examine the criteria for the selection of the 
convergence point alluded to above. Fig. 7 depicts wire tra- 
jectories for t wo distinct bond pad layouts representing t wo 
extreme choices of convergence point. In both cases, the 
design of the lead frame is held constant In Fig. 7a, the con- 
vergence point is selected to be at the geometric center of 
the die and in Fig. 7b. it is selected to be a large distance 
away from the geometric center of the die along (he nega- 
tive y-axis. The angle between the wire trajectory and the 
bonding linger is defined as the angle Of approach. 

A large value of the angle of approach is likely to induce 
electrical shorts between a bonding wire and an adjacent 
bonding linger, leading to lower assembly yields. It is there- 
lore customary to specify a maximum allowable value for 
the angle of approach. HP's manufacturing specification 
requires that the angle of approach always be lower than 
lit degrees. The approach angles are unacceplably high for 
al least one wire in Fig. 7b, but are well within the specifica- 
tion in Fig. 7a. 

In the more general case, the approach angles arc also a 
function of the leadframe design. As an example, in Fig. 8, 
a leadframe design is shown I hat is different from the one 
shown in Fig. 7. but the choice of convergence point for 
Figs. 8a and 8b is identical to that in Figs. 7a and 7b, respec- 
tively, t hat is, the convergence point is at the center of the 
die for Fig. 8a and at a large distance along the negative 
y-axis for Fig. 8b. However, in contrast to the case shown in 
Fig. 7. for the case in Fig. S the approach angles are signifi- 
cantly lower for the choice of convergence point at a large 
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Fig. 7. Effects on angle of approach of two different bond pad lay- 
outs corresponding to two distinct choices of convergence point. 
The angle of approach is die angle between the wire trajectory and 
the bonding finger, (a ) Convergence point al the geometric center 
of the die. (b) Convergence point far from the geometric center 
along the negative y-axis. 




Bond Pads 

lal Ibl 
Fig. 8. The .same die pari layouts as in Tin. 7 bUI with a different 

leadfranie design. 

distance along the negative y-axis than for the choice of con- 
vergence point al the center of the die. This is a consequence 
of the difference in the leadframe design between Pigs. 7 
and 8. and underscores flic role of leadframe design in con- 
junction with the bond pad layout on the die in determining 
the approach angle in die general case. 

The designs of typical leadframes used in real plastic pack- 
ages are very close to I he case depicted in Fig. 5, and there- 
fore, low angles of approach are achievable by using the 
center of the die as the convergence point. This choice was 
made for the design of a test chip as discussed later. 

As a side note, it should be stated that in certain instances, 
the design of bonding lingers and Ihe corresponding choice 
of a convergence point for Ihe radial staggering of bond 
pads on the die can be modified or customised to minimize 
wire length, and thus wire inductance, when electrical per- 
formance is critical. Such custom designs prove valuable in 
the case of high-performance packages such as ball-grid 
arrays ( BGAs). 

It can be shown that the theoretical minimum wire length 
with a zero angle of approach can be achieved by selecting 
the convergence point at a location along Ihe y-axis that 
causes the subtended angle for the comer pad lo be the in- 
verse cosine of the ratio of the effective bond pad pitch on 
the die to the effective bond finger pilch on the package. 
The theoretical analysis of the general case has been per- 
formed,- but is beyond the scope of this paper. The author 
has developed an iterative custom layout algorithm for the 
coupled layout of radially staggered bond pads on the die 
and bond fingers on the package that minimizes wire lengths 
for BGA packages, which typically provide fine-pitch bond 
finger capability and require high electrical performance. 2 

Implications for Pad Circuitry Layout 

The radially staggered bond pad configuration has one im- 
portant consequence with regard lo the layout of I/O pad 
circuitry, a point thai is not initially obvious. The bond pad is 
typically an integral pan of a unit structure known variously 
as the pad cell, the pad hi/Jfcr, or the I/O pad. We will refer 
to it as the pad cell. As illustrated schematically in Fig. !). the 
pad cell consists of the I/O circuitry (such as pad drivers), 
the bond pad. and the ESD protection circuit ry. In I he con- 
ventional inline hond pad design, the pad cell is called from 
a library and placed automatically along the die perimeter at 
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Fig. 9. Structure of ail I/O pad cell. 

a repeat distance equal to the bond pad pitch. For an orthog- 
onally staggered design, this procedure is minimally modi- 
fied to include an x or y offset for every other pad cell, the 
value of the offset being equal to the spacing between the 
two rows of bond pads of the staggered configuration. How- 
ever, if the bond pads have to be in a radially staggered con- 
figuration, each bond pad will not line up with the remaining 
portion of its associated pad cell (Fig. 10). This means that 
the conventional pad cell placement methodology has to be 
modified. It also means that an additional routing trace has 
to be added to conned the bond pad with its assoeialed pad 
cell. These features are the subject of the paper on page 51. 



Limitations 

One limitation of the radially staggered design is that two 
rows of bond pads are required. The second row of pads uses 
up space and accrues a penalty in silicon area utilization. 
It is clear that in designs that are marginally pad-limited, a 
staggered design may not result in a net reduction of die 
size. In the following analysis, the important case of a mar- 
ginally pad-limited design is quantified, and a conditional 
expression is derived that c-an be used to determine whether 
a die size reduction can be achieved by resorting to the 
radially staggered layout. 

Fig. 11 is a schematic- illustration of a pad-limited IC design. 
In this figure, the region defined as white space is unused 
silicon area resulting from the fact that the inner perimeter 
of the I/O pad ring falls outside the outer boundary of the 
core. This condition occurs because the repeat distance for 
the pad cells (i.e.. the pad pitch) is not small enough to pull 
in the I/O pad ring so that it hugs the core. It can be shown 
that the size of the white space is independent of the pad 
height and is expressible as: 



2\V = Pi (N/4) - C 



(5) 



where W is the size of the white space. Pj is the lowest quali- 
fied pitch (repeat distance of pads) for inline bonding. N is 
the pin coimt. and C is the size of the core. 

A pad-limited design is defined as a design that lias a non- 
negative white space, that is, W > 0. or, using equation 5, 



Pi(N/4) > C. 



(6) 



While the effective repeat distance can be reduced using the 
radially staggered layout, additional space is required to 
accommodate the second row of pads, as well as to accom- 
modate a possible increase in pad height necessitated by the 
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Fig. 11. The presence of white space identifies a pad-limited 
IC design. 

narrowing of the pad cell. This additional space is equal to 
the stun of the row-ro-row spacing, d, and the increase in 
pad height, AH. and can be pictured as a broadening of the 
pad ring. The size of the white space should be greater than 
the broadening of the pad ring or the inner perimeter of the 
broadened pad ring will interfere with Ihe core. This condi- 
tion can be expressed as follows: 

2d + 2AII > Pj(N/4) - C. (7) 

If equation 7 holds for a given IC design, the design is deemed 
marginally pad-limited and a radially staggered arrangement 
w r ill not result in a die size reduction. However, if equation 7 
does not hold, then the radially staggered layout will reduce 
the die size and the layout methodology described above 
can be used to perform the layout. In performing the radially 
staggered layout, Ihe effective pitch for the initial inline 
arrangement, should be selected so that the pad ring hugs 
the core. This condition can be derived from equation 6 by 
replacing the inequality with an equality: 

Perfective = C(4/N). (8) 

If the design is severely pad-limited, the value of effective 
pitch calculated from equation 8 may turn out to be smaller 
than the smallest effective pitch supported even by the ra- 
dially staggered bonding capability. In this case, the smallest 
supported pitch should be used as the effective pitch. 

A further point should be made regarding the implications of 
the radially staggered design for higher pin counts. In general, 
the relative value of the penalty in silicon area associated 
with the second row of pads is diminished at higher pin 
counts because of the increase in the nominal value of the 
die size. This pin count effect is contained in the parameter 
N in equations 6. 7. and 8. On the other hand, the relative 
area penalty is much greater at lower pin counts. This effect 
is fortuitous, since an increasing number of ASIC designs in 
(he pin count range well above 208 are pad-limited. The 
higher-pin-count designs have a significantly higher average 
selling price and thus provide the greatest potential for cost 
reduction. Such designs are currently packaged in expensive 



double-tiered ceramic packages. In addition to the cost re- 
duction resulting from the reduced die size, radial staggering 
technology provides the interesting additional potential for 
reducing the cost of the package itself by making it possible 
to design the ICs into cheaper packages based on a single 
layer of dense routing as opposed to multitiered Structures. 
This can be achieved by the iterative coupled design proce- 
dure alluded to briefly in the foregoing section." 

Reduction of Wire Sweep 

While radial staggering helps reduce the effective I/O pad 
pitch and therefore the die size, the length of wires in- 
creases proportionately, thus accentuating the wire sweep 
phenomenon. Table I illustrates typical wire lengths that 
result from reduction of die pad pitch. As a reference point, 
today's state of the art for transfer molding technology per- 
mits wires no longer than 4.5 mm (0.177 inch) (o ensure 6o 
manufacturing quality levels. 



Table I 

Wire Lengths for Different Die Pad Pitches 
and Leadframe Designs 



Effective 
Die Pad 
Pitch (mm) 


Longest Wire with 
Conventional Lead- 
frame (mm (inch)) 


Longest Wire with New 
Leadframe Design 
(mm (inch)) 


0.110 


4.3 (0.170) 


3.8 (0.150) 


0.090 


5.1 (0.200) 


4.4(0.173) 


0.070 


5.5 (0.216) 


4.9 (0.193) 


0.050 


6.0 (0.236) 


5.5 (0.216) 



The dual-looping scheme (Fig. 12) was developed to mitigate 
wire sweep. In this scheme, wire trajectories are placed in 
two different planes rather than in the same plane, thus 




Fig. 12. An SEM micrograph illustrating the dual-loop wire bonding 
scheme. 



46 December 19(16 Hewlett-Packard Journal 

© Copr. 1949-1998 Hewlett-Packard Co. 



creating a vertical gap in addition to the x-y separation be- 
tween any two consecutive bond wires. Since wire displace- 
ments resulting from sweep typically occur within the same 
plane, the required displacement of a wire to cause shorting 
with an adjacent wire is effectively doubled compared to the 
case without dual looping, thereby considerably reducing 
the propensity for electrical shorts or leakage. 

The separation distance between the two planes in Fig. 12 is 
nominally 0.125 mm (0.005 inch). Stu b a design is made pos- 
sible by virtue of the loop height control features provided 
by state-of-the-art wire bonders. Loop heights are control- 
lable to within ± 0.025 mm ( 0.001 inch ) of the nominal value. 
Typically, the loop height for the outer row of bond pads is 
chosen to be lower, and the outer row of pads is bonded 
first, followed by the inner row, to ensure that there is no 
interference between the capillary and the loop poll ion of 
the previously bonded wire. Since the loop heights and 
bonding sequence are programmable, the entire bonding 
operation can lie performed in automatic mode without 
Compromising the process throughput. The nominal loop 
heights used in this work were 0.400 mm (0.010 inch) for the 
inner row of pads and 0.275 mm (0.01 1 inch) for the outer 
row of pads. 

New Leadframe Design 

As is evident from Table I, a reduction of effective pilch to 
0.090 mm would lead to a longest wire of approximately 
5.1 mm (0.200 inch) if a leadframe with conventional design 
were used. We have developed a new leadframe design that 
has reduced the longest wire to 4.4 mm (0.173 inch), which 
was crucial in reducing wire sweep. 

Conventional leadframes are designed using standard CAD 
tools that have built-in algorithms for bond linger layout. By 
studying the existing CAD tools, we learned that such tools 
likely employ a minimization of approach angles algorithm 
in Conjunction with technology limit parameters (such as 
minimum bond finger width and space) to perform the lay- 
out of bonding fingers for the leadframe. The technology 
limit parameters are derived from the design rules supplied 
by the leadframe manufacturers. For example, typical de- 
sign rules for leadframes produced by etching technology 
are 0.1 mm width and 0.1 mm space, :md for leadframes 
made using stamping technology, they are 0.125 mm width 
and 0.125 mm space. 

We Observed that, from a mathematical standpoint, the mini- 
mization of wire lengths and the minimization of approach 
angles (in conjunction with the minimum width and space 
constraints) can be mutually conflicting conditions. This 
point is illust rated in Fig. V-l In Fig. l.'ia. the angles of ap- 
proach have been minimized (they are zero degrees for all of 
the bond wires), whereas in Fig. 13b, the wire lengths have 
been minimized, but the approach angles are nonzero, and 
are as high as :l() degrees for some wires. While the design 
in Fig. 13b has appreciably shorter wires, it is unfeasible to 
manufacture because it violates the specification for the 
maximum angle of approach of 10 degrees. 

After pursuing a theoretical analysis, we arrived at a straight- 
forward (perhaps excruciatingly simple!) graphical method 
for the layout of bond lingers that would minimize the 




- Wires 

— Radially Staggered Bond Pads on a Die 




— Radially Staggered Bond Pads on a Die 



Fig. 13. Role tflumWinim design in angle or approach and wire 
length reduction, (a) The angles of approach have been minimized. 

(In The wire lei iff I is have I n minimized In hold i uses, the lead' 

frame design rules (minimum width and spacing of leads) are the 
same. 

length of bond wires. The basis fortius method is the theo- 
retical condition that the bond fingers can be brought in 
closest to the center when the minimum widths and spaces 
reach the design rule limit values simultaneously at the lips 
of all bond fingers, It can be show n thai this condition is 
attained by laying oul the bond fingers so that they subtend 
equal angles With respect to a convergence point.- This lallei 
fact formed the basis for a simple graphical method for per- 
forming the bond finger layout. Based on this simple algo- 
rithm, a leadframe layout w as performed for a 20S-pin device 
and a bonding diagram was generated for a presumed die 
with radially staggered bond pads at O.ODO-mm effective 
pitch (e.g., see Fig. 5). The approach angles were calculated 
for this case, and the maximum value was found to be seven 
degrees, well below the manufacturing specification of 
10 degrees. More important, the longest wire could be 
reduced to 1.4 mm (0.17:1 inch) compared to approximately 
5.1 mm (0.200 inch) for a conventional leadframe. 

While the methodology has been illustrated for leadframes. 
it is more generally applicable to the design of other pack- 
age substrates, notably high-performance ball-grid arrays. 
The technology limit design rules for these substrates are 
more aggressive (e.g., 0.05 mm width and 0,05 mm space ), 
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hut significantly shorter wires are required lo minimize para- 
sitic inductance. In the above analysis, the minimization of 
wire length algorithm was used in place of I he minimization 
of angle of approach algorithm, and the resulting angles of 
approach (verified afterwards) fortuitously fell within the 
10-degree limit. This fortuitous condition does not always 
occur, especially in the regime of very short wire lengths and 
double-tiered package Structures. Therefore, a systematic 
iterative procedure is required that judiciously employs both 
algorithms and involves a coupled design of the radially 
staggered layout on I lie die and the bond finger layout on 
the package. 2 

Assembly Evaluations 

The three key elements of the fine-pilch bonding solution 
described above are radially staggered bond pads, dual-loop 
bonding, and a new leadframe design. Extensive assembly 
and testing were performed to establish the feasibility of 
these elements. A 208-pin plastic package was used as the 
test vehicle. 

A lest chip with 208 pads (N = 208) and having a radially 
staggered pad configuration was designed and fabricated. 
The physical structure conformed lo standard design rules 
for the current generation of the CM< >S process at HP's 
Corvallis facility. The effectiv e pitch, p. was 0.0889 mm. the 
offset distance between the inner and outer tow of pads, d, 
was 0.1-10 mm. and the pad height. II. was 0.600 mm. Since 
N/4 is even, equations 3 and I were applied with a value of 
c = 0.110 mm. based on the lowest inline pitch capability 
available al the lime. Using the parameters above, the die 
size worked out to be 0.02 nun. Details of the Chip layout 
can be found in Ihe paper on page 51. 

Daisy chains were incorporated in the design to check for 
leakage current between adjacent bond pads. This feature 
was motivated by the need to lest the susceptibility lo wire 
sweep, which is known lo manifest itself as an electrical 
leakage between adjacent bond wires (the leakage at every 
bond wire can be monitored externally using Ihe package 
pins). 

In addition, a 208-pin leadframe was designed and fabricated 
by the etching method using ihe principle of minimization of 
wire length. The leadframe was fabricated by an external 
leadframe supplier using standard design rules and produc- 
tion methods. 

Assembly and Test Results 

The die was assembled in a 208-pin PQFP package at HP's 
production facility in Singapore. A dual-loop bonding pro- 
cess was developed and the dual looping was performed in 
automatic mode on production wire bonders. A simple elec- 
trical test program was used lo perform package lesiing on 
a production tester to check for open bonds | continuity) 
and electrical leakage between adjacent pins. In addition, 
transmission X-ray analysis was done on Brushed packages 
to check for physical evidence of wire sweep. A final test 
yield exceeding 97% on iwo independent assembly lots was 
set as the criterion for acceptability of Ihe technology in the 
manufacturing environment, based on inputs by the produc- 
tion group. 

Results of the assembly evaluations are summarized in 
'fable II. A micrograph of Ihe dual-loop wire bonds taken 



before the molding Operation is shown in Fig. 14. A typical 
transmission X-ray image of the finished package is pre- 
sented in Fig. 15. While ihe results in Table II are considered 
to be well within the acceptable range, failure analysis was 
performed on the electrical failures from lot 1 to determine 
if the failures were in any way related to the fine-pitch bond- 
ing design. The details of the analysis are not reported here; 
il suffices to say that electrical failures were found to be 
unrelated to the fine-pilch bonding design and are presumed 
to be defects al the die level (these defects escaped, since 
no wafer-level lesiing was done on these lots), implying an 
effective 100% yield from the standpoint of fine-pitch bonding. 



Number of Units 
Assembled 

Wire Diameter, 
mm (inch) 

Maximum Wire 
Length, mm (inch) 

Nominal Loop Height 
for Inner/Outer Rows, 
mm (inch) 

Final Test Yield. % 



Table II 

Assembly Parameters and Yields 
Lot 1 

207 



Lot 2 

1S5 



0.033 (0.0013) 

4.5(0.177) 

0.406 (0.016)/ 
0.270(0.011) 

110.3 



0.033(0.0013) 

4.5 (0.177) 

0.406 (0.016)/ 
0.279(0.011) 

98.4 



It .should be noted thai Ihe wire sweep pattern depicted in 
Fig. 15 is typical of production packages and shows no evi- 
dence of wire encroachment or overlapping. However, in 
view of Ihe dual-loop structure, it could be argued thai I here 
will be no electrical leakage despite any overlapping of adja- 
cent wires, since Ihe wires are in fact spaced in the z direc- 
tion. This raises the interesting possibility Of potentially cir- 
cumventing the effects of wire sweep altogether, especially 




Fig. 14. Typical duiiHoop wire trajivroriiw Iwfori- molding. 
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Fig. 15. X-ray micrograph of a molded package (comer region). 

when the technology has CO be extended to much finer 
pitches. Therefore, we studied the effects of wire overlapping 
as seen in transmission X-ray observations on electrical 
leakage between the overlapping wires. Fig. l(i is an X-ray 
micrograph of a package in which significant wire movement 
has been induced, leading to overlapping of adjacent wires 
in die conier region. Electrical leakage measurements were 
made on fen sets of overlapping wires from three different 
packages. In all cases, no leakage was detected up to a limit 
of 10 megohms. It can be inferred from this preliminary eval- 
uation diat the 0.125 mm (0.005 inch) of z separation in the 
dual-loop design is perhaps adequate Co prev ent leakage in 
overlapped wires. A more detailed study is required to char- 
acterize Utis result fully. 

Extendability to Finer Pitches 

The migration of radially staggered bonding technology Co 
liner pitches (below the nominal 0.000-mm effective pilch 
demonstrated in this study) is significantly easier wiili ra- 
dially staggered bonding than with conventional inline bond- 
ing. This point is illustrated in Table III for the case of 
0.070-mm effective pitch. 




Table III 

Comparison of Wire Bonding Parameters 
for Radially Staggered and Inline Configurations 
for 0.070-mm Effective Pitch 



Pad-to-Pad Distance, 
mm 

Bond Pad Opening, 
mm 

Wire Diameter, 
nun (inch) 

Free-Air Ball Size, 
mm 

( ;i| .ill; n_\ Wall 

Thickness, nun 



Inline 

0.070 

11.0(1(1 

0.025(0.001) 
0.050 



0.030 



Radially 
Staggered 

0.095 



0.075 
0.033 (0.0013) 
0.070 
0.045 



Kig. Hi. X-ray micrograph of a molded package with deliberately 
IndUi ed wire movement leading to the appearance of overlapped 
wires wIk-m viewed from above. 



Il should be noted that reduction of the bond pad opening to 
0.000 nun and Hie concomitant reduction in free-air ball size* 
to 0.050 mm required for the inline case translate to ball size 
control and bond placement accuracy levels that are beyond 
the capabilities of current wire bonding equipment, while 
the corresponding values for the radially staggered configu- 
ration are well widiin the range of equipment capabilities. 
Additionally, it can be shown using finite element modeling 
that the reduction of wire diameter from 0.033 mm to 
0.025 mm translates to an approximately twofold increase in 
wire sweep. Finally, the reduction in capillary wall thickness 
will reduce the capillary life by approximately, a factor of 
two. Thus it is clear thai, in general, a finer effective pilch is 
achievable using Ihe radially staggered configuration with 
considerably relaxed wire bonding design rules compared 
Co the corresponding inline case. 

Despite these points, a few important limitations come into 
play when finer-pitch extensions are considered, even with 
the radially staggered bonding configuration. First, the re- 
duced die sizes resulling from finer effective pitches lead to 
proportionately longer bonding wires. This point was illus- 
trated in Table L As an example, the wire length of 5.5 mm 
(0.210 inch) resulling from a presumed 0.050-mm effective 
pitch design is considered unfeasible to manufacture because 
of wire sweep, based on current process specifications. Il is 
possible Chat the dual-looping scheme may obviate litis prob- 
lem, bul this needs Co be evaluated. It is also possible to 
reduce the bond finger pilch of the leadframe (and thus the 
wire length) by using interposers,** but the cost and techni- 
cal feasibility of this approach is so far unproven. 

A second limitation is that the routing requirements for inter- 
connection of the bond pads to the I/O circuitry and ESD 
st inclines are proportionately lighter at finer pilches and 
may impose some additional restrictions (see article, 
page 51). 

1 A tvpical Ihennusnnic gold wire bond consists ot a ball bond al one end and a stitch bond at 
the other and 'Ball si?e' refers to me sue ol the ball lhai makes up the ball bond, alter tne 
ball is attached to the chip 'free-air ball sire' refers to the »i;e ol the ball as soon as it is 
formed, before it is attached to the chip 

' An interposal is a small circuit card that is placed between the die and the leadlrame. Il 
contains a panern ol traces that tan out trorn a fine pitch at the die end to a coarse pitch at 
the leadlrame end 
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A third limitation, as illustrated in Table HI, is an overall 
tightening of wire bonding design rules dictated by reduc- 
tions in pitch. In addition to the burden that this imposes on 
the capability of wire bonding and molding equipment, it also 
necessitates the development of new metrology tools and 
bond quality standards. Bond quality standards can only be 
set by a careful study of the impact of new wire bonding 
design rules on reliability. As an example, the smaller ball 
size, the finer wire diameter, and the presence of off-pad 
bonds may impact reliability. New specifications for these 
parameters can be set alter the effect on reliability is well- 
understood. This significant effort has been recently under- 
taken by SEMATECH. a consortium Of semiconductor 
companies. 

Conclusions 

A new approach to the reduction of wire bonding pitch is 
presented that entails the use of two rows of radially stag- 
gered bond pads on the die, as opposed to the conventional 
inline arrangement. We have combined the radial Staggering 
methodology with dual-loop bonding and a new leadframe 
design, forming an integrated solution for reducing the effec- 
tive wire bonding pitch and thus the die size of pad-limited 



IC devices. The approach has been qualified by extensive 
assembly evaluations of a test device in the production 
environment. The approach is considered advantageous 
over the conventional approach because it is implemented 
with significantly relaxed design rules and therefore with 
minimal assembly cost penalty. 
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Implementation of Pad Circuitry for 
Radially Staggered Bond Pad 
Arrangements 

One approach to pushing the limits of wire bonding pitch in IC packages is 
to use two rows of radially staggered bond pads. This paper discusses the 
design of pad circuitry to mesh with the radially staggered bond pad 
arrangement. A test chip that incorporates suitable test structures was 
designed, fabricated, packaged and tested to verify the viability of the 
approach. 

by Rita N. Horner, Rajendra D. Pendse. and Fan Kee Loh 



Assembly and packaging technologies are major contributors 
lo the success of integrated circuit manufacturing. With in- 
creases in silicon density, chip core sizes are shrinking with 
ilii- minimum transistor size. However, I/O pad circuitry and 
size are not shrinking relative lo core size because of pack- 
aging limitations such as capillary interference, long wires, 
wire sweep problems, I and comer crowding. There are a 
few workaround techniques such as wedge-wedge bonding 
and double-tier bonding which are available for the more 
expensive packages like PGAs. However, these techniques 
are unsuitable for standard plastic packages. There is need 
for a belief, more reliable, and more cost-effective solution 
to (hie bonding pad pilch problem in the near future as more 

ic chips are becoming pad-limited 

The pad-to-pad repeal distance on a chip, referred lo as wire- 
bund pitch, is often the factor that limits boih lite amount by 
which the chip size can be reduced and the increase of I/O 
density, thereby reducing I he efficiency of silicon area 
ulilizalion. Current practice allows minimum straight-line 
pitches to be in the range of 1(H) to 12-"> micrometers. In (he 
paper on page 11. one approach for decreasing the wire 
pilch in IC packages is discussed. This approach enlails the 
use of two ladiallv .staggered rows of pads on I he chip 
periphery as opposed to the more conventions] single-row. 
inline arrangement.'-- The bond pads are arranged to ensure 
no overlapping of bonding w ire trajectories, even when con 
venlional leadframes are used for the package. The radially 
staggered arrangement of bond pads allows uniform place- 
ment of wire trajectories despite the geometric fan-oul from 
the die bonding pads lo the leadfranie bonding fingers. This 
approach is advantageous because il circumvents the com- 
mon obstacles 10 fine-pitch bonding, such as capillary Inter- 
ference, bond placement accuracy, and wire size reduction, 
which have heretofore proved to he insurmountable. 

This paper summarizes die main features of the radially 
staggered approach and discusses ils implications for pad 
circuitry design. The implementation of radially staggered 

t Wire sweep proutems aie created when liquid resin is lorr.ed into the plastic mold cavity 
Wnes can he moved closet together hy the lesin. rausiiiu possible shorts. 



bond technology presents technical challenges in the area of 
pad design mid layout such as the pad placement scheme, 
routing from bond pad lo I/O circuitry or to power and 
ground rings, and the influence of such routing on the func- 
tionality and performance of the I/O circuitry and the ESD 
performance. 

A test chip that incorporates suitable test structures to 
address the technical obstacles was designed and fabricated 
in the HP CMOS14TI3 process. The chips were packaged and 
tested to verify the viability of the approach. The verifica- 
tion exercise was performed for (he case of 88.9-micrometer 
effective pilch for a 20K-pin PQFP. A paper study was also 
done for the extension lo 70- and 50-micromeler effective 
pitches. The results of this study will be summarized here. 

Bond Pad Arrangement 

In a radially staggered bond pari arrangement, every oilier 
pad is moved inward in the radial direction lo form the 
second tier, as shown in Fig. I. The radius used is front (he 
center of the die and is dependent on the height of the I/O 
circuitry and the total number of pins. Tin- pads are placed 
in a single row using 88.9-niicromcler pilch, and then every 
other pad is moved inward in the radial direction w ith re- 
spect lo the center of the die to form the inner row of pads. 
In the case of a 208-pin die wit h an l/l ) heigh! of 358.9 mi- 
crometers, the inner-row bond pad pitch is 84.25 microme- 
ters. Depending on the total number of pad openings and the 
total I/O height, the inner-row- bond pad pitch will vary by a 
small amount. In lite sample bond pad connection shown in 
Fig. 2, the ESD circuit is placed on the opposite side of the 
bond pad from I he I/O circuitry. The passivation openings 

are itll micrometers w ide and the metal overlay for the I I 

pail openings is 4.8 micrometers. Tin- ESD circuitry has an 
8811-inicrometer pilch and 72.5-microineter height. The outer- 
row-to-inner-row spacing is 140 micrometers. The outer-row 
bond pad pilch is 177.S micrometers and the inner-row bond 
pad pitch is 168.96 micrometers. 
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Fig. 1. 1{adnill> staggered lioiiri pad configuration. 

S<.|iiare or rectangular bond pad openings with small amounts 
of chamfering would limit the maximum bus width for con- 
nection to bond pads. Therefore, octagonal bond pad open- 
ings with an internal radius Of 80 micrometers are used. The 
octagonal bond pads allow wider buses for the bond pad 
connections to ESD and I/O circuitry. The maximum metal 
bus width used for the bond-pad-to-I/O or bond-pad-to-ESD 
connections for 208-pin die in the CMOS 14TB process is 44 
micrometers. The maximum interconnect metal bus width is 
dependent on the process design rules for passivation open- 
ing spacing to unrelated metal, minimum metal-to-metal 
spacing, and total number of pads. As shown in Fig. 3, the 
spacing between the ailjacent interconnect buses gets smaller 
for the comer patl openings. As the number of pins increases. 
Ihe inner-row pad pitch increases, while the interconnect 
metal spacing of Ihe comermost pads decreases at a faster 
rate. As a result. 44-micrometer metal width would lie too 
wide in a 240-pin die. In a 100-pin or 190-pin die, the inner 
row patl pilches are smaller than in a 208-pin die. but 
because of the absence of the most extreme comer bond 
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Fig. 2. Sample bond pad connection. 



pads, three lo six micrometer wider meial buses can be used 
for metal bonding pad connections to ESD or I/< ) circuitry. 

Design Challenges 

Routing and Bond Pad Placement. The longest bus connection 
to the outer-row bond pads from the I/O circuitry is about 
197 micrometers and the shortest connection is 155 microm- 
eters. To reduce the interconnect bus resistance to less than 
0.1 ohm, all metal layers are used in parallel for the bond 
pad connection to the I/O or ESD circuitry. 

I sing the staggered bond pad configuration requires that 
Ihe I/( ) and ESD circuitry be laid out in a narrower pitch 
than the existing inline configuration. It also requires special 
placement of bond pads and possible manual connection to 
bond pads. As this configuration becomes more standard, 
tools may be developed for automat ic placement of I he bond 
pads and automatic bond pad interconnection to I/O and 
ESD circuitry. A script lo perform the bond pad placement 
of one eighth of Ihe chip was written in the HI' ChipBusier 
layout editor's scripting language. However, since Ihe avail- 
able auloroute looLs do not allow nonorthogonal connections, 
the connections to the bond pads were made manually. 

Long Metal Interconnect Issues. Since all three metal layers 
are paralleled for the bond pad connection, the maximum 
inlerconnecl bus resistance lo I/O or ESD circuitry is less 
than 0.1 ohm for the 44-micrometer metal widths in this pro- 
cess. Because of this low resistance, there is no restriction 
on the choice of the bond pad connection location either 
for the supply signals or for the different I/O circuits. The 
44-micromeler bus is also adequate for Ihe vollage (hops 
during an ESD event. Because ihe substrate capacitance is 
large compared to the mulual capacitance of the metal inier- 
connects bet ween neighboring signals, minimum design rules 
can be used for metal-to-metal spacing of the interconnecting 
buses without undue concern regarding cross lalk. 

Placing ihe ESD circuitry on Ihe die boundary side of the 
bond pads allows a wider metal connection to the substrate 
ground, which has less resistance and a smaller voltage drop 
during an ESD event. 

Latchup was found to present no problem as long as the 
process design guidelines were followed. 

Inline versus Two-Tiered Design. In a conventional single-row 
inline bond pad arrangement. Ihe minimum I/O ring size is 
a function of the minimum pad pitch, the I/O and ESD cir- 
cuitry height including Ihe required spacing between them. 
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Fig. 3. One eighth of a 208-pin I/O ring 




;u»l the total count. Tin- width ol one suit* of ;i chip rail 
be approximated bv the following formula: 

side width = I number of pads on the side I 

x (minimum I/O pitch) + 2 * (i/o height). (1) 

Therefore, for a 208-pin chip with 1 10-niieroineter patl pitch 
w hen the I/O and ESI) structures heights are ahont BOO nii- 
ert)ineters. the minimum chip size will he 6.72 x G.72 mm-. 

hi a staggered pad couligiir.it ion the I/O pitch Ls reduced to 
S4._'"i micrometers. Because of the two rows of bond pad 
openings and the narrower I/O pilch, the total block height is 
Increas e d to l>60 micrometers. Therefore, the minimum chip 
size will be about 5.70 X 6.70 mm-. This chip will he approxi- 
mately 1 turn smaller on each side than a chip w ith an inline 
bond pad configuration of 1 l()-niicromeler pad pilch even 
though the pad height has increased by USD micrometers. 

The only differences between I he inline bond pad arrange- 
ment and the staggered pad arrangement are the increase in 
the I/O and ESI) circuitry heights, the I/O pilch, and the 
extra 1-10-micrometcr height in the bonding area. Therefore, 
using equation I. we can derive the following conditional 
expression for a square die: 

((number of pads)/K] *. [(inline I/< ) pilch) - (staggered I/O 
pilch)) < [(I/O height staggered) - (I/O height inline) + 
140], 

If this inequality is satisfied, it is a better area Irade-off to 
use the staggered pad configuration rather than the inline 
I mud pad placemen). If I he two sides of the inequality are 
equal, then there is no area benefit from using the staggered 
bond pad configuration. 

Test Chip Architectures 

Two versions of a 208-pin lesl die were designed and fabri- 
cated w ith suitable lesl structures. < )ne version of the die 
was mainly for the reliability qualification of the package. 
The second version of Ihe die was designed for verification 
of the functionality and performance of the I/O and ESD 
Circuitry in the new package with Ihe new bond pad archi- 
tecture. 

After considering the voltage drop because of the extra metal 
fins ci nineelions and Ihe pad height, and calculating Ihe opti- 
mal I i i pitch and optimal power and ground bus widths. Ihe 
I/< > ami ESI) circuitries were laid out in 8-1.25-niicrotueter 
and 88 H-inicromeler pitches respectively, with small modifi- 
cations from the inline l/( • designs. New support pads such 
as coiner pads and power and ground patls were designed 
to 111 this new l/( ) ring structure. 



As shown in Fig. 4. the bond pad placement on the two 
halves of each of the tlie sides is symmetrical around the 
center of each side. The bond pad placement pitch for each 
row is constant except in the center of each side. The 
two center bond pads in the outer row are placed with 
1 10-micrometer pitch because of ihe minimum inline pad 
pitch limitations. Effectively, the two center bond pads in 
Ihe inner rows have 278.0-micrometer pitch. 

The test die were fabricated anil tested for package qualifi- 
cation and I/O and ESI > performance. Over 500 parts w ere 
packaged and tested. The package (nullification yield was 
over HS'V and the parts passed :i5()l)Y I IBM ( human body 
model) ESD stress. 

Extendahilily Study 

As !»0-micronieter inline bond pad pilch with minimum pas- 
sivation opening of 75 micrometers becomes feasible, the 
radially staggered pad pilch can lie further reduced lo 
70-micrometer and later 50-micrometer effective pitch. 
These narrower pilches create a new set of issues for con- 
sideration. As the bond pad pilches are reduced, ihe I/O 
anil ESI) pilches are retimed as well. The finer pad pilc h 
reduces the interconnect metal bus widths, which would 




fig. i. Bxpe 
performance 



mental chip fabricated to test the I/O and KSl i 
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result in higher bus resistance. The 1/0 circuitry and ESD 
circuitry would increase in height at a much higher rate than 
the 1 10-to-88.°-micronieter conversions, since the smaller 
1/0 width limits the number of metal tracks that can be used 
for circuitry interconnects within the cell. In the case of the 
100-lo-84.25-mierometcr I/O pitch conversion, the I/O height 
was only increased by about 20 micrometers. However, in 
the case of 70-micrometer bond pad pitch, when the 1A ) pitch 
will be about (>"> micrometers, the I/O height increases from 
50 to 100 micrometers depending on the different 1/' • func- 
tionalities. Even With this amount of height increase in I/O, 
the new 70-micrometer staggered pad die would be about 
1 mm smaller on each side than the inline 90-micromeler- 
pitch die. It can be predicted that the :i0-iiiicroiiieter pitch 
would require ;i much larger increase in Ihe I < ) height and 
may face circuit layout limitations for metal interconnect in 
a three-layer-melal process. 

One solution to this problem would be to use processes with 
four or more metal layers. This will minimize Ihe resistance 
in the metal interconnect buses from the bond pads to I/O or 
ESD circuitry, and at the same time will reduce the I/O and 
ESD circuitry height and possibly minimize the internal cell 
routing limitations that would be present in the case of 
50-micrometec effective pad pitches, at the expense of a 
more expensive process. 

Conclusion 

This paper lias presented a description of a new methodology 
for Ihe implementation of radially staggered bonding tech- 
nology from Ihe standpoint of I/O pad circuit and ESI) struc- 
ture design. The algorithms by which the methodology can 



be implemented were presented. The issues of layout, place- 
ment, and routing for both the present design and lite future 
migration to finer pitch were discussed. 

This wire bonding solution was engineered with the goal of 
achieving die size reduction while minimizing the impact on 
cost and nianufact inability. As such, it is believed that the 
scheme offers a significant cost reduction opportunity on 
pad-limited [C designs. 
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A Miniature Surface Mount Reflective 
Optical Shaft Encoder 



The HEDR-8000 Series encoders provide two-channel medium-resolution 
encoding performance in a very small SO-8 plastic package. Their small 
size, reflective operation, and low cost enable customers to design them 
into applications that were impossible for earlier encoders, such as 
feedback sensing for the miniature motors used in copiers, cameras, 
vending machines, and card readers. 

by Ram S. Krishnan, Thomas J. Lugaresi. and Richard Ruh 



Imagine a position servo sensor so small thai ii can Til almost 
an yw h er e. Put it in a surface mount package and give it a 
price comparable to slot encoders that have much lower 
resolution. Suc h a sensor became reality with the introduc- 
tion of the HP HEDR-8000 Series rellective optical surface 
mount encoders (Fig. 1 ). 

The HEDR-8000 Series encoders deliver HP reflective opti- 
cal encoder technology in a surface mount package. They 
provide two-channel medium-resolution (75 and 150 lines 
per inch) encoding performance in a very' small SO-8 (small 
outline 8-pin) clear plastic package. The reflective technology 
of the HEDR-8000 Series encoders is inherently different 
from other HP encoder modules, which use transmissave 
technology with light passing through a codewheel or code- 
si rip. in the HEDR-8000 Series encoders, light reflects off 

the codewheel or codestrip, 

HP's shaft encoders (sensors that measure the position of a 
rotating motor shaft ) have always been hascd on optoelec- 
tronics, thus providing noncontael measurement and far 




FiK. L HPHEDR-8000 reflective optical surface mount encoder 



greater reliability than contact potentiometers. The first HP 
encoders were the HEDS-5000/6000 complete encoder pack- 
ages, introduced in 1979. In 1987 HP introduced the low-cost 
HEDS-9100 encoder module, a small optoelectronic package 
that must be combined With a coded wheel or strip to func- 
tion as a position sensor. A powerful feature of this encoder 
was that it could be assembled with a codewheel without the 
need for "phasing," or adjusting the position of the encoder 
to bring the output signals within the desired specification. 
The HEDS-9100 family quickly became the position sensors 
of choice in the computer peripherals market. But by 1989. 
low-cost Inkjet printers were introduced and needed a 
smaller, lower-cost solution. This led to the introduction 
of the HRDS-9700 family of encoders, which wen' smaller, 
less expensive, and ultrareliable. supported high-volume 
assembly, and offered excellent performance. 

The IIEDH-8000 Scries encoders were developed because 
new low-end printers required a smaller, less expensive 
encoder. Customers were redefining high-volume assembly 
capability to include surface immutability and infrared 
rellow oven solderability. The design objectives for the 
I IEDR-80(M) Series encoder project were low cost, surface 
mount capability, and medium resolution. 

The design was influenced by a new product introduced for 
front-panel applications, the IIP HHPU family, which proved 
that reflective sensors were not only feasible and inexpen- 
sive, but had the added advantage of slackabilily. that is. 
the codewheel or codestrip could be mounted on lop of the 
encoder module arid not "through" it, as required by the pre- 
vious transmissive models. This not only enhances the high- 
volume assemblability, but also allows the encoder to be 
placed in space-limited applications. 

The small size, rellective operation, and low cost of the 
IIEI)R-K(IOI) Series encoders enable customers to design 
them into applications that w ere difficult for earlier encoders, 
t )ne BUCh application is feedback sensing for the miniature 
motors used in copiers, cameras, vending machines, and 
card-readers. 

Fig. 2. shows the evolution of IIP optical encoders in cost 
and size. 
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Fig. 2. Reduction in Size and cost of HP encoders. 



Basic Operating Principles 

The HEDR-8000 Series encoders combines an emitter and a 
detector in a single surface mount SO-8 package. As shown 
in the block diagram. Fig. 3, the HEDR-S000 Series encoders 
have three key parts: a single LED light source, a photo- 
detector IC, and a pair of lenses molded into the package. 
The lens over the LED focuses light onto the codewheel, anil 
the image of the codewheel is reflected back through the 
lens to the photodetector IC. 

As the codewheel rotates, an alternating pattern of light and 
dark corresponding to the pattern on the codewheel falls on 
the photodiodes. This light pattern is used to produce inter- 
nal signals A and B and their complements A and B. These 
signals are fed through comparators to produce the final 
digital outputs for Channels A and B. 

The HEDR-K000 Series encoders' performance is character- 
ized by the quality and consistency of the two encoding sig- 
nals. Channel A and Channel B. These signals have a quadra- 
ture relationship so that, as the codewheel passes in one 
direction. Channel A leads Channel B. and as the codewheel 
passes in the other direction. Channel B leads Channel A. 
Fig. 4 shows the output waveforms. Although the HEDR- 
S000 Series encoders match HEDS-9700 resolution, they 
have generally lower performance than their iransmissive 
predecessors, in part because of smaller size and lower cost. 

Encoder Design 

The first steps in the design determined the lens sizes re- 
quired to gather sufficient light, the minimum detector IC 
size needed, and the minimum number of pins needed. A 
requirement was to use a standard surface mount package 
to allow customers to use standard assembly equipment 
such as pick-and-place machines. These requirements were 
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Fig. 4. Oul | nit waveforms of tl»' HKDR-StHK) Series encoders. 

traded off with the customers' need for a small, fit-anywhere 
size to arrive at the SO-8 package. However, the height was 
increased beyond the standard to allow for the proper optical 
focal length of the lenses, after it was determined that this 
did not interfere with the operation of standard assembly 
equipment. The low-cost objectives are achieved by using a 
transfer molding process to form the package and lenses all 
at the Same time. The plastic used to encapsulate the parts 
needed to be optically clear and transfer moldable. Not many 
such materials exist, but a moldable material was found that 
transmits about i>0% of the light at the LED's wavelength of 
700 nanometers. A book mold was built to mold prototype 
parts. 

Existing [Cs were used in early prototypes, and codewheels 
were made by photocopying a jail-bar pattern onto a reflec- 
tive mylar sheet and cutting out the disks. Amazingly, they 
worked! 

In its final configuration, an HEDR-8000 Series encoder con- 
sists of a clear plastic SO-8 package with two lenses located 
on the lop of the package. A slit-shaped light-emitting diode 
(LED ) that emits red light at 700 nanometers is under one 
lens and a silicon bipolar detector IC is under the other lens. 

Optical Design 

The reflectivity of the codewheel surface is an important 
factor affecting the performance of the HEDR-8000 Series 
encoders. The ideal codewheel reflective surface is a mirror 
that reflects almost all the light incident on it. The mirror- 
like property is specified by a measure called specular 
reflectance. Specular reflectance (or specularity) is the 
percentage of the incident light that is reflected back at an 
angle equal to the angle of incidence. This is the property of 
a surface not to scatter light. For example, a shiny surface 
with a rough finish will reflect most of the light incident 
upon it, but will also scatter the light, and therefore will 
have a low specular reflectance. The specular reflectance 
can be measured with a device called a scatterometer. For 
proper operation, a minimum of (50% specular reflectance is 
required in the reflective portions of the codewheel and a 
maximum of 10% specular reflectance is required in the non- 
reflective portions. For example, metalized mylar code- 
wheels having 85% specularity and nickel-plated stainless- 
steel codewheels with typically 65% specularity both 
perform well with the HEDR-8000 Series encoders. 

The HEDR-S0O0 Series encoder lenses are spherical and 
have a radius of curvature of about 0.7 nun. Different lens 
options such as aspherical lenses, cylindrical lenses, no 
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lenses, and others were tried by simulation- Spherical lenses 
were chosen for their ease and low cost of manufacturing 
and verification ( no null correctors required ). as well as 
their performance (significantly better than no lenses or 
cylindrical lenses). 

The performance of the part was simulated using ASAP, a 
ray -trace program, with manufacturing tolerances included. 
The results indicated that the HEDR-8UO0 Series encoders 
would work robustly over the normal manufacturing toler- 
ances, but the encoding performance would van because of 
these tolerances. 

ASAP was used to vary manufacturing tolerances such as 
die attBCh locations and lens dimensional variations. Cus- 
tomer assembly tolerances such as eodewheel gap were also 
simulated. These studies were used to determine the opti- 
mal lens radius and height. 

A critical design parameter is the included angle, defined as 
die angle (subtended by the radii of the lenses. If the lenses 
were complete hemispheres, the included angle would be 
ISO degrees. Once again, optical simulations were used to 
determine the optimum included angle* 

Detector GO 

The starting point for the the HEDR-8000 Series encoder 
integrated circuit was the existing two-channel integrated 
circuit used in HP's high-performance encoders. The chal- 
lenge was to take this basic design and reduce it in size to 
meet the low-cost objectives of the IIEDR-S000 Series 
encoders without sacrificing performance, 

The encoder circuit contains the following functions: 

Detection, implemented by photodiodes 

Amplification of photocurrents 

Production of stable bias currents 

( 'urrcnt-to-digital-ouipui-voliage conversion with hysteresis 

Provision for testability. 

The photodiode area was shrunk by a factor of 10 relative to 
the existing detector IC and the loss of signal was made up 
by increasing the lens magnification and i he amplifier gain. 

The amplifier was reduced lo one third of its original num- 
ber of devices by nailing off sensitivity I" transistor gain 
changes resulting from IC process variations. The I1EDR- 
S000 Series encoder amplifier has a very large dynamic 
range and can work with a wide range of photocurrents. 
Common-mode rejection is provided by using a differential 
input configuration. 

For the I1EDR-S000 Series encoders, a new hysteresis cir- 
cuit was designed using a geometric offset in the emitter 
instead of using a resistor as in the previous circuits. This 
allowed the removal of two large resistors while maintaining 
the function of the circuit. The hysteresis was found to per- 
form better than the original circuit over temperature and 
V(t variations, but is more sensitive lo variations in the IC 
fabrication process. 

No changes were made to the other functions. 

Hie deli', tor !< is a ">Y bipolar device; BSg. 5 shows a partial 
layout and Fig. (i shows the equivalent schematic circuit. 

The circuit uses one or more sets of two photodiodes lor 
each channel. The number of sets depends on the resolution 
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or the particular model. For example, the T.vline-per-inch 
version has one set (a total of four photodiodes) and the 
150-line-per-inch version has two sets (a total of eight photo- 
diodes). The photodiodes in each set are laid out next to 
each other and labeled A. B, A, and B, in that order. If there 
is more than one set. the pattern repeals. The photodiodes 
are placed so that the image of each set spans the pitch of 
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the codewheel. that is, the width of each photodiode is a 
quartet of the codewheel pitch. The width of the photodiode 
at lite detector IC is reduced by the magnification factor of 
the lens, which is 4/3. Thus, for the 150-linc-per-inch version, 
the photodiode width is 0.0013 inch. This reduced photo- 
diode size allows a reduction in the size and therefore the 
cost of the detector IC. 

The A and A photodiodes together produce the A channel 
output and the B and B photodiodes together produce the 
B channel output, 90 electrical degrees apart from A. The 
layout of the photodiodes is such that the A and B photocur- 
rents are 90 electrical degrees apart in phase, the A and A 
photoeurrents are 180 electrical degrees apart in phase, and 
the B and B photoeurrents are 180 electrical degrees apart 
in phase. The A and A photoeurrents are amplified and fed 
into a comparator. The comparator's output, which mirrors 
the encoder's output, switches high when the A photocur- 
rent is greater than the A photocurrent , and switches low 
w hen the A photocurrent is less than the A photocurrent. 
This push-pull operation allows consistent performance 
despite changing LED performance (which happens over 
time and varying temperature conditions). If there is more 
than one set. of photodiodes, the photoeurrents from all of 
the A photodiodes are averaged, and similarly for A, B, and 
B. thus minimizing the effect of codewheel irregularity. 

Crosstalk between the two output channels is minimized by 
using an internal capacitor to slow the output transistor fall 
time to about 100 ns and by separation and shielding of sen- 
sitive signals. 
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Fig. 7. Performance curves for the 75-line-per-ineh encoder. 



The circuit is designed so that one of the photoeurrents 
must be greater than die other by 10% to cause a change of 
output state. This hysteresis effect is important in prevent- 
ing oscillations for the case when currents from A and A are 
exacdy equal and spurious noise can cause a change in the 
output state. 

The detector IC design is flexible enough to allow resolutions 
of 08 lines per inch to 200 lines per inch, with a change in the 
photodiode pitch. 

Performance 

The IIEDR-8000 Series encoders are very tolerant to radial 
misalignment, tangential misalignment, axial play of the 
.shaft on which the codewheel is mounted, LED current, and 
codewheel/codestrip gap. Fig. 7 shows typical performance 
for the 75-line-per-inch version. 

Manufacturing 

The HEDR-8000 Series encoders required completely new 
processes for manufacturing. It was decided at the outset 
that key processes such as transfer molding of the package 
would be developed in San Jose, California and then installed 
in Singapore after the bugs were worked out. However, an 
important distinction from previous encoder lines was that 
the entire manufacturing line would be set up in Singapore 
from the beginning. The line was set up to produce small 
volumes so that customers could begin to design the IIEDR- 
8000 Series encoders into their applications. The theory was 
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that by the time customers were ready to buy the encoders 
in volume, a high-capacity line would be in place. 

Project Management Issues 

Many HEDR-8000 Series encoder customers are in Japan, 
the manufacturing line is in Singapore, and most of the 
development staff is in San Jose. Such projects are compli- 
cated by their logistics, not to mention the different cultures 
and time zones. A good many trips were made to -Japan ;in<l 
Singapore, and these went a long way to improve personal 
relationships among team members and move the project 
along in its difficult times. 

The project also experimented with two new concepts. One, 
called iterative product development, involved building pro- 
totypes mid presenting them to key customers for evaluation. 
A firm product definition was avoided until the prototypes 
S<>! to a stage where the customers were clearly delighted 
with the concept. At this point, the product specification 
was finalized and the development began in earnest. 

The second experiment involved producing parts on tempo- 
rary or low-capacity tooling. The intent was to speed up 
market entry and subsequently develop a high-volume line 



while the customers evaluated the product in their 
applications. 
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The Global Positioning System and 
HP SmartClock 



The U.S. Department of Defense Global Positioning System 
has inherent problems that limit its use as a source of timing. 
HP SmartClock is a collection of software algorithms that solve 
or greatly minimize these problems. 

by John A. Kusters 



The Global Positioning System, or GPS, was designed as a 
ranging system that uses known positions of satellites in 
space to determine unknown positions on land, on the sea, 
in I he air, and in space. GPS is a passive system in which 
each satellite transmits its position and the lime of the posi- 
tion message. No information about the user or the user's 
receiver is required for a determination of die user's instan- 
taneous position and velocity (navigational use) or for deter- 
mining lime at the user's receiver (time transfer use), 

GPS was initiated by the United States Department of 
Defense in 1973. The system was recently declared fully 
operational by the United States Air Force. Twenty-four sat- 
ellites currently make up the GPS constellation: four satel- 
lites in each of six planes spaced sixty degrees apart and 
inclined at 55 ' to the equator. Each satellite Gardes multiple 
atomic clocks, either cesium or rubidium, for redundancy 
and reliability. One of the clocks is declared operational 
for timekeeping purposes. Bach satellite is also monitored 



by several ground reference stations to maintain accuracy, 
lltimate timing accuracy is determined by the United States 
Naval Observatory (USNO) master clock. Fig. 1 shows the 
three segments of the GPS system: the satellites in space, 
the monitor and control function, and the user population. 

Hewlett-Packard Company has been involved with the GPS 
program since its beginning. .'Ml of the frequency standards 
at the individual ground reference sites are HP 5061A cesium 
beam frequency standards. Most of the cesium standards at 
USNO are the newer HP 5071A primary frequency standard. 
Many other sites around the world also monitor GPS on a 
continuing basis. Virtually all of these also use one or both 
of the HP cesium standard models. HP has actively supported 
experimental uses of GPS with equipment and technical 
expertise, hi addition, several former HP scientists were 
among the first to realize the full commercial utility of the 
GPS system. 
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Fig. L The three segments of the 
GPS system. 
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As participants in the GPS program, we were aware of its 
implications to our primary frequency standard product line. 
\V( were also aware that we had technologj that COIB|)kfHK»- 
ted the GPS (eclmology in many areas. A natural progression 
was to explore what we could potentially do with (iPS in the 
areas of time and frequency standards and measurement 
techniques. 

In 1W2. one of our customers in the electrical power industry 
contacted HP al>out buying one of our cesium standards. 
At the time, given the nature of the power industry in North 
America, we were surprised that this utility felt it needed the 
precision of a cesium clock. How does one correlate needs 
at 60 Hz with a precision in the cesium standard of parts in 
10 15 ? We visited them, and found thai their need was not for 
60 Hz but to precisely measure a wide variety of commercial 
GPS receivers to attempt to solve a major problem in their 
power system. This company generates power at various 
hydroelectric sites. When power lines fail, as they do. usually 
in the worst of weather, immediate knowledge of the location 
of the failure is essential to fix the problem. A key fact is 
that when the line fails, a traveling wave is generated at the 
failure and propagates on the power lines to power substa- 
tions in both directions on die power line. If the utility could 
precisely time the arrival of the traveling wave at two or 
more substations, then the failure location could be deter- 
mined. This requires that each station maintain the same 
time, and that this time be accurate to about 300 nanosec- 
onds imder any weather conditions. The only global timing 
system that meets these requirements today is GPS. 

Looking at the advertisements from many different GPS 
equipment vendors might give one the feeling that GPS is 
the answer to any navigational or time transfer need, GPS is 
\iewed by many as the next utility. But, GPS as a utility has 
problems just as do the power and (he telephone utilities. 

System Problems 

To meet navigational, surveying, and time transfer needs, 
each of the GPS satellites broadcasts its position and time. 
However, the message broadcast is not necessarily accurate. 
The position of a satellite, its ephemeris, is not exactly 
known and made available to the public until 18 hours after 
it is broadcast. Much more serious is a characteristic of (iPS 
thai allows the I'.S. Department Of Defense to degrade either 
the time message or the epheineris or both. Collectively, the 
degradation is known as selective ttriiilaliilitt/. or SA. SA is 
jitter that is deliberately introduced into the system to reduce 
its overall accuracy for nonmilitary users. Users of the Stan- 
dard positioning service (SPS) of GPS, therefore, cannot 
achieve full system accuracy. SI'S is specified to provide 100 
meters horizontal positioning accuracy. 156 meters vertical 
accuracy, and 3-10 nanoseconds lime transfer accuracy. 9896 
of the time. 1 A graphical representation of this is shown in 
Figs. 2 and 3. 

United Stales military and other authorized users with the 
proper security keys can access the preci.sr ptisilioiiiny 
sendee | PPS) of GPS. PPS is specified to provide 16 meters 
spherical position accuracy anil 100 nanoseconds time 
transfer accuracy. 

System errors are a product of the stability of a particular 
Satellite's Clock, the predictability of its orbit (epheineris), 
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Fig. 2. ( IPS horizontal errors over a 24-hour period using SPS 
(from reference 1). 

and errors in the satellite messages. Under most circum- 
stances the combination introduces a timing uncertainty of 
10 to 50 nanoseconds. 

A major problem occurs when a satellite malfunctions and is 
not identified as bad in the satellite message, or when wrong 
or inaccurate data is sent from the ground control station to 
die GPS satellites. Effects on the user's data can be signifi- 
cant, with timing errors approaching many milliseconds and 
positional errors up to several thousand meters. The only 
protection for the user seeking continuously accurate time 
and frequency is to use a receiver that has been specifically 
designed to be a liming reference and provides Continued 
operation without degradation of lime If either the GPS sys- 
tem becomes inoperative or bad data is broadcast from the 
system. 

Propagation Problems 

(iPS satellites are in a half-geosynchronous orbit. They take 
essentially 12 hours to circumnavigate the earth at an alti- 
tude of 10.000 miles. Signals from the satellites propagate 
through the ionosphere and the earth's troposphere before 
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reaching the user's OPS receiver. Losses and signal delays 
through I he ionosphere can be large when solar act ivity is 
high. Other losses and signal delays occur because of local- 
ized weather conditions. A standard model for ionospheric 
lime delays is contained in the satellite message, but il is 
only about 50% accurate. Timing delays caused by iono- 
spheric and Iropospheric effects can approach several tens 
of nanoseconds. Further errors can occur in Ihe receiver 
because of errors in the processor's calculation of the iono- 
spheric model. 

Receiver Problems 

Propagation effects and computational errors axe also seen 
in the OPS receiver as timing biases that are a function of 
the receiver design. These are usually estimated by the OPS 
designer and proper compensation is provided. However, for 
critical applications, additional calibration of an individual 
receiver might be required. If properly designed, receiver 
bias is usually less than 20 nanoseconds. 

User Problems 

User installation problems can resell in further degradation 
of positional dala and timing data. Most OPS receivers are 
i a|iable of providing latitude and longitude wilh sufficient 
accuracy lo obtain good liming. There is little correlation 
between latitude and longitude errors and liming errors, 
as long as the positional error is less I ban 10(1 meters. The 
problem is that errors in altitude eorrelale strongly wilh 
liming errors, and altitude errors are usually greater than 
latitude and longitude errors. Correlation plots are shown 
in Figs. 4 and 6.: 

Another major problem is that GPS determines its position 
and time at the antenna, rtol at the receiver. Additional delay 
muSl be introduced by the user to account Tor antenna prop- 
agation delay and the delay of any further cabling used to 
deliver the timing signal to the user. Timing errors are de- 
pendent on the length of the antenna cable. The length can 
be greater than -'500 meters, so liming errors greater than 
1 microsecond are possible. The most effective method is to 





-50 0 50 100 

Receiver Clock Bias Error (m) 



150 



Fig. 5. GPS measurement, ID-second samples, showing strong cor- 
relation between vertical error ami time error (from reference li). 

measure Ihe actual electrical length of all cables after instal- 
lation, using lime-domain reflectometry techniques. 

Antenna siting is another potential problem. If strong radio 
frequency reflectors are in the vicinity of Ihe anlenna. mull i- 
path reflection of Ihe OPS signal may occur. Because ofmul- 
tipath, the receiver receives two or more signals from Ihe 
same satellite, bul with different lime delays. Without prop- 
er consideration of mullipalh and effective receiver and 
antenna design lo minimize ils effects, liming errors up to 
oil nanoseconds can be seen. 

System and user timing errors are summarized in Table I. 
The values shown are generally worst-case. 



Table I 
GPS Timing Errors 

Specification or Expected Error 

± 340 ns (at 95%) 

up to 40 ns 
up to 20 ns 

10 ns to system inoperative, 
dependent on severity 



Cause 

OPS System 

Propagation 

Ionosphere 
Tn i| losphere 
Solar - Flares 

User 
Receiver 

Horizontal Position 

Errors 
Vertical Position 

Errors 
Anlenna 

Mullipalh 
Environmental 



< 20 ns 

negligible if self-survey is used 

3 ns per meter of altitude error 
up to 3 ns per meter of antenna 

length error 
up to 50 ns 
up to 15 ns 
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Fig. 4. HPS twasiiivnii'iit, lii-semml sampli'S. showing Mule correla- 
tion between horizontal error and time error (from reference 2). 



Another consideration in antenna siting is that Ihe desired 
location for the antenna may be in the near-field radiation of 
another transmitter and antenna. The received strength of a 
typical OPS signal is about — 134 dBm. Many microwave 



62 December \m\ iii-wii-u-pac-kani Journal 

© Copr. 1949-1998 Hewlett-Packard Co. 



systems, cellular telephone transmitters, and other wireless 
systents liave frequency components and overtones suffi- 
ciently near the GPS LI frequency. 1575.42 MHz. to overload 
the receiver front end. If the signal strength of the interfering 
source is sufficient, GPS signals cannot be received. The 
best solution is to find a site where the GPS antenna is not 
in the near-field radiation pattern of the interfering source. 
This may compromise the elimination of multipath. It may 
also lie necessary to filler all out-of-band signals at the 
antenna or at the receiver's from end. 

HP SmartClock 

Of all the error sources discussed above, the most serious 
are I he system errors. Selective availability is subject to 
change at any lime. Errors in the satellite message, satellite 
problems, and other system problems are still observed 
occasionally even though the system itself is now fully 
functional. Further problems occur because of the satellite 
geometry and the antenna location. Because of a marginal 
location, periods may occur when too few satellites are 
observed to get the desired positional and timing accuracy. 
Loss of satellites may also occiu - because of antenna prob- 
lems. Antenna leads can be damaged or cut. Snow load on 
the antenna can reduce its sensitivity. Large birds have been 
known to perch on the antenna. 

In our investigation of the GPS system and its potential use 
as a source of timing, we have developed a collection of 
software algorithms that solve or greatly minimize these 
problems. The overall collection is called HP SmartClock. 3 

HP SmartClock Instruments 

HP SmartClock techniques have been used in a wide variety 
of applications and have resulted in a spectrum of IIP prod- 
ucts to serve the needs of the general timing population. 

The IIP B8B03A GPS time and frequency reference receiver. 
Fig. 0. is designed to meet the timing and control needs of 
small calibration laboratories and the general need for high- 
precision frequency and timing without buying a cesium 
standard. It generatesprecise 10-MIIzand 1-pps signals and 
incorporates an RS-232 or RS-422 port for monitoring and 
control. 




Fig. u. Mi 1 5&>03A GPS time snd frequency reference receiver 




Fig. 7. HP 5955 1 A (iPS measurements synchronization module 

The HP 59551 A GPS measurements synchronization module. 
Fig. 7. is designed to meet specific needs of the power gen- 
eration and distribution community. It provides a 1-pps sig- 
nal, IR1G-B, and three channels of high-precision event time 
lagging. 

The IIP 55300A GPS telecom primary reference source, 
Fig. 8a. and the HP 55400A network synchronization unit, 
Fig. 8b, are designed to meet specific needs of the commu- 
nications industry. 

Supporting these units are a wide variety of special hardware, 
antennas, line amplifiers, lightning arresters, fiber-optic dis- 
tribution amplifiers, and special mounting options to meet 
the needs of specific industries. 

Enhanced GPS 

When GPS is the reference source for timing, the effecls of 
selective availability (SA) can be greatly minimized. Obser- 
vations of the spectral characteristics of SA show that it has 
a correlation peak at about 400 seconds. 1 Thus. an> filler 
that attempts to reduce SA must have time constants that 
are significantly longer than -100 seconds. Eulimiml GI'S is 
:ui HP SmartClock digital filtering technique that exploits 
the observed correlation peak. When properly designed and 
matched to ;ui internal frequency reference source, a filter 
can greatly reduce the effects of SA. The standard specifica- 
tion for SA is 170 nanoseconds rms (340 its at the 05% level). 
In a GPS timing receiver using a high-precision quartz oscil- 
lator such as the HP 1081 1D/E, the t ins deviation can be 
reduced to below 30 nanoseconds. With atomic oscillators 
such as rubidium or the HP 5071A primary frequency stan- 
dard as a reference, the mis deviation can be further reduced. 
Experimental results with the IIP 507IA have shown an rms 
deviation of about 2 nanoseconds, an 85-fold reduction in 
the effect of SA.'"' Fig. 0 shows the effect of the SA filter. 
The black lilies indicate the time instability of the ( iPS tinting 
signal even after filtering with a (i-channel receiver and aver- 
aging over -'KIO one-second samples. The white line shows 
the results of using the SA filter to reduce the amoiini of SA. 
In this case, the SA filtered data shows a 2. 1 nanosecond rms 
scatter. 
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Fig. 8. (a) HP 553WA GBS telecom primary reference source, 
(b) BPS6400A network synchronization unit. 

The key is that the spectral characteristics of SA and the 
time-domain Stability characteristics of the oscillator used 
must be matched through the types of fillers and the loop 



time constants used in the various control loops. Each oscil- 
lator type has a unique filter technique that optimizes the 
reduction of SA. 

Enhanced RAIM 

Receiver tiutiinmnnns integrity miiiiitnring (RAIM) is a 
series of algorithms that continuously check each satellite 
against all others under observation. RAIM can take many 
forms. The < IPS engine used in 111' timing modules has its 
own version, T-RAIM, or time-RAIM. The IIP liming receivers 
have an extra layer of RAIM that checks timing information 
received from the (IPS engine against its own timing derived 
from a precision oscillator. Algorithms monitor the overall 
health of the timing module, its timing signal, and the signals 
received from the (iPS engine to determine when enhanced 
RAIM needs to be implemented to preserve the overall liming 
accuracy. 

Enhanced Learning 

During normal operation, the internal precision oscillator, 
usually a quartz oscillator, is phase-locked to the GPS signal 
by comparing the time difference between the l-pps (pulse- 
per-seeond) signal from the GPS engine to a similar signal 
derived from the reference source. A block diagram is shown 
in Fig. HI. While locked to the GPS system, HP SmartClock 
employs culm need learning to measure the aging and envi- 
ronmental response of the internal reference source. Over a 
period of time, changes in the oscillator frequency caused 
by either aging or temperature changes are accurately mea- 
sured using as a reference the signal from the GPS engine as 
derived from the enhanced GPS algorithm. Cbmiges caused 
by humidity or pressure are minimized bj using a hermeti- 
cally sealed oscillator. 

Long-term changes, those occurring over a period of many 
hours, are related to the aging of I he internal oscillator. 
Frequency changes also occur as a function of temperature. 
These are measured and stored in internal memory. Con- 
stants related lo the aging of the oscillator are stored in 
RAM and are redetermined each time I he receiver is turned 
on. Constants related to temperature performance are 
stored on EPROM, since temperature performance does not 
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Fig. 9. Timing data taken -it the 
U.S. National Institute of Standards 
and Technology (NIST) using HP 
SmartClock. The black lines repre- 
sent the effect of SA (selective 
availability) iifter extensive averag- 
ing using a B-cliannel tiPS receiver 
and 300-secOttd data averaging. 
The white line in the center repre- 
sents the output of the SA niter. 
( tbserved mis deviation of the SA 
filtered data is 2.1 ns (from 
reference 5), 
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Holdover Mode 




Output 



Fig. 10. Block diagram of the HP Smart ('lock hardware. Over an 
extended time period, a signal derived from the oscillator is com- 
pared CO the reference. The reference can be GPS. or another 
signal deemed sufficiently accurate to use as a reference. The 
phase-locked loop locks the oscillator to the reference. Frequency 
change signals sent to the oscillator are stored and analyzed by the 
mentor)- and aging prediction algorithm. 

substantially change during periods when the oscillator is 
not powered. 

Normal Operation 

Normal operation of the HP tinting modules involves initial 
acquisition of four or more GPS satellites to accurately 
determine the geographic position of the antenna. Initially, 
the timing module uses a short time constant to control the 
oscillator. Tltis facilitates accurate time setting of the module. 
Following a series of checks of the overall operation of the 
module, the time constants incrementally increase to their 
final values. This usually takes front 2 to 18 hours. At this 
point . the timing module is fully functional and meeting all 
of its specifications. 

While still locked to GPS. HP Smartt'lock technology in the 
timing module starts learning the characteristics of the in- 
ternal precision oscillator. The learning algorithm requires 
two full days of data lo ensure that an adequate determina- 
tion of the aging can be made. Learning never stops as long 
as the unit is powered and locked to GPS. Data from the 
most recent -18 hours is stored in RAM. Older data is dis- 
carded. 

While locked to GPS, the module shares the long-term stabil- 
ity ol'GPS. Short-term, the timing module stability is directly 
controlled by the short-term stability of the oscillator used. 
A typical stability curve is shown in Fig. 11. 

Frequency accuracy is essentially independent of most of 
the errors discussed above. The output of a GPS engine is a 
1-pps signal. This is compared directly lo a similar 1-pps 
signal derived by direct division of the oscillator signal. The 
comparison Is made using consecutive 1-pps signals. All of 
the 1-pps signals from the GPS engine are affected equally 
by all of the error terms mentioned above. Therefore, to first 
oi ilcr. all of the errors discussed above cancel. For averaging 
limes greater than 21 hours (86.400 seconds), the frequency 
accuracy is better than 1 x 10" '-. 

For the same reason, timing stability is essentially indepen- 
dent of the errors discussed. However, liming accuracy is 
directly affected by the errors discussed previously. Assuming 



Universal Time Coordinated (ITC) 

A continuing misconception is that the GPS system presents a timing 
signal that is always directly related to Universal Coordinated Time or 
UTC UTC is a global collection of highly accurate atomic clocks and 
astronomical observations, coordinated and maintained try the Bureau 
International Des Poids et Mesures IBIPM) in Pans, under the Interna- 
tional Treaty of the Second (Fig 1 1 Many GPS receive! specification 
sheets state that the receiver is accurate within 100 nanoseconds of 
UTC The problem is thai the timing accuracy of the GPS system, or GPS 
time, is controlled by the United States Naval Observatory (USN0) USN0 
is a major contnbutor to the BIPM time base. The Naval Observatory has 
the charter to maintain the GPS system to within 1 microsecond of UTC 
During the past year, the standard deviation of GPS time with respect to 
UTC was less than 10 nanoseconds The observation is that most of the 
time. GPS time is very near to UTC time. However, this can be changed 
by the USN0 as military needs dictate. 
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Fig. 1. Component clocks in the BIPM time base HP clocks represent 71 % of 
the clocks (0SA and FTS are other cesium standard manufacturers! and over 
82% of the weight in defining Atomic Time International |TAI|, the size of the 
second in the UTC time base Ifrom reference 1 . 12/28/95.1 

Reference 

1 Bureau International des Poids et Mesures. Circular T Bulletin, issued every 
two months. Pans. France. 
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Ihal all of llu> user-controlled errors (Table I) are negligible. 
IIP SmartClock liming modules with quartz oscillators 
achieve liming accuracies better than 1 10 nanoseconds al the 
95% level As aii example of tliis, Fig. 12 shows data taken 
using an HP 59551A liming module by the United .Stales 
Naval ( )bservalory. This data was taken using a direcl 
measurement between the I'SNO master clock and the 
l-pps output of the IIP 595:") 1 A. The peak-to-peak deviation 
is 11)1) nanoseconds. The average offset is 2(1 nanoseconds. 
The offset is the result of a 10-nanosecoiid receiver lime 
bias and a known offset of GPS from the l 'S\( ) master 
clock of another 10 nanoseconds. 

Neglecting the GPS-UTC (I'SNO) offset, over this period, 
the timing module easily met its timing specification of 
± 111) nanoseconds. Actual data showed Ihal compared to 
the master clock, the timing module was within less than 
± 70 nanoseconds, with an mis jitter of 16.7 nanoseconds. 
The maximum deviation of the l-pps signal was less than 
0 nanoseconds ox er any one-minute period. The standard 
deviation was less than 1.8 nanoseconds over any one- 
ininute period. 

As determined from the l-pps data, the 2-1-hour average 
frequency offset was 4.0 x 10 ~ ™ 

Holdover Operation 

< iccasionally, the GPS reference signal is not available. The 
antenna may become unusable because of weather, broken 
or damaged cable, or other causes. The receiver may tempo- 
rarily lose track of the satellites. The satellite system may 
receive a bad data upload, or otherwise be unavailable be- 
cause of military needs. Whatever the cause, during loss of 
the reference, accurate tinting signals must still he generated 
and used to control customer equipment. 

During the loss of the reference. HP Smart Clock uses all of 
the data learned previously about the oscillator to control 
the oscillator to maintain all timing outputs at essentially the 
same level of precision as that obtained while locked to the 
reference. This form of operation is called hnldori'i: 



Fig. 12. I > i !•*-<■ t nu'OMiiT-mriil n| 

the Upps output of the hp 

5958 1 A 1 IPS measurements syn- 
chronization module against the 
I'SNO master Hock. 

A control loop tracks temperature changes in the module 
and computes the correct offsets for the oscillator to remove 
temperature effects. Another loop tracks elapsed lime and 
computes additional offsets for the oscillator to remove any 
aging effects. < llher loops continue to monitor the (il'S en- 
gine to determine whether normal operation can be resumed. 

Normal specification requires that during holdover, the mod- 
ule maintain frequency accuracy to better than 1 x 10 ~ 10 
and accumulate timing errors no greater than 8.0 microsec - 
onds for the first day of holdover, after three days of learning 
time. Actual performance is highly dependent on I he overall 
length of learning time av ailable before holdover. The longer 
the learning period, the more stable the oscillator, and the 
more accurate the prediction. 

Fig. l-!i illustrates the effects described above. In this case, 
the value plotted in light gray is the electronic frequency 
control signal that steers the oscillator. 

This unit had previously been operating for several weeks. 
Al the start of this lest, we cleared the memory of previously 
learned data, then started the oscillator re learning. Al the 
end of day 3, we retrieved all of the learned data, including 
the predicted future performance of the unit. 

During the next three days, we compared actual Operation 
(the light gray curve) to the predicted operation (the dark 
curve), hi our experience, this becomes the most accurate 
way of determining the quality of the prediction in all cir- 
cumstances. We could simply disconnect the antenna, then 
watch what happens. However, it becomes difficult to deter- 
mine the cause of any unexpected time or frequency error. 
The data shown in Fig. 13 is a more accurate second-to- 
second picture of overall performance. 

Comparing actual to predicted performance allows an easy 
determination of both the expected frequency offset and 
accumulated timing errors. The assumption is that both 
were perfect at the start of the comparison. 
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The data shows a diurnal variation caused by changing tem- 
perature. The unit was operated in a normal room environ- 
ment During the night, the room's climate control was 
turned off. causing a decrease in room temperature. The 
large dip in the curve at the start of the experiment marks 
the start of a weekend, when a much larger temperature 
change was seen 

Computed values show that at the end of day 4. die first day 
in simulated holdover, the frequency error was 2,04 x 10 ~ 1 1 
and the accumulated time error was 1.74 microseconds. 
At the end of day 0, the third day in simulated holdover, the 
frequency change was 4.07 x 10 ~ 11 and the time error was 
7.5 microseconds. 
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The Third-Generation HP ATM Tester 



Breaking away from the traditional bounds of transmission and protocol 
analyzers, the HP E5200A broadband service analyzer redefines the way in 
which the interactions between protocol layers at multiple points in the 
network are analyzed and presented, leading to the new concept of 
service analysis. 

by Stewart W. Day, Geoffrey H. Nelson, and Thomas F. Cappellari 



Tin' HP E5200A broadband service analyzer ( Fig. 1 ) is 
Hewlett-Packard's third gent-ration of ATM test equipment, 
focusing in particular on the analysis needs of ATM service 
deployment. 

HP's first -general ion tester was called the Series BO. II com- 
bined extensive SDH/SONET transmission lest capability 
with the world's first ATM test capability. The addition of 
higher-layer protocol testing and more complex ATM confor- 
mance testing resulted in the second-generation HP tester 
called the Broadband Series Test System (HSTS). The BSTS 
has been Involved in almost every major ATM field trial 
around I he world. 




Fig. l. The Hi' B520OA broadband service analyzer Implements the 
new concept of service analysis, incorporating hardware, software. 
Wd usability advances aimed specifically at testing ATM services. 



Now that ATM is progressing from the early field trial phase 
into the deployment of revenue generating serv ices, the re- 
quirements for ATM test equipment haw changed. To meet 
these requirements, HP's Australian Telecommunications 
Operation has developed the concept of snrirr analysis. 
The HP E5200A broadband service analyzer implements the 
sen ice analysis concept. incorporating hardware, software, 
and usability advances aimed specifically at testing ATM 
services. 

Market Evolution in ATM Testing 
HP has been developing test equipment for ATM since this 
technology first started to gain acceptance in Europe in the 
mid-l!)80s (see Fig. 2). It was at this point that the industry 
stalled to see the potential for an integrated public broad- 
band network infrastructure, the Broadband Integrated 
Services Digital Network (B-ISDN). 

HP first became involved in ATM testing in 1 !)f>S when a teani 
from the HP yueensferry Telecommunications Division 
(QTD) in Scotland joined a European Community research 
program called RACE (Research into Advanced Commu- 
nications in Europe). The team joined a RACE project called 
PARASOL, which was a precoinpetitive collaboration be- 
tween HP and research teams from a number of other Euro- 
pean organizations. These organizations included a cross 
section of public telephone service providers, network 
equipment manufacturers, universities, and specialist soft- 
ware houses. The primary goal of the project was to re- 
search the test and measurement requirements of B-ISDN 
equipment and networks being developed by other RACE 
projects, and develop a lest tool to support this work and 
verify ils operation. A great deal of knowledge and experi- 
ence was gained by all parlies and a prototype product ful- 
filling these needs was developed and used successfully. 

By the end of the PARASI )|. project in [892, however, it had 
become obvious that ATM was gaining worldwide accep- 
tance. The ATM Forum was forming ami a competitive ATM 
marketplace was taking shape. This made c< mlinued collab- 
oration unfeasible for IIP. Therefore, in lale 1992. HP's Aus- 
tralian Telecom Operation (ATO) launched the world's first 
Commercial ATM test equipment, the HP 75000 ATM Series 
90. This tester was based on the highly successful Series 90 
SONET/SDH R&D testers and primarily allowed physical 



68 Dw-imiiIkt \m\ Ili'wIcit Packiinl Journal 

©Copr. 1949-1998 Hewlett-Packard Co. 



Glossary 



The following are definitions of some of the terms used in this article 

AAL ATM Adaptation Layer The AAL translates services from their 
native format, such as variable-length frames, into fixed-size ATM cells 
It returns the service data to its original form at the destination 

ATM. Asynchronous Transfer Mode A transmission technology that 
provides high bandwidth, low delay, packet switching, and multiplexing 
Usable capacity is segmented into ATM cells that are allocated to ser- 
vices on demand ATM is designed to handle a variety of service types, 
such as data, voice, and video. 

BECN. Backward Explicit Congestion Notification A bit in a Frame Relay 
header that indicates that frames transmitted on this connection may 
experience congestion (backward notification of congestion! 

BITS Source. Building Integrated Timing Source. A reference clock, 
typically distributed throughout public networks, that is used to synchro- 
nize network elements. 

Cell. ATM cells have a fixed size of 53 bytes They consist of a 5-byte 
header that carries routing information, and a 48-byte payload that car- 
ries service data. 

FECN. Forward Explicit Congestion Notification. A bit in a Frame Relay 
header that indicates that the current frame has encountered congestion 
over the connection (forward notification of congestion). 

Frame Relay. A variable-size packet service operating from 56 kbits/s to 
2 Mbits/s. Frame relay can efficiently transport high-speed, bursty data, 
but does not support services that are highly sensitive to transmission 
delay (such as voice). A number of Frame Relay services can be multi- 
plexed onto a high-speed ATM connection. 



LAN. Local Area Network A short-distance data communications net- 
work, typically within a building or campus A LAN service can be trans- 
ported directly over an ATM connection or a lower-speed WAN technol- 
ogy such as Frame Relay or SMOS 

Multiplexing. Merging several different signals into one source and 
separating them at the destination 

PCR. Peak Cell Rate PCR is one example of a traffic parameter speci- 
fied in a contract between an ATM network operator and a customer As 
long as the customer's service does not exceed the specified PCR, it 
should not incur any cell loss. 

SMDS. Switched Mulnmegabit Data Service. A high-speed, public, 
packet-switched data service. SMDS extends LAN capabilities over 
wider areas. A number of SMDS services can be multiplexed onto a 
high-speed ATM connection 

Stratum-3 Reference. A highly accurate and stable reference clock, 
used in network equipment and communications test equipment. 

SWG. Sub-Working Group. A group of people within a standards orga- 
nization who propose new standards or recommendations. 

VC. Virtual Circuit. An ATM connection between two endpomts. identi- 
fied by a VPI/VCI. 

VP. Virtual Path. A collection of virtual circuits, grouped together for 
routing purposes, sharing a common VPI 

VPI/VCI. Virtual Path Indentifier/Virtual Channel Identifier A field in the 
ATM cell header that provides routing information 

WAN. Wide Area Network. A network that operates over an extended 
geographic area. ATM, Frame Relay, and SMDS are examples of WAN 
technologies 



layer and ATM layer test ins at OC-.'VSTM-l rates, followed 
soon after by DS3. The Series 90 is essentially a transmis- 
sion system tester with detailed SDH/SONET overhead test 
features. Subsequent ATM dev elopments added concate- 
nated payload capability at OC-12c/STM-4c rates and. more 
recently. OC-48c/8TM-16c rates, making the ATM Series 90 
the world's only real-lime ATM tester at 2.488 (ibits/s. 

The ATM Series 90 was a great success, helping HP to build 
strong global relationships with key ATM customers. It soon 
became clear, however, thai wilh the speed of technological 



developments in ATM, there was a strong requirement for 
features beyond those that the Series 90 could support. HP's 
Idacom Telecom Operation ( ITO) in Canada had been devel- 
oping WAN testers for the X.25, Frame Relay, and SMDS 
Standards, With ATM also being their next step, it was de- 
cided to combine ITU's higher-layer prolocol expertise with 
ATO's expertise in ATM transport and develop a dedicated 
and extremely powerful ATM tester. The resultant Broad- 
band Series Test System ( BSTS) was a success in the R&D 
ATM test markel from lale 1993. gaining universal acceptance 
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Fig. 3. Flow control across protocol layers. BCR stands for peak 
i ell rate. 

as the reference tester for ATM developments with almost 
every telecom operator and network equipment manufac- 
turer throughout the world. Today, the BSTS continues to 
lead the way in HMD ATM test with support added lor con- 
formance test suites and now MPEG-2 video over ATM. 

With ATM starting to move out of the R&D lab to early Held 
trials and carriers throughout the world announcing plans 
for commercial ATM deployment, III 1 again saw the need to 
develop test equipment targeted directly at this new phase of 
the ATM life cycle. ATM features have been added by the HP 
Queensferry Telecom Operation (QTO) and the HP t'erjac 
Telecom Operation (CTO) lo their transmission test instru- 
ments for use in installation and maintenance Of the core 
network infrastructure, and the HP Colorado Communica- 
tions Operation (CCO) has added ATM to their advisors for 
LAN/WAN interworking. 

To address the speed and complexity of ATM service deploy- 
ment fully, however, it was felt necessary lo break away 
from the traditional bounds of transmission and protocol 
analyzers. By redefining the way in which the interactions 
between protocol layers at multiple points in the network 
are analyzed and presented, the concept of service analysis 
was born. It is this initiative that has led to the HP E5200A 
broadband Service analyzer, the third generation of ATM test 
equipment from the ATO and IIP. 

Defining the HP Broadband Service Analyzer 

As explained in the accompanying articles, the HP E5200A 
broadband service analyzer has pioneered several technical 
advances within Hewlett-Packard. It has also pioneered 
some key strategy and process initiatives, particular]} in the 
area of direct customer involvement in the early stages of 
product definition. By targeting specific strategically impor- 
tant customers through intimately involving their IIP sales 
engineers in the product's definition and development, it has 
been possible to build very strong relationships between 
customers, field, and factory and to ensure that a Common 
understanding of the issues exists throughout. As described 
in the article on page 88, graphical user interfaces for ATM 
service analysis were extensively usability tested on real 
users, whose feedback helped significantly to shape the 
design and gave them a feeling of real ownership in the final 
product. 



What Is Service Analysis? 

Broadband networks are complex to manage. To provide 
customers with the quality of service they expect, ATM ser- 
vice providers need to understand the interaction between 
Services, protocol layers, and equipment Service analysis 
allows service providers to manage the end-to-end quality of 
broadband services effectively by showing the important 
interactions between the elements of the service, such as 
local ion dependencies, protocol layer interactions, service 
Interference, and element interoperability. 

The need for service analysis is best understood by looking 
at a few examples. 

Example 1: Flow control across protocol layers. Consider an 
application in which two LANs (TCP/IP) located in different 
cities are interconnected by a WAN technology (Frame Relay) 
which is in turn interconnected by a high-speed ATM back- 
bone. In this situation, there will be three completely inde- 
pendent How control mechanisms operating at the TCP/IP. 
Frame Relay, and ATM layers ( Fig. If I he customer were 
to complain about low throughput, il would be impossible lo 
find the cause of the problem without observing ail protocol 
layers and the way their flow control mechanisms interact. 

Example 2: MPEG video and ATM traffic policing. MPK'i video 
over ATM presents special testing problems, particularly 
when interactions with TCP/IP are involved. Excessively 
bursty traffic introduced by layer interaction causes PCR 
(peak cell rate) violations, which when policed at the ATM 
layer cause video to freeze (Fig. 4). 

Example 3: Bit error multiplication and cell loss tyranny. Consider 
a simple FDDI interconnect service running over an ATM 
backbone. Because error correction is handled by the higher 
protocol layers, data services are especially sensitive to cell 
loss, hi this example (Fig. 5), two bit errors in the physical 
(transport) layer cause an ATM cell lo be discarded. This in 
turn causes an entire 8000-byte FDDI frame to be retrans- 
mitted. The net effeci is that two bit errors cause an addi- 
tional 167 cells to be transmitted. In a usage billing scenario, 
this becomes very expensive. This effect, also known as cell 
loss tyranny, can result in a downward performance spiral. 
As frame retransmissions increase, ATM layer congestion 
may occur, causing more cells to be lost and frame retrans- 
missions to increase even further. To isolate the cause of 




Fig. 4. MPKt; video ami ATM traffic policing. 
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Fig. 5. Bit error multiplication ami oeO loss tyranny. 



high frame retraasmission rates, testing must be performed 
across all protocol layers. 

IIP E5200A Broadband Service Analyzer Overview 

The HP E5200A broadband service analyzer is a powerful 

and flexible tool designed to: 

Assist ATM equipment and service installation 

Minimize troubleshooting time 

Assist in meeting service delivery requirements 

Test the interworking of broadband services 

Help manage the performance of broadband networks 

Assist in guaranteeing end-to-end quality of service. 

The broadband service analyzer puts users in control by 
providing service-focused measurements. It allows users to 
deal with the practical realities of building, operating, and 
managing broadband networks and to ac hieve end-to-end 
service quality. By using the broadband service analyzer, 
users can be confident that a customer's services are operat- 
ing reliably and that they can manage the services to main- 
tain a high level of performance and reliability. 

The test capabilities provide the information needed to 
determine t he health of a network at all layers of the ATM 
protocol stack, from the physical layer right through to the 
AAL ( ATM adaptation layer) and above. It can decode LAN 
protocols running directly over ATM or running over ATM 
via Frame Relay. It can quickly determine how a customer's 
services are performing. 

System Configuration 

The Service analyzer consists of four major elements: 
An intelligent base unit that houses the measurement 
System hardware and software 
A choice of interchangeable line interface modules 
(interface pods) 

A choice of appli< alions that support analysis of higher- 
layer protocols and remote lesling 

An X display terminal such as a notebook PC or a UNIX® 
workstation. 

The senil e analyzer can be expanded and updated in the 
field as new applications are developed. The compact size of 
the unit means that it can easily be Carried onto an aircraft 
88 hand luggage. 



Hardware Architecture 

The broadband service analyzers main hardware processing 
comes from 17 Xilinx XC4013 FPGAs incorporating approxi- 
mately 221.000 gates. Three i960 RISC' processors are used to 
control the statistics processing, protocol processing, and 
display graphics and a 500-Mbyte hard disk drive is included. 
The major functional components are shown in Fig. 6. 

The line interface pods contain the line interface circuitry 
for each interface with capabilities for hot insertion and 
auioconfiguration. Line interface pods provide physical layer 
transmit and receive functions and test capability. 

The three CPUs are on the mam CPU card. The graphics 
CPU responsibilities include running the X-Windows host via 
the LAN interface, handling I/O, and interfacing to the hard 
disk drive. The protocol CPU interfaces with the instrument 
hardware, controlling the transmit and receive functions for 
both ports and performing higher-layer processing of the 
data. The statistics CPU performs the real-time measure- 
ments for the link and channel monitors of both ports. 

The capture/playback subsystem controls the 16M bytes of 
DRAM, partitioning it between the two ports as required, 
adding receive timestamps. and controlling transmit play- 
back. 

The traffic generator controls the traffic simulator and the 
alarm and error simulator functionality. A transmit cell 
sequence can contain up to 1500 cells. 

The link and channel monitor performs real-time processing 
on up to 1024 different received channels on each port with 
determination of cell counts, AAL type detection, error sta- 
tistics, and reassembly statistics. 

The event/action machine provides trigger event detection 
and subsequent analyzer action control. 

The clock subsystem provides the clock signals for the dif- 
ferent elements of the analyzer. Clock sources that can be 
used include an internal Stratum •'! reference, a BITS source, 
or external I/O clock sync. 

Software Architecture 

The broadband service analyzer's software is designed with 
object-oriented techniques using managed objects (see 
article, page 74).-While this increased the initial development 
time as new techniques were learned, the use of object- 
oriented technology will make it possible to add future 
enhancements and new applications much more efficiently 
and flexibly than if traditional software design had been used 

The software architecture (Fig. 7) is based around several 
distinct functional subsections: 

• The application presentation subsystem provides the 
graphical user interface. 

• The analyzer subsystem provides SMARTlests, the TCL 
(Tool Command Language) user scripting environment, and 
BSTS UPE (user programming environment ) compatibility. 

• The protocol support subsystem provides protocol analysis 
and PDU ( protocol data unit ) segmental ion. reassembly, 
and filtering. 
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Fig. 6. Broadband service analyzer hardware architecture, 

• The measurement and control subsystem provides control 
of (he measurement hardware. 

The infrastructure is based on the Vx Works real-t ime operat- 
ing system and includes elements to perform basic comput- 
ing, platform services, operating support, and user interface 



sen-ices. The GUI is based on the X Window System, allowing 
control via the LAN connection from any X terminal 
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Broadband Service Analyzer Features 

The analyzer's powerful real-lime measurement system 
allows users to perform extensive real-time measurements 
and instantly get reports on the status of broadband services. 
Link and channel information is updated to determine: 
Active VPIA'CI channels 
AAL type and errors 
Network utilization 
Network errors 
Network alarms 
Cell counts. 

Measurements can be correlated to identify important inter- 
actions between the layers of the broadband protocol stack 
and any interference between individual services on different 
ATM channels or on different pons. 

Customers are geographically dispersed, and t here is a need 
to be able to guarantee the end-to-end tuiality of their service. 
The distributed object measurement technology of the broad- 
band service analyzer makes remote measurements a normal 
mode of operation. < ouplcd with the optional 111' Broadband 
Launch Pad software application, access and management 
of multiple sen ice analyzers distributed throughout the nei- 
work is possible. This helps reduce the cost of managing 
broadband networks, improves the speed with which faults 
are isolated and repaired, and provides a single consistent 
set of tools for both remote and dispatched applications. 

The service analyzer's graphical user interface can be used 
by people of all skill levels. The measurements made by the 
Service analyzer are displayed so that they are easy to inter- 
pret Users can quickly and easily see whal is happening to a 
customer's service and make an informed decision on the 
appropriate action to lake. Link and channel monitors guide 
users through the service analyzer's extensive monitoring 
capabilities, directing the user to the problem areas. 



Fig. 8. The HP BS200A link moni- 
tor, channel monitor, and SMART- 
tests support eacJi other to simplify 
testing. 

Testing Made Easy 

Testing is made easy with the broadband service analyzer, 
as illustrated in Fig. K. The user simply connects the service 
analyzer to a network and the link monitor immediately 
gives a summary of the health of the network. To look more 
closely, the user can select a channel monitor to obtain a 
graphically correlated view of the measurements rclevanl to 
a particular channel. I 'sens can immediately see whether 
service level problems are related to problems in the other 
layers of the protoc ol stack. 

A range of predefined SMARTtests reduce the complexity of 
performing important tests such as cell loss and cell delay. 
Testing can be started rapidly with one or two dicks of the 
mouse. L'sers can also create their own tests by using the 
macro programming function of the service analyzer. This 
function provides a record/playback system that creates test 
programs by automatically recording the results of actions 
on I he service analyzer. 

The service analyzer's sophisticated traffic simulation and 
data capture systems enable users to inject data into the 
network to exercise the network' s capabilities, simulate 
specific problems, and then analyze the results as data is 
captured. 

The service analyzer's flexibility is further enhanced by the 
wide range of interfaces its platform can support, including 
El, E3. DS1/DS3. OCWSTM-I. OC-12/STM-4. 6.3-Mbit/s. and 
155-Mbit/s coaxial. Av ailable Immediately are <>('-: i/STM-1 
single-mode and mullimode optical. STM-l/STS-:!c electrical. 
E3. and D51/DS3 interfaces. 

UNIX is a registeied trademark in lhe United Stales and other countries licensed exclusively 
through X/Open Company Limited 

X/Open is a registered trademark and lhe X device is a trademark ut X/Open Company Limned 
in lhe UK and other countries 
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Managed Objects for Internal 
Application Control 



Managed objects are fundamental to the software architecture of the HP 
E5200A broadband service analyzer. Typically used to control remote 
network elements, managed objects are also used internally by the 
service analyzer's application to control application objects. 

by John P. Nakulski 



A managed object is a software abstraction that acts as a 
proxy for a real object. It is used by remote clients, such as 
objects in other tlueads of execution, or on remote hosts. 
Managed objects are often used in network management 
applications to enable control of remote network elements. 
For example, a router or switch nught offer a managed object 
interface to enable remote configuration and monitoring from 
a central network management system. 

In the HP EoliOOA broadband service analyzer, managed 
objects are used in a different way. The service analyzer's 
application uses managed objects internally to control appli- 
cation objects. For example, a CellLassTestMO managed object 
is used to control the service analyzer's CellLossTest object. 
-An interface to the same managed objects is also available 
,to externa] users. 

Besides being fundamental to the service analyzer's soft- 
ware architecture, managed objects have proved useful in 
other ways, including: 

• In the decoupling of the user interface 

• As the foundation for a command line interface 

• In the development of a macro recording facility 

• For backward compatibility with a programmer's interface 

• In the unit and regression testing of software components 

• For the simultaneous control of several remote service 
analyzers for distributed testing of broadband networks. 

Remote Object Communication 

The service analyzer contains three Intel i960 nucroprocess- 
ors running VxWorks — a lightweight, multithreaded operat- 
ing system. Each processor runs several threads of execu- 
tion. A layer of soft ware called object transport provides an 
interface for streaming elemental types between thr eads of 
execution on the same processor, between processors on 
the same host, and between hosts on the same network (see 
Fig. 1). Elemental types include integers, floating-point 
numbers, characters, strings, and a few classes such as PDU 
(protocol data unit I. 

Remote object communication is a software layer built upon 
object transport that makes object services available to re- 
mote clients. Using a proxy object, a client object can invoke 
the member functions of an object in another thread or on 
another host almost as easily as calling member functions of 
objects local to its own thread (see Fig. 2). Of course, each 



Remote Object Communication— access to remote objects via proxy objects 



Object Transport — streaming of elemental types 



Communications Layer— connection-oriented communications services 

Fig. I. Layered communication architecture of the HI J E520DA 
broadband service analyzer. 

argument of the member functions must be an elemental 
type. 

Objects, Attributes, Agents, and Managers 

A managed object software layer builds upon the remote 
object communication layer to provide a dynamically dis- 
coverable software interface. The interface consists of 
named managed objects, each containing a set of named 
attributes. While it is running, an application can be browsed 
through this interface for a list of its managed objects and 
their attributes, each of which can be accessed by name. 

A managed object's executable attributes, which can be in- 
voked by name, enable remot e execution of an object's func- 
tions. For example, the service analyzer's CellLossTest managed 
object contains an attribute named start which runs a test 
that measures loss of ATM (Asynchronous Transfer Mode) 
cells. A managed object's data attributes, which can be read 
and written by name, typically mirror the state of the object. 
For example, the CellLossTest managed object has an attribute 
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Fig. 2. Remote object communication. 
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named celllossCountThreshold. which represents the number of 
t ells that can be lost before the cell loss test fails. 

Each thread that contains managed objects also contains a 
iiwiiaycfl object agent, which is responsible for dispatching 
inward communications by calling the desired function on 
the specified managed object. Each thread that uses man- 
aged objects contains a managed object manager, which is 
responsible for finding and communicating with managed 
objects in remote threads and on remote hosts. These dis- 
tributed managers and agents cooperate to provide clients 
with a single, unified view of managed objects (see Fig. 3 ). 

Automatic Code Generation 

Each of an application's managed objects is specified in a 
language-independent managed object definition (MOD) file. 
A M( ID file specifies and documents the public interface to 
a managed object. An example of a MOD file is shown in 
Fig. 4. 

After a managed object is specified, the developer uses a 
customized Interface Description Language (IDL) compiler 
to parse the MOD file. This produces C++ code for thejfont- 
end class (used by the client of the managed object lo en- 
capsulate the behavior of the remote managed object ) and 



#include <elementalTypea . idl> 

interface CellLoasTeat { 

attribute AtotJIntl6T tranamitVpi; 
attribute AtoUIntl6T receiveVpi; 
attribute AtoUIntl6T tranamitVci ; 
attribute AtoUIntl6T receiveVci; 
attribute Ato0Int32T durationThreshold; 
attribute AtoFloat64T cellLossRatioThreshold; 
attribute AtoUInt64T cellLossCountThreshold; 
AtoStatusT start ( ) ; 
AtoStatusT stopO; 
AtoStatusT getResultSet ( 

out CtsPassFailResultE passFailResult, 

out AtoStringT testReaaon, 

out AtoUInt32T elapsedTime, 

out AtoUInt64T transmitAverageBandwidth, 

out AtoOTnt64T receiveAverageBandwidth, 

out AtoUInt64T cellLoaaCount, 

out AtoFloat64T cellLoaaRatio) ; 



) 



Fig. 4. \n r-x;iiN|il«' i'l a managed object definition (MOD) file 



skeleton C+- code for the hark-tntd class (the managed 
object itself), which the developer must complete. 

For example, to use the CellLossTest object from another tliread 
or another host, the client would construct an object of the 
compiler-general e< I CeiiLossTestFE (front-end) class. This offers 
member functions for invoking executable attributes (such 
as startl) to invoke the start attribute) and member functions 
for reading and writing data attributes (such as getCellLoss- 
CourrtThresholdO and setCellLossCountThreshoidO to read and write 
the cellLossCountThreshold attribute ). The front-end class imple- 
ments all such functions as operations on the managed object 
manager. 

The thread containing the CellLossTest object itself also con- 
tains an instance of the compiler-generated CellLossTestMO 
(managed object ) class. The managed object agent passes 
the incoming operation to the managed object. The develop- 
er needs to connect the CellLossTestMO class with the CellLoss- 
Test class so that incoming requests such as getCellLossCount- 
Thresholdll are delegated to the CellLossTest object (see Fig. 5). 
In this simple example, the CellLossTestMO::getCellLossCount- 
Thresholdl) function body is filled in by the developer with a 
call to the CellLossTest.getCellLossCountThresholdO function. 

Managed object operations are generally synchronous. 
meaning that the front-end function does not return until 
the back-end object has completed its execution and has a 
result available to return. The managed object notification 
operation, however, is asynchronous. Clients subscribe to 
a managed object attribute, supplying a callback function. 
When the attribute is triggered, a notification message is 
sent and the supplied callback function is invoked. An attri- 
bute is generally triggered when it changes or is executed. 
For example, the testStatus attribute of the CellLossTest man- 
aged objeci is triggered when the lest is stalled or slopped. 

Each managed object data attribute must be an elemental 
type. Bach elemental type corresponds to either a C++ built- 
in type (such as char) or a low-level class (such as Pdu ). 
Developers of a front-end application using another language 
need to port only those low-level classes and types that are 
not native to the language. 

Reactive Graphical User Interface 

The service analyzer's graphical user interface ((JIT) is said 
lo be fully decoupled from the rest of the service analyzer. 
The (il l is a separate subsystem (module) and runs in a 
separate I bread, and can ev en run on a separate host . Other 
subsystems are not dependent on the (il'I: the rest of the 
service analyzer can run without ft 
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Fig. 5. Interaction of machine-generated objects. (FE = front end. 
MO = managed object I 
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Further decoupling is achieved through the use of managed 
objects. Every request from the GUI to another object is a 
managed objeel operation. The GUI uses the notification 
mechanism to leaRl of and read to the service analyzer's 
si ale changes and other events. For example, if an ATM 
alarm occurs, the GUI is notified and updates the state of its 
window. This also allows the GUI lo react automatically to 
changes caused by oilier managed object users (such as the 
command line interface). 

Armed with only the MOD files, a specification of the ele- 
mental types, and a specification of the remote object com- 
munication and Object transport protocols, a developer can 
write a new user interface in a different language to run on 
a different host. 

Command Line Interface 

The design of the service analyzer's command line interface 
(CLI) exploits the fad that the service analyzer's functionality 
is available through its managed objects. The CLJ plugs into 
the sen-ice analyzer at I he managed object interface. Each 
command is interpreted as an action on a managed object, 
enabling CLI users to control the sen-ice analyzer without a 
GUI 

Tool Command Language (TCL), a public-domain script 
language, is used as the foundation for the CLI. TCL is em- 
bedded in the service analyzer and has been extended with 
a few simple but powerful functions to enable access to 
managed objects. 

The moexec command enables executable attributes to be 
invoked, while moget and mosei allow the user to read and 
write managed objeel data attributes. The moist and moattrlst 
commands retrieve the set of available managed objects and 
the set of attributes for a specified managed object, enabling 
the user to browse the sen-ice analyzer's interface dynami- 
cally. 

If access to the GUI is not available, the user can log in to 
the sen-ice analyzer remotely using a telnet session to nin 
the CLI. 



Macro Recording and Playback 

By tapping the communications between the Gil and the rest 
of the Service analyzer at the managed object interface, it is 
possible to watch the GUI's interaction with the underlying 
service analyzer. This is exactly how the sen-ice analyzer's 
macro feature works (see Fig. 6), 

When the macro recording facility is used, a subset of the 
GUI's managed object operations is convened into CLI com- 
mands and is recorded into a macro file. For example, a user 
may want to record a frequently used cellLossTest configura- 
tion. When the macro is played back, it is executed in much 
the same way as a CLI session. If the GIT is active during 
the playback of the macro, it will respond to service analyzer 
state changes, allowing the user to watch the effects of the 
macro as it is running. 

Since the macro language is identical to the CLI language, 
the experienced user can edit and customize a recorded 
macro or create a new macro. For example, a cell loss test 
can be executed ten limes in succession with increasing 
transmit bit rates simply by wrapping a for loop around a 
recorded macro, using a TCL variable to hold the transmit 
bit rale (see "Macros" on page 77). 

User Programming Environments 

Backward compatibility With the HP broadband series test 
set (BSi'S) user programming envinppsgsnl (UHS) is also 
achieved using managed objects. UPE programs, written in C. 
can be used to control the sendee analyzer from an HP-UX* 
workstation or from a PC by calling functions published in 
an application programming interface (API). 

I TK programs are recompiled on the target host and linked 
with a new set of supplied libraries. The new libraries imple- 
ment each API function by invoking one or more of the ser- 
vice analyzer's managed object operations via a managed 
object manager. An added bonus for users of the new scivice 
analyzer Is the ability to control several service analyzers 
from within a single UPE program. 
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Macros 



The HP E5Z0QA broadband service analyzer uses TCL (Tool Command 
Languagel. a public-domain script language, as the foundation for its 
command line interface and macro recording and playback feature The 
following macro configures and runs the cell loss test several times in 
succession with increasing bandwidths 

#####«#####«######«#«#«##« 
# 

S This macro runs a series of ceil loss tests at 

# increasing bandwidths. 
# 

####*###############*##### 

### Initialize inputs 

set vTransmitVpi 200 

set vTransmitVci 88 

set vReceiveVpi 200 

set vReceiveVci 88 

set vTestDuration 15 

set vCellLossRatioThreshold 0.001 

#tt# Configure input parameters 

# Use port A for both transmit and receive, 
moset Test CellLossTest transmitPort , PortA 
moset _Test CellLossTest receivePort PortA 

# Configure transmit and receive channel 

# parameters 

moset _Test CellLossTest transmitVpi 

SvTransmi tVpi 
moset Test CellLossTest transmitVci 

SvTransmi tVci 
moset _Test CellLossTest receiveVpi $vReceiveVpi 
moset _Test CellLossTest receiveVci SvReceiveVci 

# Use a 'constant' traffic profile, 
moset _Test CellLossTest traf f icProf ile 

M CONSTANT 
tt Configure duration of test 
moset Test CellLossTest durationThreshold 

SvTestDuration 
tt Threshold on cell loss ratio, not on cell loss 
tt count . 

moset _Test CellLossTest 

cellLossCountThresholdActive M_OFF 
moset _Test CellLossTest 

cellLossRatioThresholdActive M_ON 

# Configure cell loss ratio threshold. 

moset _Test CellLossTest cellLossRatioThreshold 
$vCellLossRatioThreshold 

ttttlt Fetch the bandwidth limits for the 
ttttlt 'constant" traffic profile, 
moexec _Test CellLossTest 

getCons t ant Prof ileLimits 

(vMinBandwidth vMaxBandwidth} 
tttt# Prompt user for the bandwidth step, 
puts "The bandwidth range is $vMinBandwidth to 

SvMaxBandwidth b/s" 
puts "Enter the bandwidth step." 
set vBandwidthStep [gets stdin] 



##8 Display cell loss test configuration, 
puts" 

Cell loss test: 

Transmit VPI: SvTransmi tVpi 
Transmit VCI : SvTransmitVci 
Receive VPI : SvReceiveVpi 
Receive VCI: SvReceiveVci 
Test duration: SvTestDuration 
Cell loss ratio threshold: 
SvCellLossRatioThreshold 
Min bandwidth: S vMinBandwidth b/s 
Max bandwidth: SvMaxBandwidth b/s 
Bandwidth step: SvBandwidthStep b/s" 

### Run the test Beveral times, using bandwidths 
### ranging from minimum to m aximum using the 
### bandwidth step specified by the user, 
set vTestnumber 0 

set vCurrentBandwidth SvMinBandwidth 
while (SvCurrentBandwidth < SvMaxBandwidth} { 
incr vTestnumber 1 

puts "Running test number SvTestnumber 

- bandwidth SvCurrentBandwidth" 
moexec _Test CellLossTest setConstantProf ile 
SvCurrentBandwidth 

# Start the test. 

moexec CellLossTest start {) 

tt Poll the test to see if it is still running, 
while { [moget _Test CellLossTest testStatus] 
== "CTS_RUNNING" } { 

# Fetch the interim test results. 

moexec Test CellLossTest getResultSet 
{vPassFailResult vTestReason 
vExecutionTime 
vAverageTransmit Bandwidth 
vAverageReceiveBandwidth 
vCellLossCount 
vCellLossRatio) 

) 

tttttf Fetch and display the final cell loss test 
#«# results. 

moexec Test CellLossTest printResultSet 
(vResults) 

puts" 

Test number : SvTestnumber 
Bandwidth : $vCurrentDisplay 
SvResults 

# Calculate the bandwidth to be used for the 
tt next test. 

set vCurrentBandwidth (expr 

SvCurrentBandwidth + SvBandwidthStep] 

} 

puts "♦*»**** End of macro *•*••-**" 
fftt End of macro tt# 



Testing I he Service Analyzer 

A l'i irt her bonus gained from extending T< I. with managed 
object coniinands was tlie (levelopineiit of icltester, a tool 
used by developers lo test the service analyzer, teltester 



wraps I he CM into a standalone applicat ion that can be exe- 
cuted on a host remote from the service analyzer under lest. 
The developer can enter CM commands interactively to test 
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and debug the service analyzer or execute whole OLI scripts 
for regression testing. 

Distributed Test Applications 

Because the service analyzer's managed object communica- 
tion layer enables communication not only between threads 
on the same processor but also between hosts on the same 
network, it is possible for one service analyzer to control one 
or both ports of a second, remote service analyzer. A CLI user 
or a standalone PC application can control several remote 
service analyzers simultaneously. For example, traffic can 
be injected into different points in a network, several net- 
work nodes can be monitored simultaneously, and perfor- 
mance parameters can be measured and collated across an 
entire network. 

One of HP's goals is to develop useful tests for the installa- 
tion and commissioning of broadband networks. As we 
gather experience in using the service analyzer for broad- 
band testing, we expect to develop new tests to add to the 
test suites. 

Although we have been closely involved with users during 
the development of the service analyzer, it is likely that users 
will have requirements for distributed tests unimagined by 



our developers. By providing an open managed object inter- 
face, users can develop their own broadband test and mea- 
surement applications. 
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Developing a Design for 
Manufacturability Focus 



The HP Australian Telecommunications Operation has rapidly evolved 
from a custom test instrument developer to an operation that develops 
and produces products in higher volumes. Significant cultural and 
technological hurdles have been overcome during the transition to an 
operation focused on design for manufacturability. 

by John G. Fuller 



The need for organizational change can be driven by many 
(actors. In the case of the HP E5200A broadband service 
analyzer, the HP Australian Telecommunications Organiza- 
tion (ATO) intended to address a different market through 
a significant step forward in product technology. 

ATO's first product was a custom digital performance moni- 
toring system, delivered during the late 1980 s. ATO had also 
recognized an immediate market need for high-performance 
SONET/SDH (Synchronous Optical Network/Synchronous 
Digital Hierarchy) ,esl instrumentation, and in 1990. began 
work on the definition of a VXIbus test system. This product 
was delivered in the second half of 1991. 

These first ATO instruments were largely based upon 
Ihrough-hole manufacturing technology. They used some 
surface mount technology for the high-speed interface con- 
nections to customer equipment The technologies did not 
present a difficult manufacturing problem and the testing 
approach was largely of a functional nature, with some 
external fault diagnostic tools being developed by ATO 
manufacturing engineering. These tools consisted of field- 
programmable gale array ( FP(iA) configurations that could 
be used to lesl the large amount of digital interconnect with- 
in the product. Shipment volumes were low enough to be 
handled by a very small production group which outsourced 
assembly work wherever possible. It is worth noting thai the 
marketing planning, development, and manufacturing design 
were done concurrently. This led to a relatively Short lime to 
market and provided ATO with a sound cultural basis for 
future concurrent development of new products. 

The next couple of years saw very little change in technolo- 
gies or volume. Essentially, ATO was making printed circuit 
assemblies that were easy to build, dealing with product 
volumes that didn't demand an abnormal amounl of effort in 
design for assembly (DFA.) or design for lest ( OFT), and 
scrapping the occasional printed circuit assembly I hat de- 
fied all attempts to make it work. 

This approach was far from the optimal situation for the 
manufacturing group, but il was manageable and paid divi- 
dends in terms of ATO's profil line and growth. The down- 
side of the equation Was that, while concurrent engineering 
was being used to some extent during this time, a culture 
evolved that tended to minimize manufacturing involvcinenl 



in the design process. This reduced the manufacturing con- 
tribution to the design process and limited the interaction 
between hardware designers and manufacturing engineers. 
While many reasons for the reduced involvement could be 
suggested, we feel that the most likely cause was that a lack 
of product technological Change led tO less emphasis being 
placed upon development and manufacturing process im- 
provements. This also led to more emphasis being placed 
Up m manufacturing contributions to functional and quality 
assurance testing during development. Thus. ATO's manufac- 
turing staff was more involved in the test process than the 
development process while operating within a low-volume, 
high-cost, high-mix. and relatively high-profit manufacturing 
environment . 

It is from this cultural atmosphere that ATO's strategic 
direction shifted away from the R&D market toward the 
installation market Associated with the shift was a market 
requirement to reduce bolh the size and cost of our product 
without detracting from its performance. Thus, ATO's manu- 
facturing group was gazing down the development pipeline 
at a high-technology product that would lead to significant 
increases in volume, lower selling prices, and eventually, 
lower profit margins. Clearly, these were very good reasons 
why change was seen to be necessary. 

What Needed to Change? 

Having established the need lo change, it was necessary to 
evaluate what processes would have lo change to meet the 
needs of the new market place. These were seen to be largely 
driven by the expected technology leaps in the new product, 
the volume increases, and the lower profit margins that were 
expected. Time to market was also seen as a critical factor 
that had to be minimized in every way possible. 

The technological issues were of great significance. ATO was 
moving from product platforms based largely upon through- 
hole technology to platforms based largely upon surface 
niounl technology. Worse (or belter?) still, the use of surface 
mount technology was expected to be extreme, with the 
main prinled circuit assembly (40(1 mm by 2:10 turn) carrying 
over 1000 components needing almost 8700 solder joints 
spread over both sides of the board. The degree of difficulty 
associated with the solder joints was also of significance: 
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HP E5200A Broadband Service Analyzer EMC Design 



Electromagnetic compatibility (EMC) is the ability of equipment to func- 
tion satisfactorily in an electromagnetic environment and not to intro- 
duce intolerable disturbances to the environment or other equipment. 

With any new product design there are many areas of risk One signifi- 
cant area of risk is EMC conformance. Conformance to international EMC 
standards is fast becoming mandatory in the international marketplace 
Failure to meet mandatory EMC standards inevitably leads to being locked 
out of many large markets. More commonly, EMC conformance, or lack 
thereof, can often cause delays to project schedules and increase the 
manufacturing cost of a product These factors make it very important to 
consider EMC conformance at all stages in the development life cycle 

At the HP Australian Telecom Operation IAT0), management of regulatory 
compliance is primarily the responsibility of the EMC specialist within 
the manufacturing engineering group The EMC specialist is chartered 



with the role of ensuring that products meet all required regulatory 
standards. This is achieved by providing EMC design expertise and 
managing the product qualification process. However, compliance can- 
not be achieved by activities within the manufacturing engineering 
group alone To drive the compliance process, close cooperation 
between the R&D and manufacturing engineering groups is required 
Responsibility for new product compliance needs to be shared by 
members of both groups 

With responsibility shared across two functional groups it is very impor- 
tant to coordinate EMC risk-reducing activities with a well-defined pro- 
cess Fig 1 shows an overview of the process implemented for the HP 
E5200A broadband service analyzer The thrust behind this process was 
to consider EMC throughout development, by building in compliance 
mechanisms from the beginning and then continually measuring prog- 
ress at regular discrete stages 
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Product Definition 

EMC activities began early m the product definition stage It was during 
this stage that many important attributes were decided, such as size, 
weight, materials, performance, architecture, and technologies It follows 
that this stage was one of the most important stages for building in EMC 
compliance An informal design and compliance strategy was used to aid 
the product definition team This strategy covered the compliance re- 
quirements and test plan, risk level trade-offs (i.e.. cost versus technolo- 
gies versus schedule), and EMC design features 

The compliance requirements and test plan were determined from the 
nature of the product, the target market's legal requirements, and any 
additional customer requirements. In addition to the hard legal require- 
ments, extra design margin was added For the service analyzer project, 
a 10-dB margin was the target for the first prototype, with 6-dB being 
the target for continuous production 

The risk level was important in estimating and scheduling the amount of 
resources required for EMC compliance. The estimate of risk accounts 
for the technologies involved, development time constraints, and cost 
constraints For the service analyzer product, risk was higher than ever 
before. 

EMC design features are the mechanisms required to control EMC Here 
many decisions were based on experience with EMC design and on re- 
search on current techniques and technologies. Credibility of the EMC 
specialist was of paramount importance The product development team 
had to trust and believe in the requirements that the EMC specialist put 
forward. Many of the requirements clashed with basic product form and 
function. 

Consultation and Review 

During the implementation or product development stage, the EMC 
specialist assumed the role of consultant and reviewer Designers were 
making many important decisions that could compromise or enhance 
EMC conformance Informal review and consultation occurred regularly 
The EMC specialist was required to work as part of the development 
team to ensure full knowledge Iransfer and continual feedback arid 
review. 



Pretesting and Prototype Evaluation 

Later m the development phase, when prototypes became available, 
pretesting became the main method of risk reduction Pretesting initially 
took the form of shielding effectiveness tests for enclosures and con- 
ducted emissions tests for power supplies 

Later as functionality was added, pretesting covered most of the risky 
EMC tests such as radiated emissions. This testing occurred at regular 
intervals to catch potential problems at an early stage and to evaluate 
design changes and tuning. 

The number of iterations of pretesting and design optimization depended 
on factors such as product cost, time to market, level of risk, and technol- 
ogy used A strategy still commonly observed is ic overdesign for EMC 
and then use iterations to remove unnecessary components. Because 
time was critical, this was the approach used for the service analyzer 
product. 

Qualification Testing 

Qualification testing was conducted on a number of typical production 
samples in calibrated test environments at certified traceable laborato- 
ries This testing was approached with confidence after pretesting 

Conclusion 

The risks presented by compliance with EMC standards can be signifi- 
cantly reduced by careful planning and constant feedback and review 
throughout product development. Acknowledgment must go lo the ser- 
vice analyzer hardware design team. Despite pressing schedules and 
many constraints, they always considered EMC conformance an impor- 
tant priority. As a result, conformance targets were achieved without 
last-minute complications. 
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approximately 4500 of them were expected to be extra-fine- 
pitch (XFI'l at 0.020-inch spar-ins with a further SMKI expected 
to he fine-pitch I FT) at 0.025-inch spacing. A difficult task 
even for a world-class manufacturer! 

Aside from the technology issues, il wits also apparent that 
the small size of the printed circuit hoard would seriously 
limit I he amount of physical test access, thus requiring an 
innovative testing approach. With approximately 3000 elec- 
trical nodes and access lo about only (500 of these because 
of space limitations, il was clear thai diagnostics in the pro- 
duction area (and later in the field) were going lo be of para 
mourn importance. Additionally, each printed drcuJl assem- 
bly was expected lo have a significantly high component, 
cost. It was never going to be an option to simply scrap the 
boards that were difficult lo repair — a daunting thought 
when ATI )'s estimates were predicting around one defect 

pet board after in-circuil lest ai the manufacturing center! 



With the ability to accurately diagnose, test, and assemble 
the product being so vital to manufacturing success, it was 
quite apparent that manufacturing engineering teams respon- 
sible for materials, test, process, and regulatory functions 
would need lo form and maintain a close alliance with the 
hardware and soft wan- design learns. This would require 
organizational efficiencies and working relationships, partic- 
ularly between R&D and manufacturing, on a scale nol seen 
before at ATO. Development cycles would need lo shorten 
si ill further, placing additional pressure on all aspects of the 
organization's performance. Effective teamwork and com- 
murucation skills would have a major Unpad on the overall 
success of I he product. 

In summary, major technological and process improvements 
would be required, as would significant cultural and behav- 
ioral shifts within Ihe organization, to support the technical 
changes. 
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Managing the Change 

To produce the required technological and process improve- 
ments, manufacturing engineering needed to develop a thor- 
oughly different core focus from doing QA testing in parallel 
with other manufacturing tasks. It was recognized that a 
significant contribution to the design process could be 
achieved only by manufacturing engineers becoming more 
specialized and focused upon particular job functions. Tech- 
nically, this meant that as manufacturing engineering func- 
tions such as test, process, regulatory, and materials became 
adequately skilled, it was possible to increase the manufac- 
turing contribution to the development process. This ulti- 
mately led to a closer involvement with design teams at a 
much earlier stage in the product life cycle. 

Manufacturing targets also became a more important part of 
the design process, so that measurement of the cost drivers 
associated with building a product were giv en more visibility 
during the early development stages. Manufacturing engi- 
neers initiated a sustained effort to review design for manu- 
facturability (DFM) issues, set appropriate assembly, test, 
and diagnostic targets, and then provide regular feedback 
into the development process. All the manufacturing engi- 
neering functions mentioned previously were involved, an 
excellent example being the EMC design process (see 
page 80). The manufacturing processes were also subjected 
to the same kind of scrutiny. Clear targets were assigned for 
each station in production, and engineering owners were 
responsible for driving their station toward meeting targets, 
thus enabling a subsequent handover to the production staff. 

With the sharpening of focus on materials, regulatory, pro- 
cess, and BIST (built-in self-test) engineering functions, 
there was a need for increased contact with the hardware 
and software designers. This required a significant effort in 
terms of teamwork and communication skills, and a cultural 
shift at both the manufacturing and R&D ends of the devel- 
opment process. For example, as manufacturing engineers 
prepared to contribute to the design process with manufac- 
turing inputs in a way that would benefit the design process 
and the manufacturing function, designers also had to pre- 
pare to take and constructively question the inputs provided 
by their downstream customers. A cultural shift of this 
nature does not happen easily and it required an environment 
of significant trust, teamwork, and communication that was 
developed over a period of time. The objective was for man- 
ufacturing engineers to become design-capable partners for 
development who can continually improve the DFM process. 

Development partnerships were also used to great effect in 
other areas. ATO has been working successfully with HP's 
Surface Mount Teclmology Center in Spokane. Washington 
for several years. The Surface Mount Teclmology Center was 
heavily involved in the surface moimt process development 
and the in-circuit test development for the service analyzer 
product. Manufacturing partnerships for the plastic compo- 
nents (cases, handles, feet, etc. ) and the aluminium die-cast 
pod casings also made a significant contribut ion as ATO 
began to use unfamiliar technologies. As a result of the ser- 
vice analyzer project, a strong emphasis is now placed on 
the benefits of concurrent engineering involving HP partners 
inside and outside ATO, and on working closely with partners 
outside HP. 



Many concurrent engineering best practices have been 
learned during this product development, with major benefits 
being derived from: 

• An emphasis on teamwork and communication skills by 
everyone involved 

• Early and regular involvement throughout the product life 
cycle by all groups and individuals charged with contributing 
to that development 

• An emphasis on contribution to the design process rather 
than limitation of it 

• Continual improvement of the product life cycle process 
through critique of the concurrent engineering effort. 

Technical Changes 

Many technical changes were necessary as a result of ATO's 
new direction. Broadly speaking, the technologies involved 
in the service analyzer project drove significant surface 
mount process changes (see page 83), manufacturing engi- 
neering process changes (which were addressed by a sharper 
focus of engineering resources), and major testing challenges. 

The testing challenges were posed by the high component 
and pin counts, the multiple-CPl' configuration, the lack of 
available test points, the high component costs, and the ex- 
pected degree of difficulty involved in fault diagnosis. It was 
forecast that these boards would be of a significantly higher 
volume than anything else that had been manufactured pre- 
viously by ATO. These volumes were considered relative to 
the issues mentioned above, and other factors such as head- 
count limitations, repair and diagnosis times, inventory, test 
equipment, and expertise required of technicians. It became 
very clear that an innovative test approach would be neces- 
sary to avoid a sustained engineering involvement in the 
repair and commissioning process. 

Boundary scan (IEEE 1 149.1 ) was the chosen test teclmology, 
and its extent and use were largely determined by the ex- 
pected low number of physical test points on the board. It 
was linked to a detailed built-in self-test strategy diat in- 
volved an extensive hardware, firmware, and software effort. 

With the available physical test access diminishing during 
the development process (rather than increasing), a large 
emphasis was placed on getting access through substitution 
of boundary scannable components wherever possible. This 
approach eventually covered some 65% of the electrical 
nodes, with additions being mainly in the area of glue 
logic, since the ASICs and FPGAs were already scannable. 
Manufacturing's view of the potential diagnosis issues made 
the additions well worth the extra cost of the components. 
The printed circuit board real estate taken up by the extra 
pins was far less than the space that would have been taken 
by physical test points, thus providing the printed circuit 
board designer with more flexibility. 

Test Strategy 

The overall testing approach can be summarized as follows 
(see page 85 for more details): 

• In-circuit test was used at the Surface Mount Technology 
Center after the boards were loaded, with physical test 
access being supplemented by boundary scan vectors on 
the Hewlett-Packard 3070 board tester wherever possible. 
Sufficient test points were placed on the printed circuit 
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HP E5200A Broadband Service Analyzer Surface Mount Assembly 



Hewlett-Packard's Surface Mount Technology Center located near Spo- 
kane. Washington is a high-mm. low-volume facility It doesn't have the 
opportunity to fine-tune an assembly over many long runs The center 
builds limited runs of prototypes that have extra-fine-piich components 
(XFP, with leads on 0.020-ineh centersl. but before the HP E5200A broad- 
band service analyzer, only two fairly easy designs had reached produc- 
tion status 

By contrast, the service analyzer processor board is one of the most 
challenging boards that any HP site builds One image nearly fills our 
standard 12-by-18-mch panel This is not unusual, but having 29 XFP 
components and 15 FP components (fine-pitch, with leads on 0.025-inch 
centers) on the top side is quite unusual— )ust these components repre- 
sent over 6000 individual solder joints 

Loaded on the rest of the dense top side are various 0 050-inch-pitch and 
passive devices, along with connectors and other through-hole devices 
representing over 400 through-hole leads Adding to the challenge is a 
dense bottom side, with 1 5 more FP parts (almost 1 000 leads), and many 
other surface mount parts ranging from 0.08-by-0.05-inch passive parts 
to large SOJ (small outline J-lead) and PLCC (plastic leaded chip carrier) 
components One challenge not present is that there are no O.OB-by-0.03- 
mch or smaller parts on either side, since this design was started before 
they were our preferred small pan. In total, there are over 1000 compo- 
nents and nearly 8700 solder joints on this printed circuit assembly. 

Numeious processing problems had to be solved or worked around to 
build this complex new board successfully It would be a very expensive 
printed circuit assembly to scrap, so being able to gel good setups and 
clean starts each time was important. Stenciling the solder paste and 
placing the XFP components were two key processes thai needed to be 
highly accurate and robust. Tremendous demand on solder paste stencil 
accuracy and process control highlighted the fact that our existing printers 
were not designed to handle 0 020-inch pitch requirements There was 
also tremendous potential for solder paste drying and plugging the nar- 
row stencil apertures, or slumping and causing widespread bridging 
belween leads on the assembly A latest-generation primer was imple- 
mented to lake advantage of an improved vision approach, programmed 
control of most setup parameters, parameter feedback controls, and 
built-in stencil cleaning capability This eliminated paste alignment prob- 
lems and virtually eliminated variations resulting from operator dependent 
setups. Setup time and run time were also reduced. 



Piananty (flatness) of the raw board and of the hot-air leveled (HAL) 
solder pads had a noticeable impact on solder paste stenciling and on 
placing the XFP and F components Most of these parts had to be 
placed on the top side after the bottom side had already been re- 
flowed which can allow the board to warp Compounding this was 
difficulty m finding adequate beard support locations because of the 
density of the bottom side Further compounding this was having XFP 
and FP parts 3t or near the corners on both sides of the board, where 
warp can be worst. Placement accuracy is also worst ifl the comers, 
well outside the machine's optimum area. A customized tooling ap- 
proach helped reduce this problem An extra complication was that 
some parts were larger than the normal field of view on the pick-and- 
place machines, and required a camera modification 

Because of the number of components and the preroutes for the many 
connectors, the panel tends to sag under its own weight. Proper board 
support was useful not only in the assembly equipment, but also during 
furnace reflow and in wave soldering Additionally, it was no small 
trick to keep the wave solder from bridging leads on the bottom side of 
the board Once the board had progressed that far. the many compo- 
nents on the bottom side, some of which were fairly tall, made even 
the depanel process harder than usual A revised approach to fixturing 
solved this challenge. 

The initial prototype build was time-consuming and had many assem- 
bly process problems. The defect rate was about 30,000 ppm (parts per 
million) on XFP solder joints and placement accuracy Numerous process 
changes (many discussed above) and some design changes were real- 
ized by closely monitoring the prototype build process and keeping an 
open dialogue with customer support engineers at ATO on design lor 
manufacturability (DFM) issues As a result, defect rates on the first 
production boards were brought down to a level comparable to simpler 
XFP boards in high-volume production at HP. despite being built on 
second and third shifts This milestone represents a tremendous accom- 
plishment for the Surface Mount Technology Center. Ongoing improve- 
ments will bring defect rates down further as production continues 

Wyatt Luce 
Process Engineer 

Hewlett Packard Surface Mount Technology Center 



hoard to allow the scan chain to be broken into convenient 
chunks to aid in debugging and running tests. One of the 
design trade-offs included a decision lo restrict in-circuH 
test access to some areas of the board. This was primarily 
driven by a lack of scan capability and layout difficulties in 
some of the RAM circuits. The rationale behind this poten- 
tially risky decision was that inspection at the Surface Mount 
Technology Center would pick up any obvious manufactur- 
ing defects, and built-in firmware test should specifically 
confirm the functionality of these areas at ATO. 
• Extensive scan testing was used at ATO through the IKKK 
1 1-19. 1 test access poll (TAP). This was done before loading 
any software or firmware on the printed circuit assembly. It 
uses high-resolution vectors that arc generated and inserted 
by a PC-based system. Automatically generated vectors are 
coupled with manually generated cluster test vectors to 
maximize the av ailable scan coverage. This approach was 



intended to be a good fault resolution and diagnosis tool. 
However, more work still needs to be done to determine the 
overlap with scan testing at the Surface Mount Teclmology 
( enter. When this paper was being written, the PC tools for 
insert ion of the vectors were fully developed and the addi- 
tional lest and fault coverage WBS considered lo be worth the 
increase in run-time overhead in the manufacturing process. 
• Firmware access to the scan chain was made available 
through a lest bus controller IC, which allowed firmware 
insertion of high-coverage, low -resolution built-in self-test 
vectors from the service analyzer hard disk. This lest ran 
automatically (and very quickly) at power-up and communi- 
cated simple pass/fail results to a four-character alphanu- 
meric display on the printed circuit assembly. A tumor ad- 
vantage of this approach is thai new vectors can be added 
lo the hard disk or modified w hen test deficiencies are 
found during normal production. 
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• Some very exlensive functional testing also runs from the 
firmware at power-up and includes al-speed tests of various 
functional blocks within the product. Checkerboard testing 
of RAMs and microprocessor communications ports, and 
staged loopback (transmit to receive) tests, are just part of 
what has been a significant software and firmware attempt 
to provide built-in. high-resolution diagnosis capability in 
the service analyzer. All of these tests can be run individually 
in a post manufacture (service) situation, 

• The final test approach used in production applies mainly 
to the parametric aspects of the product — for example, the 
Optica] and electrical connections to the outside world. A 
more traditional (niiniini/.ed) functional lest method is used 
here with calibrated equipment and gold standards being 
used to verify that the product meets the published para- 
metric specifications. 

Results 

From our manufacturing viewpoint, many breakthroughs 
were achieved during the development of this product. 
Perhaps the most obvious would be the technological leaps 
forward. The hardware components that were selected led 
to a significant extension of the Surface Mount Technology 
( enter manufacturing and test processes. At ATO, the DFM 
process is considered to be vastly improved and is expected 
to be a significant contributor to the success of future 
projects. 

Ill terms of the bottom line, the question should lie asked, 
"Was the result worth the effort?" This is always a difficult 
question to answer when a specific measurement has not 
been defined for intangibles such as working relationships. 
We are of the opinion that the improvements that have been 



made in working relationships between R&D and manufac- 
turing have made the effort well worthwhile. However, there 
were also other, more definable results such as: 

• A minimal increase in costs for scannable glue-logic pails 

• An increase in available printed circuit board real estate 
as a result of the minimized requirement for physical test 
access 

• Reduced manufacturing test and fault diagnostic time 

• Minimized effect of prototype and pilot build limes on lime 
to market 

• Reduced impact on dev elopment work as a result of R&D 
involvement in resolving manufacturing defects. 

When these results are considered along with our ability to 
make far belter use of these lools next time around, the 
question becomes much easier to answer in the affirmative. 
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Production Test Strategy for the HP 
E5200A Broadband Service Analyzer 

Boundary scan and built-in self-test are supplemented by conventional 
testing techniques. Eight discrete levels of testing were implemented. 

in ( ai> J. Wright 



The HP E5200A broadband service analyzer is a highly com- 
plex digital system packed into a field-portable case. During 
its design, it was essential to achieve the highest densities 
possible by using some of the latest technologies. 

To achieve the functionality required, the main processor 
printed circuit assembly for the product had to be extremely 
densely populated. This printed circuit assembly contains 
over 1000 components, including 29 XFP parts. 30 FP pails, 
afid almost 8700 solder joints (sec "111' K5200A Broadband 
Service Analyzer Surface Mount Assembly" on page S3 for 
further details). Because of the sheer density of the printed 
circuit assembly, testing by conventional bed-of-nails in- 
circuil techniques alone was not feasible. 

In addition, normal defect rates specified by surface mount 
placement vendors were in the order of 200 ppm. From this 
data, each printed circuit assembly was predicted to have at 
least one defective solder joint after the placement process. 
Because of the high cost of this printed circuit assembly, 
it was very important to be able to accurately and quickly 
identify delects w ith high success rates The target yield for 
the assembly and commissioning process was set (0 100%. 

Overall Test Strategy 

To overcome the challenges presented, it was necessary 
to implement a comprehensive test strategy lhal included 
boundary scan and built-in self-test, supplemented by con- 
ventional testing techniques. 

With this complex printed circuit assembly it was decided 
lhal a tnulliliered testing strategy would be used. Such a 
strategy would increase yield by identifying faults early and 
by verifying functionality in small discrete stages. Another 
advantage was thai the tests could be reused for other pur- 
poses such as service, calibration, or confidence tests 

Fig. 1 shows the production test strategy that was imple- 
mented for the service analyzer project. Kighl discrete levels 
of testing were implemented. Bach level verifies basic func- 
lionalily before proceeding to the next stage of assembly or 
testing. The chance of catastrophic and difficult -to-diagnose 
failures is minimized. 

Boundary Scan Technology 

Boundary scan technology forms the key to Ihe production 
test Strategy, Boundary scan is often referred to as JTAG 
(Joint Test Action (iroup)aml is defined by Ihe 1KKK 1 I 19.1 
Standard. Fig. 2 shows a typical IEEE 1 140.1-conipliant 
de\ ice 



Boundary scan functions of a device are stimulated via the 
TDI (test data input ). TCK (test clock). TMS (test mode select i, 
and TRST (test mode reset ) pins. Responses are received from 
TDO ( lest data output ). Fur a printed circuit assembly or sys- 
tem. TDI and TDO pins of each device or siibmodulc are con- 
nected in a chain, with the TDO of one device or subtnodule 
connected to the TDI of another. The TCK. TMS. and optional 
TRST pins of devices are connected in parallel (see Fig. 3). 

The TAP (test access port ) controller is a simple stale 
machine with L6 stales. Transitions between slates are con- 
trolled by TMS and TCK. The TAP controller stales determine 
how data is shifted into or out of the various device registers. 
Boundary, instruction, and bypass registers are the most im- 
portant registers of a boundary scan device. The instruction 
register allows control of the various lest modes. Boundary 
registers capture and control device pin states. The bypass 
register provides the ability to bypass a device in the chain. 

With these three registers and knowledge of Ihe printed cir- 
cuit board net list, it is possible to generate and analyze lung 
sitings of serial data (test vectors) to del eel pins and traces 
that are shorted or open. Special tests can also be devised 
for testing nonscannable devices that are surrounded by 
scannable devices, (i.e.. cluster testing). I "2 in Fig. 3 is an 
example of such a device. In addition, the internal logic of 
a device can also be exercised. 

The loaded HP E52Q0A printed circuit assemblies are first 
tested using the HP 3070 in-circuil tester. The IIP 31)70 
allows combined testing (boundary scan and test points) for 
the greatest coverage and resolution. Tests are performed 
extremely quickly, avoiding component damage. 

Test vectors for the Service analyzer were also generated 
using ASSKT™ semi software. These vectors are applied 
using both a PC with an ASSET hardware interface and an 
embedded scan engine. Greater test coverage is achieved 
when the PC and ASSKT hardware interface are used. The 
embedded scan engine provides less coverage, but is useful 
as a power up self-test for the user-initiated or service-initi- 
ated diagnostic. Coverage and speed of ASSKT tests are not 
88 great as the IIP 3070. but setup costs anil portability are 
much more attractive for a service and diagnostic cm iron 
menl 

Boundary Scan I, imitations 

Boundary scan cannot be used for testing all circuits. Ana- 
log devices, nonscannable parts, and passiv e parts require 
the use of conventional testing techniques. At -speed testing 
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service analyzer. 



cannot be performed because of boundary scan's serial ar- 
chitecture. Boundary 7 scan is essentially a static (dc) test. 
Componenl costs are increased, although this is offset by 
savings in real estate, increased production yield, and re- 
duced repair diagnosis time. 
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Fig. 2. Typical IEEE 1 1 40. J -< c mipliaul device. 



Issues that arose during the implementation of boundary 
scan included difficulties achieving clean TCK waveforms at 
all nodes, incorrectly supplied component description files, 
and failures caused by scan chain data corruption. 

Boundary Scan Benefits 

Many benefits were gained by adopting boundary scan for the 
service analyzer project. The use of boundary scan helped to 
achieve size requirements for the product, and was invalu- 
able for getting early prototypes running. Embedded bound- 
ary scan now pro\ides the user with high confidence in the 
product, and allows for quick diagnosis at repair centers 
without expensive tools and fixtures. Production repair and 
diagnosis time are down and yield is Unproved. ( )vera]l. 
boundary scan has proved to be a flexible and powerful tpOL 
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Fig. 3. Simple boundary scan chain. 
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Usable Usability 



Usability engineering aims to improve a product's ease of use by focusing 
on user needs. "Usable usability" also considers the needs of the product 
developers. 



by Peter G. Tighe 



Misguided usability engineering effort is a waste. So how do 
you gel maximum benefit from your investment in usability 
engineering? This article discusses some of the methods HP's 
Australian Telecom Operation ( AT< >) used while developing 
the new HP E5200A broadband service analyzer ( Fig. 1 ). The 
service analyzer is designed for installers and maintainers of 
large telecommunications networks that employ BISDN 
(broadband ISDN ) technology, such as the information 
superhighway networks. 

Traditionally, usability engineering aims to improve a prod- 
uct's ease of use by focusing on the users' needs, behavior, 
environment, skills, and so forth. "Usable usability" lakes 
this one step furl her by also placing high focus on I he needs 
of the product developers — in this case. I he ATI ) staff. 

The usability engineering motto, "Know your user," can be 
easily extended lo include "Know your organization." This 
can be as simple as understanding lhal I he development 
engineers frequently don't read paper reports, that they pre- 
fer to read e-mail, lhal I hey are professional hul are always 
in the mood for a laugh, or thai when Ihey sarcaslically criti- 
cize someone Ihey are actually complementing lhal person. 
So the first slep was to align usability efforts with ATO's 
business and staff needs. The remainder of this article 
explains some of the results. 

Understanduig the User 

One of the first and most essential steps quoted by almost 
every textbook in usability engineering is user analysis. 
Understand, live with, and love your users so much that you 
feel that you Gain predict their behavior. 

We lived with the customers, we Stood over I heir shoulders 
while ihey did their jobs, we asked questions when we could, 
we helped Ihem do their jobs, we ate lunch with them, and 
we interviewed some of them intensely, We gathered infor- 
mation 01) whal users looked like, on what they did, on what 
their environments were like, on what skills Ihey had, on 
their education, on how they preferred lo learn, on their 
tolerance limits, and on whal Ihey liked or disliked. 

Being in Australia, we couldn't visii a Customer in Ihe U.S.A. 
whenever it suited us. We needed lo condense ;ill of our visits 
into one or two trips. The sheer quantity of quality infi irma- 
tion gathered created challenges, loo. To meet these chal- 
lenges, four techniques evolved and proved very successful: 

• Onsite experts 

• Meet-the-user e-mail 

• User nicknames 

• User artifacts. 



Onsite Experts. We found thai giv ing a customer access to a 
telecommunications engineer from ATI) was a very effective 
way of gaining Ihe customer's attention. It's a win-win 
situation. Both Ihe customer and ATI ) engineers have the 
challenge of keeping up with the rapid changes in telecom- 
munications technology. The ATI ) engineers get access to 
real-life situations in which ATO products are being used. 
The customer gets some free advice from the ATO engineer, 
has a chance to influence the direction of ATO products, and 
sometimes gets to see a prerelease product. Meanwhile, a 
usability engineer gathers the information required lo make 
ATO's service analyzer easy lo use. 

Meet-the-User E-Mail. An example of meet-the-user e-mail is 
"Meet Billy B. Bob," one of the trip reports produced from 
our customer visits. An outsider might view this trip report 
as unprofessional or brash. Yet. lo the AT' > staff, it was 
essential, entertaining, memorable, informative reading. 




Fig. l. HP E5200A broadband Ben lee analyser. 
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Fig. 2. hp iioi;oiiA broadband service analyzer online help also 

iciu lies users about broadband ISPN technology 



Billy was not AT( )'s target user, but he works with and 
shares our equipment with our target users. The lessons 
AT< i learned from Billy were explained explicitly in a sum- 
mary trip report and presentation. For example, Billy only 
reads lite manual for lite exceptions lo the rule He aclually 
experts lo he able to use I he service analyzer without train- 
ing, relying on his industry knowledge. Billy also slates he is 
new to BISI IN technology and is very willing to learn. This 
affected AT( I'sdocumoninlion team, resulting in an online 
help system thai llOl only explains how to use (he service 
analyzer, bill also allows users like Billy to probe (using 
hyperlinks) into details about BISDN technology (see Fig. 2). 



Another deliberate approach was to include very personal 
details about Billy in the meet-the-user e-mail. Tills was a 
very effective method of influencing product design deci- 
sions. The product developers became very conscious of the 
user, which made a big difference in their attitudes — they 
became more sensitive and understanding to users* needs, 
resulting in better design decisions. 

User Nicknames. The results of the user analysis revealed 
that most of ATO's users fall into three distinct categories. 
Each category has different skills, education, working en\i- 
ronments. aspirations, and day-to-day tasks. To characterize 
these types of users. ATO marketing invented "Telecom 
Tom," "Protocol Pete." and "Gigabit Guru." These names are 
now part of the vocabulary of every AT< > staff member. The 
nicknames are referred lo in situations ranging from manu- 
facturing problems to design opportunities, from order 
processing requirements lo marketing strategies, and from 
lunch-table discussions to high-level business plans. 

The real success of the nicknames is not just that they sum- 
marize a user's characteristics swiftly and succinctly. They 
also summarize the use scenarios of ATI) products, that is. 
they represent complete descriptions of the situations in 
Which ATO products are used. Brace Tognazzini 1 describes 
how important scenarios are to user analysis: "The scenarios 
were not dwelled upon during the design process, but w ere 
always in the background, ready to be referred lo when 
pressing an argument or forming a new idea." This is much 
like what happened at ATO, thanks to the user nicknames. 
For example, people would say, "This is mainly used by 
Gigabit Guru, so in this case ease of doing is probably more 
important than ease of learning." "Yes, bul might Telecom 
Tom need this information?" 

For example, the most popular use scenario for Telecom 
Tom can be summarized by one particular users commeiil 
during a customer visit: "I don 'I want to understand the 
technology, like how cell loss is measured. I just want a 
button that says Test Cell Loss, ami when 1 click it. il tells me 
if cell loss is good or bad." 

The resull was the cell loss SMAKTlcsi. as shown in Fig. 3i 
Telecom Toms use at least five other network analyzers. 
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They have to support high-profile companies, such as air- 
lines and banks, with mission-critical network connect ions 
Every problem is important and urgent. They also install and 
maintain at least five different types of network elements 
(switches, routers, bridges ). They simply don't expect to 
remember technology details — I hey expect help from t he 
technology itself, or from an expert in thai technology. 
The cell loss SMARTtest is an example of bow the service 
analyzer directly addresses this concern. 

User Artifacts. Meet-the-user e-mail messages and user nick- 
names, although very efficient forms of communication, 
are both secondary lo hearing it "from the horse's mouth." 
The reader must place a lot of mist in the storyteller. Here, 
videos, photos, documents, broken equipment, or even just a 
user's notepad can be extremely valuable. 

Usability Testing 

As mentioned earlier, the purpose of user profiling is to 
understand, live with, and love your users so much that you 
feel that you can predict their behavior. Unfortunately, no 
matter how well you know your users, you can never (tally 
predicl their behavior. This is why usability lesting is so 
important. Says Donald Norman.- "... even the best-trained 
and best-mot ivaled designers can go wrong when they listen 
to their instincts instead of testing their ideas on actual 
users." 

For those not familiar with usability lesting. it's a very formal 
process of observing users attempt to learn and operate a 
product in real situations. A good reference for more infor- 
mation is Rubin. 3 

Usability testing can be tackled in a number of ways. For 
example, there are expensive ways such as using labora- 
tories with one-way mirrors and complex dala recording 
equipment. Or there are cheap ways such as visiting a 
customer With a prototype computer and a portable video 
camera. 

Fortunately for ATO. the cheaper option was the most suit- 
able. ATO's customers are very busy. It was much easier to 
get a block of a customer's time if ATO engineers traveled to 
the customer's site. This gave HP a chance to see the users 
in their real emironments and to meet other users in the 
organization. 

One of t he disadvantages of this cheap form of usability test- 
ing is that it is more difficult to control. Many external factors 
can intimidate the user and corrupt the test. For HP. this 
proved to be a minor problem. Low-skill users showed in- 
tense concentration while trying to grasp B1SDN technology, 
and soon lost signs of intimidation. High-skill users loved 
the chance to show off what they knew- and talked about the 
technology. Regularly they would slay after the usability 
testing and drive very motivating discussions about die tech- 
nology and how ATO could benefit from it . 

Usability testing was a very motivaring and creative experi- 
ence for everyone involved. The sales force was completely 
motivated after seeing ATO staff listen to and watch the 
user. They could also see the excitement the customer 
showed. 



User "Hot Spots" 

User hot spots is a technique that focuses on minimizing the 
development team's information burden. No matter how 
Batch information was gathered from a usability test, we 
always reduced it lo approximately five of the must impor- 
tant items (see Fig. 4), Anyone who lias ever done a usability 
test will realize how difficult this can be — so much informa- 
tion is gathered in one I est. 

Testing Enhances Creativity and Motivation 

Pulling il Simply, de Bono 1 explains why usability testing 
actually enhanced ATO's creativity. "Having to be correct at 
every step makes creativity virtually impossible." Knowing 
there would be second chances. ATO engineers were able to 
risk all sorts of new design ideas. They exploited this oppor- 
tunity to do some creative thinking. The de Bono technique 
called "Six Hals Thinking" was used.-" When "wearing" the 
green (creative) hat, we used the "Provocation" and "Random 
Word" techniques to help generate alternative, unorthodox 
ideas. De Bono ' describes a provocation as crazy idea 1 hat 
is designed to lake people on! of their normal perceptual 
patterns, It challenges assumptions and impressions that 
everybody seems to take for granted. 
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Menial Model Clash 

• Previous experience with BSTS and olher analyzers is 
affecting ease of use 

• Users did nol expect autoconfigure and an automatic 
link summary 

• Wanted lo override with a manual configure anyway 

• Solve: Boolup and hot swap messaging 

• Loopback expected inside configure. 

"What does Commission Mean?" 

• Commission confused with configure. 

• "Equipment" and "Service" grouping not understood. 

• Solve' Put tests on front panel "Cell Loss & Cell Delay," 
remove lest grouping for release 1, more effectively, 
communicate "predefined" tests as being a separate 
environment. 

Labeling and Messaging 

• Monitor windows and simulate windows confused. 

• Not enough feedback when errors/traffic is simulated 

• Four alarm buttons still visible when simulate tab is active. 



(bl 



Fig. 4. Usability test reports. These condensed weeks Of data 
gathering into approximately five basic critical issues, called user 
hot spots. 
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For example, one provocation ATO engineering used was: 
"What if the user could do lite most frequent task without 
having to press a single button?" After overcoming the 
apparent alreurdity of this idea the engineers soon realized 
that it was going to l>e possible. From this, the link monitor 
was created ( see Fig. 5). 

The link monitor is a new concept in network analyzer 
design. Without any button clicks, it performs the most fre- 
quent task — discovering what "s happening on the network. 
This task is intuitively basic and not immediately obvious. 
Ask any group of network troubleshooters what they do, 
and only a few will mention this task. The rest will assume 
they already know what's happening on their network. It's 
similar to typing using a word processor. Imagine if you had 
to select Edit/Type from the pull-down menu every time you 
wanted to start typing. 

The second new idea in the link monitor can be compared to 
tools such as automatic spell-checking and grammar check- 
ing in a word processor. For example, as you type "hie" it 
changes it to "the." Similarly, the link monitor tells its users 
of network problems without their having to click any but- 
tons. So when do users click buttons? Only when I hey want 
more details. 

Task-Based Design 

A rule of thumb for usability engineering is, "Design fui VOW 
user's lasks." The HP E5200A broadband service analyzer 
project was no exception. The online help describes realistic 
tasks to users. The user interface is structured to follow a 
typical user's task flow (see Fig. (5). 

The end result seems quite simple, but it's a challenge that 
AT( ) worked hard to achieve. Why? Telecommunications 
technology is full of structured detail about network proto- 
cols and standards, lis very easy to gel involved in these 
technology details and lose focus on the user's task. AT< > 



avoided these complications by using the user nicknames 
(mentioned earlier) and regularly repeating the question. 
"What's the user trying to do with this information?" 

Rapid Prototyping 

Rapid prototyping proved to be an ideal strategy for this 
project. ATO chose Mierr>soft ' Visual BASIC as the proto- 
typing tool Visual BASIC was not suitable for ATO's applica- 
tion development environment. Its major advantages were 
the speed and flexibility with which screens and screen be- 
havior could be prototyped. These advantages suited ATO's 
dynamic and creative attitude to GDI prototyping. In fact, it 
gave ATO much more freedom than expected: 

• Initially, the prototype was way ahead of the user interface 
specification. H actually replaced the need for a GL'I specifi- 
cation in the early stages of product definition. 

• The prototype was used as a selling tool. Sales force and 
customers were able to see and interact with a prototype 
product long before it was even on our price list. 

• Early in the project, everyone felt they were talking about 
the same thing. 

• Early prototyping eliminated major product changes from 
the middle to the end of the project. The "It's too hard" 
excuse or the "programmer's attachment to work" did not 
hinder conceptual design. 

Conclusion 

This article has conveyed some ways of maximizing the bene- 
fit from an investment in usability engineering. The staff at 
ATO believe some of this work was breakthrough and an 
inspiration for other usability projects. Bui remember, most 
Of the methods described in this article came from first ana- 
lyzing the organization's needs. These methods may not apply- 
to other organizations, especially if they have different 
needs and a different culture from ATI >. 
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network/network element? 
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look. 
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4. I've fixed it — let's make 
sure everything is OK now. 
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There Ls one factor tltat is important to secure before trying 
to apply these methods in other organizations — that is. 
management's support to experiment with how usability 
engineering is applied. This support is all a motivated team 
needs to succeed with usability engineering. 
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Japanese, traveling, listening to classical music, and 
gardening. 

Thomas J. Lugaresi 

Tom Lugaresi joined HP's 

Optoelectronics Division in 
M 1984 As a product develop- 

Wr^- ~£*m nenl engineer he's worked 
" "on all HP motion control ar- 

il i/ cuits released since that 

time For the HEDR optical 
^Jt encoder he worked on the 

design and characterization 
of the IC and on the development of package tensing 
He most recently worked on the IC design for three- 
channel motion control for automotive applications 
Currently he is completing work on the HEDR-8100 
optical encoder. He is named as an inventor in four 
patents, three on motion control ICs and one on lens- 
mg for the HEDR-8000 optical encodei. Before com- 
ing to HP. he worked at the Siemens Optoelectronics 
Division He earned a BSEET degree in 1973 from 
Milwaukee School of Engineering Born in Waterbury. 
Connecticut. Tom is married and has three sons and 
one daughter On Sunday morning he teaches a gos- 
pel essentials class at his church He enjoys camping 
with his family, bicycling, billiards, playing blues har- 
monica, and walking His present "hobby" is building 
a 2-car and 1-motorhome detached garage and add- 
ing 3000 square feet to his home With three years 
invested in this project, he estimates he has one year 
to go He is considering writing a book on building 
your own home once this project is completed 
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Richard Ruh 

Richard Run received a BA 
degree in mathematics m 
1 974 from the University of 
Minnesota He then joined 
die U S Peace Corps and 
soent two years m Oman as 
a nospital mechanical and 
electrical technician He went 
on to compline a BS degree in 1979 m mechanical 
engineering, again from the University of Minnesota 
After five years as an oilfield engineer for Dfilcc, 
Richard went on to complete an MS degree in me- 
chanical engineering from Stanford University in 

1985 He |Oined HP's Optoelectronics Division in I9B5 
and was a product development engineer and project 
leader for two shaft encoder projects He also worked 
on the primary and secondary optical designs for LED 
power signaling and illumination For the HEOR-8000 
encoder he did optical analysis and optical sensitivity 
design. He is currently based in Boblingen. Germany 
and is responsible tor Optoelectronics Division prod- 
uct development in Europe. Richard is married and 
has two children His hobbies Include travel, foreign 
languages, hiking, and gardening 

60 Global Positioning System 

John A. Kusters 

Jack Kusters joined HP in 
1965 as a Stanford graduate 
student, working on the 
development of HP's first 
cesium beam tube. Later he 
joined a group that concen- 
trated on the development 
of sensors based on crystal 
physics. Out of this gioup 
came the quart? temperature sensor, the quartz pres- 
sure transducer, the acoustically tuned optical filler, 
SAW etched-reflectoi resonators, and his majur 
achievement, the SC-cut crystal In 1977 he trans- 
leneil lo HP's Santa Clara Division ISCDI to introduce 
Ihe SC-cut into production He worked as a project 
leader and later section manager responsible for the 
quart crystal development anil the physics of the HP 
10811 quartz oscillator family and the HP 10816 
rubidium oscillator. He transferred to production as 
tfiB engineering manager for precision frequency 
sources (PES) and logic test Later he became produc- 
tion manager for PES and twu other product lines. In 

1986 he left HP to become vice president and director 
of California operations of the Efratom Division of the 
Ball Corporation He returned to HP Santa Clara in 
1989 to become the project manager for the develop- 
ment and introduction of the HP 5071 A primary fre- 
quency standard He is currently the principal scien- 
tist for the Santa Clara Division, responsible for 
investigation of new concepts and technology Since 

1 965, his work has resulted in 27 U.S. and foreign 
patents and he has published over 70 papers in the 
disciplines of crystal physics, acoustooptic inter- 
actions, and cesium beam tubes He authored a chap- 
ter nn crystal processing techniques in a book titled 
Precisian Frequency Control and a chapter on preci- 
sion time and Irequency sources in the Electronic 
Instrument Handbook. 2nd Edition He is a senior 





member of the SEE and a member and former chair- 
person of the technical committee of the IEEE Inter- 
national frequency Control Symposium He is a mem- 
ber of the committee for standards 176 and 178. the 
task force on power system monitoring, the Ultra- 
sonics. Ferroeiectrics, and Frequency Control Society, 
and the Power Engineering Society He recer«ed the 
IEEE Walter Guyton Cady award m 1 985 for the 
dew>loomem of the SC-cut crystal and the IEEE C.B 
Sawyer award in 1987 for contributions relating to 
quartz crystals and devices Jack was born m Raorte 
Wisconsin He received a 8SEE degree in 1964 from 
Loyola University at Los Angeles and an MSEE de- 
gree in 1965 from Stanford University He is married 
and has four sons He was m the U S Air Force for 
four years and has done volunteer work for over 
twenty years for the Amencan Red Cross and the 
Boy Scouts of America He enjoys woodworking 

68 Broadband Service Analyzer 

Stewart W. Day 

Stewart Oay is a marketing 
engineer at HP's Australian 
Telecom Operation. He Is 
currently a specialist and 
consultant for HP's E5200A 
broadband service analyzer 
and was a product marketing 
engineer for the product's 
first release, specializing in 
ATM quality of service and signaling Before that he 
worked as a sales development engineer for the 
broadband series test systems He is professionally 
interested in ATM quality of service and traffic man- 
agement and has written several articles on these 
subjects He is a member of the MIEE and is a Char- 
tered Engineer, both In the United Kingdom He re- 
ceived a BS degree with honors in electronics and 
microcomputer systems in 1985 from Ihe University 
of Dundee. Scotland and an MBA in 1993 from the 
University of Edinburgh. Scotland He worked as an 
RSD engineer at the British Teleuom Research Labs 
on LAN bridging products before joining HP's Queens- 
ferry Telecom Division in 1990, where he did develop- 
ment engineering on ATM and SDH testing Stewart 
was born in St Andrews, Scotland He is married and 
has two daughters. In his free time, he enjoys sports 
and traveling 

Geoffrey H. Nelson 

Born in Melbourne, Victoria. 
Australia Geoff Nelson 
received a BE degree with 
honors in electrical engi- 
neering in 1984 from the 
University of Melbourne He 
is currently responsible for 
technical sales support at 
HP's Australian Telecom 
Operation He provides HP field training and support 
and maintains the ATM test application notes He has 
created various HP training materials and seminars. 
Previously he worked as an R&D engineer and team 
leader on HP's E4200 BSTS ATM modules including 
designing the printed circuit boards, digital anil analog 
circuits, and firmware He is professionally interested 
in data communications. ATM technology, hardware 
design, and transmission technology Before joining 
HP in 1992. he was an RSD engineer at Datacraft 





Australia working on digital data networks and at 
Telecom Australia working on voice switching systems 
Geoff is married In his free time he likes playing the 
piano He also enjoys good food and wine and out- 
door activities such as bushwalking and traveling 

Thomas F. Cappellari 

Frank Cappellari has been a 
product marketing engineer 
at HP's Australian Telecom 
Operation since 1995 He 
was actively involved in the 
first two releases of HP's 
E5200A broadband service 
analyzer providing marketing 
input into R&D development, 
and designing and implementing the division's mar- 
keting activities including promotion, training, trade 
shows, and seminars He is professionally interested 
in ATM quality of service and the Internet Before 
coming to HP. he worked at Datacraft Australia as a 
product manager for their digital and ISDN-based 
products Before that he worked at IBM as a techni- 
cal sales representative for their LAN products and at 
Telecom Australia as a support engineer coordinating 
computer support systems for their voice and data 
networks. Born in Melbourne. Victoria. Australia. 
Frank received a BE degree in electronic engineering 
from the Royal Melbourne Institute of Technology in 
19B3 He is married, has three sons, and recently 
served as the treasurer for a local kindergarten He 
enjoys spending time with his family and appreciates 
good wine. food, and music 



74 Managed Objects 
John P Nakulski 

A R&D engineer in HP's Aus- 
tralian Telecom Operation, 
John Nakulski is the team 
leader tor the quality of ser- 
vice measurement extensions 
to the HP E5200A broadband 
service analyzer He also is a 
member ol the product's 
architecture team and con- 
tributes to the product's software development He is 
professionally interested in object-oriented software 
and data communications and authored a paper for 
the IREE on X.500 standards for electronic directory 
systems He is a member of the IEEE and recently 
served as the secretary and treasurer for the Victorian 
section Before coming to HP ih 1994. he worked at 
Telecom Australia as an R&D engineer, an analyst for 
the product development fund, and a project manager 
lor the customer network management system While 
at Telecom, he was named an inventor in a patent for 
distributing incoming fax messages He received a BE 
degree with honors in electrical engineering from the 
University of Melbourne in 1984 and an MBA in tech- 
nology management from Manash University in 1996 
John was hnrn in Melbourne, Australia, is married, 
and has one son His hobbies include snow skiing 
and sailboarding and using his amateur radio to go 
"fox-hunting" Minding hidden transmitters) 
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79 Developing a DFM Focus 



85 Service Analyzer Test Strategy 



88 Usable Usability 




John G. Fuller 

John Fuller is the manufac- 
turing engineering manager 
at HP's Australian Telecom 
Operation and is responsible 
lor all manufacturing engi- 
neering operations including 
regulatory compliance, man- 
ufacturing test, materials, 
processes, and production 
Previously he was a manufacturing test engineer for 
a digital performance monitoring system and several 
VXI-based Sonet and SDH test instruments. He has 
also worked as an application and systems engineer 
for test and measurement products When he first 
joined HP in 1982, he worked as an instrument ser- 
vice engineer at the Melbourne sales office. He re- 
ceived an associate diploma in electtonics in 1984 
from Box Hill College in Melbourne and is currently 
working towards an MBA degree in technology man- 
agement at Deakm University. John was bom in War- 
wick. England and was in the Royal Australian Navy 
for ten and one-half years. He is married and has 
three children One of his favorite outdoor sports is 
bushwalking in South Gippsland. Australia. 




Cary J. Wright 

Cary Wright is a BIST 
(built-in self-testl specialist 
at HP's Australian Telecom 
Operation and is currently 
responsible for the hardware 
design of an ATM multiport 
monitoring system He joined 
HP in 1994 as a regulatory 
specialist tor the HP E52Q0A 
broadband service analyzer project and later took 
responsibility for developing the boundary scan tests 
for that project. He is professionally interested in 
hardware design and communications and is a mem- 
ber of the IEEE. Before coming to HP, he worked at 
NEC Australia doing hardware and systems design 
for small business telephone systems. He was also a 
representative for AEIA (Australian Electronics Industry 
Association! working in several groups on Australian 
telecommunications standards. He was born in Mel- 
bourne, Australia and received a BE degree in electri- 
cal and computing, majoring in communications, from 
Monash University in 1988 Cary is married. He enjoys 
outdooi sports such as snow skiing and water skiing 
and is a member of the Austin Healey Sprite Driver's 
Club. 



Peter G.Tighe 

PeteTighe is a usability 
engineer and is currently the 
team leader for the user- 
centered design team for the 
HP E5200A uroadband ser- 
vice analyzer He |omed HP's 
Australian Telecom Opera- 
tion in 1993 as a technical 
writer after receiving an MS 
degree in industrial design He earned a BE degree in 
mechanical engineering in 1987 and has worked at 
various companies providing marketing, design, and 
development support. 
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Hewlett-Packard Professional Books 

This series is published by Prentice Hall PTR, and copies are available in bookstores worldwide. Listed below 
are the books published in 1996. A list of all books with summaries, bookstores, and corporate sales order in- 
formation is available on the HP Press web page at URL: http://www.hp.com/go/retailbooks 



World Wide Weh/Internet 

Holman, Brian and Lund. Bill, Instant Javascript, PTR Prentice Hall, August 1996, ISBN 0-13-268434-9. 

Lee, Rob. The ISDN Consultant: A Stress-Free Guide to High-Speed Communications. PTR Prentice Hall, July 1996, ISBN 0-13-259052-2 
HP-UX 

Madell.Tom. Disk and File Management Tasks on HP-UX, PTR Prentice Hall. October 1996, ISBN 0-13-518861-X. 

Poniatowski, Marty, Learning the HP-UX Operating System, PTR Prentice Hall, July 1996, ISBN 0-13-258534-0. 

Weygant, Peter, Clusters for High Availability: A Primer of HP-UX Solutions. PTR Prentice Hall, June 1996, ISBN 0-13-494758-4. 

Yawn, Mike; Stachnik, George; Sellars, Perry, The Legacy Continues: Using the HP3000 with HP-UX and Windows NT. Prentice Hall, August 1996, 

ISBN 0-13-259060-3. 

Programming 

Caruso, Raymond P., Power Programming in HP OpenView, PTR Prentice Hall, October 1996. ISBN 0-13-44301 1-5 

DiPasquale, Mark and Norton, Scott. THREAD TIME: A Multithreaded Programming Guide, PTR Prentice Hall, October 1996, ISBN 0-13-190067-6. 

Helsel, Robert, Visual Programming with HP VEE, PTR Prentice Hall, April 1996, ISBN 0-13-533548-5. 

Krouse, Charles, Practical DCE Programming, PTR Prentice Hall, published January 1996, ISBN 0-13-324419-9. 

Software Development 

McFarland, Tom, Developing Internationalized Graphical User Interface S/W with the X Window System and Motif, PTR Prentice Hall, April 1996, 
ISBN 0-13-35978-3. 

Object-Oriented 

Ryan, Timothy W , Distributed Ob/ect Technology: Concepts and Applications, PTR Prentice Hall, October 1996, ISBN 0-13-348996-5. 
Networks/Net working 

Blommers, John. Practical Planning for Network Growth, PTR Prentice Hall, April 1996, ISBN 0-13-206111-2. 

Dempsey, Rob and Bruce, Glen, Security in Distributed Computing: Did you lock the door?, PTR Prentice Hall, ISBN 0-13-182908-4. 

Lund, Bill, Integrating UNIX and PC Network Operating Systems, PTR Prentice Hall, March 1996, ISBN 0-13-207374-9 

Common Desktop Environment 

Fernandez, Charles, Configuring DCE the Common Desktop Environment, PTR Prentice Hall, March 1996, ISBN 0-13-102724-7. 
PA-RISC 

Kane, Gerry, PA-RISC 2.0 Architecture, PTR Prentice Hall, published January 1996, ISBN 0-13-182734-0. 
Information Architecture 

Cook, Melissa, Reengineering Information Systems: Building Enterprise Information Architectures. PTR Prentice Hall, January 1996, ISBN 
0-13-440256-1. 

Image Processing 

Crane, Randy, A Simplified Approach to Image Processing, PTR Prentice Hall, August 1996, ISBN 0-13-226416-1. 
Test & Measurement 

Atchison, Lee, Object-Oriented Test & Measurement Software Development in Ct+, PTR Prentice Hall. July 1996, ISBN 0-13-227950-9. 
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